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Part I
Original English Text

Chapter 1
Introduction
Traditional (color) photography has been used in medicine almost since
it was invented. Its role was mainly that of a visual record and thus
rather qualitative, except for some simple geometric mensurations that
could be derived from the images. However, in many instances color
conveys important diagnostic information, and this is especially so in
case of images of the skin. Imaging the skin in a reproducible manner
is, however, not easy for a number of reasons. This brings us to our main
endeavor: to build a color imaging system that can be used to acquire
reproducible images of the skin, and on which diagnostically meaningful
measurements can be performed.
At the start of chapter 2 the medical context of this work, i.e. the
ﬁeld of dermatology, will be introduced. Next, some of our motivations
will become clearer when the problems regarding some types of skin
cancers are discussed. Current diagnostic methods for skin cancer and
imaging practices will also be reviewed, and the chapter will end with
some general design goals for the color imaging system.
In chapter 3 the phenomenon of human vision and color will be
explained, and the concepts from the domain of colorimetry necessary
to the understanding of subsequent chapters will be detailed.
Chapter 4 is dedicated to the discussion of all the components that
will make up the color imaging system, as well as how they are assembled
and how they work together.
Once the imaging system is assembled it must be operated, and this
is the subject of chapter 5. In the course of this chapter we will explain
how the imaging system can be calibrated in order to provide repro-
ducible color imaging, as well as how to perform the actual acquisition
of an image. Next, the precision and accuracy of colorimetric measure-
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ments derived from acquired images will be experimentally evaluated
and thoroughly discussed.
In order to be of any use in a clinical setting, the imaging system
must be easy to use and provide a pleasant and practical working envi-
ronment to the dermatologist, and this is explored in chapter 6. On a
basic level the imaging system will be extended with a patient and image
database and an application to manage that database, as well as with
some tools to properly view the acquired images. Moreover, the colori-
metric framework enables the development of human vision based image
processing, and to demonstrate this a simple skin lesion segmentation
algorithm will be proposed and tested.
Chapter 7 will be devoted to a reiteration of the main conclusions,
a summation of personal contributions, as well as any publications re-
sulting from this work. Finally, some general resolutions will bring the
ﬁnal chapter to a close.
Chapter 2
Context and goals
In this chapter the medical context of this work will be introduced by
providing some background information on the ﬁeld of dermatology.
This branch of medicine is preoccupied with the skin, and we are espe-
cially interested in a deadly form of skin cancer known as melanoma. The
possible beneﬁts of digital color imaging in the ﬁght against melanoma
will be summed up, and prior work on its use in dermatology will be
reviewed. This will then lead to a formulation of the general goals for
the development of a dermatological workstation.
2.1 Dermatology
As mentioned in the introduction to this chapter, dermatology is the
branch of medicine preoccupied with the skin. Although digital imaging
may be of general beneﬁt in this branch, this work is primarily con-
cerned with the improvement of the early detection of a deadly form
of skin cancer known as melanoma. Therefore, after a general intro-
duction on the skin, we will elaborate on melanoma and some clinically
similar melanocytic and non-melanocytic lesions, and the way they are
currently diagnosed. Most of the background information and ﬁgures on
dermatology are taken from [1], unless otherwise speciﬁed.
2.1.1 The skin
The skin is a large organ that covers almost the whole body, making up
about 16 % of the body weight. It has many functions, the most impor-
tant of which is the protection of the body from noxious external factors.
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It is quite thin and consists of several distinct layers: the epidermis, the
dermis and the subcutis (see ﬁg. 2.1).
Figure 2.1: The three main layers of the skin: the epidermis, the dermis and
the subcutis.
The epidermis
The epidermis is the outer skin layer, and is about 100 µm in most
places. It consists of four sublayers: the stratum corneum or horny layer,
the stratum granulosum or granular cell layer, the stratum spinosum or
the prickle cell layer and the stratum basale or basal cell layer. These
sublayers can be seen in ﬁg. 2.2 and represent the diﬀerent stages of
maturation of the main cells of the epidermis called keratinocytes. Ker-
atinocytes start out as undiﬀerentiated basal cells in the basal layer.
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Half of these migrate upwards, and end up in the horny layer as dead
thick cells called corneocytes, where they are eventually shed. During
this migration they produce polypeptides called keratins which create
a sort of matrix that is used to bind them together. This explains the
strength and ﬂexibility of the horny layer, which forms the main barrier
of the skin against outside agents and prevents ﬂuids from the body of
leaking out.
Stratum corneum
Stratum granulosum
Stratum spinosum
Stratum basale
Basement
membrane
Keratinocyte
Langerhans cell
Rete ridge
Melanocyte
Figure 2.2: The structure of the epidermis.
Other important cells in the epidermis are the melanocytes which
form about 5−10 % of the basal cell population. These cells synthesize a
pigment called melanin inside specialized organelles called melanosomes.
There are two sorts of melanin: yellow or red phaemelanin and brown-
black eumelanin. Natural melanin is usually made up of a mixture of
these two sorts. Melanin is packaged in granules and is transferred
to neighboring keratinocytes. It eventually ends up evenly distributed
in the horny layer where, besides giving skin its color, it reduces the
amount of ultraviolet (UV) radiation entering the skin by absorbing it.
Racial variations in pigmentation are due to the number and size of
melanosomes, not to the number of melanocytes.
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The dermis
The dermis is a tough connective tissue matrix containing some special-
ized structures which are located immediately below the epidermis. It
varies in thickness from about 600 µm to 3 mm. It has two sublayers:
the thin papillary dermis in contact with the basal cell layer, and the
reticular dermis. About 70 % of the dermis is made up of collagen, a
structural protein synthesized by ﬁbroblasts. The dermis also contains
immunologically active cells like macrophages and lymphocytes. It also
contains structures like sweat glands, hair follicles and blood vessels.
The subcutis
The subcutis consists of loose connective tissue and fat, which can be
up to 3 cm thick on the abdomen.
2.1.2 Melanocytic naevi
A naevus is a benign proliferation of one or more of the normal con-
stituents cells of the skin. Speciﬁcally, in the case of a melanocytic
naevus or mole, it is a proliferation of melanocytic naevus cells derived
from melanocytes. Although naevi may be present at birth (congeni-
tal naevi), most develop during childhood or adolescence. These latter
types include the junctional naevus, the intradermal naevus, the com-
pound naevus (see ﬁg. 2.3), the Spitz naevus, the blue naevus, the
halo naevus and the atypical or dysplastic naevus. On the average, a
caucasoid has between about 10 and 30 melanocytic naevi.
Figure 2.3: A compound melanocytic naevus.
The reason why these types of skin lesions are mentioned here is that
there is an increased risk for malignant change in some congenital and
in atypical naevi, i.e. they may be precursor lesions to melanoma, which
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will be discussed in the next paragraph. Occurrence of the latter naevi
also indicates an increased risk of developing a melanoma elsewhere on
the skin. Moreover, the diﬀerential diagnosis between melanocytic naevi
and the early stages of melanoma is sometimes very diﬃcult. Unless
there is concern for malignancy or an increased risk of malignant change,
there is no need to remove melanocytic naevi. Sometimes though, ex-
cision may still be done for cosmetic reasons, or because of repeated
inﬂammation.
2.1.3 Melanoma
Melanoma is a malignant tumor of the skin and sometimes mucus mem-
branes, more precisely of the melanocytes in the epidermis, see ﬁg.
2.4. It is the most lethal malignant skin tumor. The main types of
melanoma are the superﬁcial spreading melanoma, the lentigo maligna
melanoma, the acral lentiginous melanoma and the nodular melanoma.
The superﬁcial spreading melanoma is the more common form, and has
a prediliction for the lower legs of women and the back of males. The
lentigo melanoma arises in sun-damaged skin, often on the face of elderly
people with a long-standing outdoor occupation. The acral lentiginous
melanoma aﬀects soles, palms and nail beds, and has poor survival ﬁg-
ures because it is often diagnosed late. The nodular melanoma is usually
found on the trunk, and it may grow rapidly and ulcerate.
Figure 2.4: A nodular melanoma.
How does it evolve?
A large portion of melanoma spend a long time (months to years) in a
benign stage of tumor progression called the plaque or ‘radial growth
phase’. This name stems from the fact that at this time the tumor
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is a plaque on the skin that expands along the radii of an imperfect
circle. Melanoma in this stage are conﬁned to the epidermis and are
generally curable by simple surgery or excision. The next stage in tumor
progression, also called the ‘vertical growth phase’, results in an invasion
of the dermis. In this stage the melanoma may also lead to metastases,
i.e. secondary tumors in other organs.
Rising incidence
The incidence of melanoma has risen spectacularly in white populations
worldwide the last decades. This was ﬁrst observed in the 1930’s in the
U.S.A. and in the 1940’s in Denmark. As an example, in the U.S.A.
the lifetime risk of developing melanoma has increased from 1/1500 in
1935 to 1/87 in 1996, and it is expected to rise further. At the moment
melanoma represents around 1.2 percent of all new cancers worldwide,
with annually some 70000 new cases. The mortality due to melanoma
has known a similar albeit more moderate increase, as is shown in ﬁg.
2.5 for Belgium, [2].
One way of trying to diminish these growing ﬁgures is by prevention
campaigns, based on the accepted relationship between sun exposure
and the development of melanoma. This is called primary prevention.
Although as a result awareness of the problem of skin cancer is bigger
now, there are few indications that both rises in incidence and mortality
are artefactual and a result of better registration or detection of this
type of cancer, [3].
Early diagnosis is everything
The mortality rate of melanoma has risen less sharply than its incidence,
which means that the per-case mortality rate has actually decreased. As
the therapy of melanoma has changed little over time since the beginning
of the rise of the incidence (melanoma metastases generally show little
or no response to chemo- or radiation therapy), some other factors must
be at work to explain this phenomenon.
The average tumor thickness appears to have decreased over time due
to the earlier detection of the (thinner) lesions as a result of increased
awareness of skin cancer. Together with the correlation between the
melanoma thickness and the prognosis or survival rate (see table 2.1) this
leads to the conclusion that early detection is the single most important
factor in the decrease of the per-case mortality rate of melanoma once
it is present.
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Figure 2.5: The world-standardized mortality rates per 100.000 for men and
women in Belgium since the 1950’s.
Breslow thickness Survival %
≤ 0.76 mm 98
0.76 - 1.69 mm 86
1.70 - 3.60 mm 69
≥ 3.60 mm 33
Table 2.1: Five year prognosis for melanoma in function of the Breslow thick-
ness.
About half of the melanoma arise in a precursor lesion, generally an
atypical naevus or a congenital naevus. Occurrence of these lesions in
a person indicates an increased risk for developing melanoma, although
if it arises it will not necessarily be in that precursor lesion. Some of
the main risk factors are listed in table 2.2. Taking this into account
the importance of the follow-up of such increased-risk patients becomes
clear. It allows well-targeted counselling about sun exposure and pro-
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tection, i.e. primary prevention, and periodic screening to attempt early
detection and diagnosis, i.e. secondary prevention.
Risk factor Relative risk
Atypical naevi with family history of melanoma 100 - 400
Multiple (≥ 100) melanocytic naevi 30
Congenital naevus (≥ 1.5 cm diameter) 20
Previous melanoma 9
Red hair and blue eyes, burn in sun and tan
poorly
2
Table 2.2: The major risk factors for the development of melanoma.
2.1.4 Other malignant skin tumors
Non-melanoma malignant skin tumors are amongst the most common
of cancers, especially in light-skinned races (incidence 230 per 100000
per year in the USA for caucasoids). Of these, basal cell carcinoma is
the commonest. It arises from the keratinocytes in the epidermis, but
very rarely metastasizes. Occurrence of basal cell carcinoma is linked
to prolonged UV exposure, amongst others. They can be pigmented, in
which case they may be hard to diﬀerentiate from compound naevi and
melanoma. Another type of cancer of the keratinocytes which is usually
easy to diﬀerentiate from melanoma is squamous cell carcinoma. This
type of cancer may occasionally lead to metastases. Although correct
diﬀerential diagnose is of course very important in order to provide the
correct treatment, incorrect diagnose will still usually lead to excision.
In that sense they do not pose the same kind of problem as the melanoma
which can be misdiagnosed as a melanocytic naevus which is a benign
lesion which generally does not need to be excised.
2.1.5 Diagnostic tools for skin lesions
As mentioned in the previous sections, discrimination between
melanoma and other, both melanocytic and non-melanocytic skin le-
sions, is sometimes very diﬃcult. This is especially true for the early
stages of melanoma, and diagnosing at this vitally important stage re-
quires a lot of experience. This has led to the introduction of the
clinical ABCD rule [4], which states that a lesion is suspicious if it is
asymmetrical in shape, it has an irregular border, contains diﬀerent
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colors or has a diameter larger than 6 mm. This rule is used during
clinical, i.e. visual, examination and is also useful for the general public
when performing a self-examination. Despite this, several investigations
[5, 6] conﬁrm that the clinical diagnostic accuracy of pigmented skin
lesions lies between 60% to 80% for melanoma, if the examination is
done by experienced dermatologists! Obviously the result is lower for
non-dermatologists and general practitioners (GP), simply due to the
fact that they are only sporadically confronted with melanoma: a GP,
for instance, will statistically only see a melanoma in his patients once
about every 10 years or so.
In order to try to increase the clinical diagnostic accuracy the der-
matoscope and later on the dermatoscopic ABCD rule [7] were developed,
amongst others (see table 2.3). The dermatoscope, see ﬁg. 2.6, is a small
hand held device used to look at skin lesions under a tenfold magniﬁ-
cation. It has a light source and a glass plate which is pressed gently
onto the lesion after a few drops of water or oil have been applied to
it. The resulting thin ﬁlm of liquid eliminates surface reﬂection due to
the refractive-index mismatch between skin and air, making the horny
layer somewhat transparent so that underlying structures become visi-
ble. Dermatoscopy is also known as ‘epiluminiscence microscopy’ (ELM)
or ‘skin surface microscopy’.
Figure 2.6: The dermatoscope, a hand held device allowing closer examination
of pigmented lesions.
The dermatoscopic ABCD rule is semi-quantitative and results in
a single score which indicates a risk that the inspected lesion is a
melanoma. This score is known as the ﬁnal dermatoscopic score (FDS),
and a value above 5.45 indicates a melanoma while a value under 4.75
indicates a benign lesion. For FDS scores between those two values
early melanoma cannot be excluded, and excision is thus generally also
performed. Diagnostic accuracy is about 90 % [7]. It is used by derma-
tologists specialized in pigmented skin lesions. It could also be useful
for other dermatologists and GPs, but requires training for proper use.
Even with training, consistent application of the dermatoscopic rule re-
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mains diﬃcult, and is probably subject to a non-negligible intra- and
inter-observer variability.
Criterion Score Weight Range
Asymmetry: number of perpendicu-
lar axes which result in asymmetrical
structures or colors
0 - 2 1.3 0.0 - 2.6
Border: number of octants with
abrupt cutoﬀ in pigmented network
0 - 8 0.1 0.0 - 0.8
Colors: number of colors present out
of white, red, light and dark brown,
blue-gray and black
1 - 6 0.5 0.5 - 3.0
Diﬀerent structures: number of struc-
tures present out of network, homoge-
neous areas, dots, globules and streaks
1 - 5 0.5 0.5 - 2.5
Final dermatoscopic score 1.0 - 8.9
Table 2.3: The dermatoscopic ABCD rule [8]. For an exact deﬁnition of the
structures, see [9].
As dermatoscopy and the dermatoscopic ABCD rule are probably
a good starting point for a dermatological workstation based on digital
imaging when it comes to extracting useful information, it may be useful
to review the rules in table 2.3 a bit more thoroughly using the examples
of the original articles [8, 7], see ﬁgs. 2.7 to 2.10. It will also immediately
become clear that consistent and reproducible application of these rules
is not easy!
Concerning the follow-up of patients with an increased risk of devel-
oping melanoma, no special tools exist that also take into account the
evolution of the features of suspect skin lesions. Basically, the meth-
ods described above are applied and the results recorded each time the
patients visits, usually together with a photograph for qualitative com-
parison.
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Figure 2.7: Example of the Asymmetry score for melanocytic lesions. Lesion
A: no asymmetry on any axe → A = 0. Lesion B: Asymmetry on one axe
→ A = 1. Lesion C: Asymmetry on two perpendicular axes → A = 2.
Figure 2.8: Example of the Border score for melanocytic lesions. Lesion A: no
abrupt cutoﬀ of pigment pattern in any of the eight segments→ B = 0. Lesion
B: abrupt cutoﬀ of pigment pattern in four out of eight segments → B = 4.
Lesion C: abrupt cutoﬀ of pigment pattern in all eight segments → B = 8.
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Figure 2.9: Example of the Color score for melanocytic lesions. Lesion A:
two colors, namely light and dark brown → C = 2. Lesion B: four colors,
namely light and dark brown, blue-gray and black → C = 4. Lesion C: six
colors, namely white, light and dark brown, blue-gray, red and black→ C = 6.
Figure 2.10: Example of the Diﬀerent structural components score for
melanocytic lesions. Lesion A: one component, namely homogeneous areas
→ D = 1. Lesion B: three components, namely homogeneous areas, pigment
networks and streaks → D = 3. Lesion C: ﬁve components, namely homoge-
neous areas, pigment network, streaks, dots and globules → D = 5. For an
exact deﬁnition of the structural components, see [9]
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2.2 Imaging in dermatology
By now it is clear that visual information is primordial in dermatology.
One recent study, [10], stated that because of the limited ability of people
to recall the appearance of a skin lesion, especially over long intervals,
‘Photographic records may be the most eﬀective aid for the detection
of changes at longer intervals’. Consequently it is not surprising that
imaging has been in intensive use for many years in this ﬁeld, mostly
using traditional photography. Digital color imaging in dermatology has
been tried as early as 1990 [11], and has many potential beneﬁts over
its traditional counterpart.
2.2.1 Traditional photography
Up to about ten years ago imaging in dermatology was almost exclusively
done using traditional photography, mostly slides. Their main use is for
qualitative comparison or monitoring of a lesion when the patient returns
at a later date, and as a visual record in a patient’s case history. Due
to the limitations of traditional photography, mainly variations in ﬁlm,
development and lighting, it is not easy nor practical to perform any
sort of reproducible measurements on these images besides maybe some
simple geometrical properties, e.g. the lesion area. To address some of
these problems digitization of slides was tried by 1987 [12]. Although
such a setup allows digital processing and the extraction of more complex
features like shape, color and texture from the images, see also [13],
it cannot compensate for the reproducibility problems associated with
traditional photography.
2.2.2 Digital imaging
The use of digital color imaging in dermatology has been investigated
several times since 1990 [11, 14, 15, 16, 17], and the last few years some
commercial imaging systems, mainly for melanocytic lesions, have also
appeared. All these systems represent a vast improvement over tra-
ditional photography on subjects like dependability (the result can be
viewed instantly and reacquired if the quality is not satisfactory), cost,
storage, retrieval, and image analysis possibilities. Traditional photog-
raphy still has an edge when it comes to image resolution, but this will
become less and less of a problem with the availability of cameras with
ever higher image resolutions.
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The problem with the approach of the imaging systems mentioned
above at the time of writing lies in their lack of standardization regard-
ing color. Although some of these systems undoubtedly use some kind
of calibration in order to ensure reproducibility of the imaging process,
none of them is able to measure color accurately, i.e. produce color mea-
surements from the images that can be compared with and conﬁrmed by
a standard color measuring device like a spectrophotometer (SPM). It
can be argued that it may be better to leave this kind of measurement to
such standard color measuring devices, and concentrate on reproducibil-
ity alone. Unfortunately, several problems arise here. Firstly, these color
measuring devices usually measure average color properties over a ﬁxed
area, which is not very useful for certain types of irregularly shaped skin
lesions. Secondly, the use of images made by an imaging system with-
out color standardization is in essence restricted to the system or type of
system that created it. This severely limits the use of such systems for
telemedicine or similar distributed applications. Indeed, one can easily
imagine scenarios whereby a dermatologist with an imaging system from
vendor X sends on image to a colleague for a second opinion, only to ﬁnd
out the images look completely diﬀerent when seen on that colleague’s
imaging system from vendor Y. Most probably any of the image tools
on the recipient imaging system will also be completely useless or give
erroneous results. We may therefore state that any algorithm developed
for such a system that is based on color, suﬀers from limited applica-
bility and cannot be cross-validated. The lack of standardization also
denies those systems a proper color diﬀerence metric which can be very
useful for human vision based image processing, e.g. when segmenting a
skin lesion from the surrounding normal skin or measuring color changes
of a lesion over time. It has to be said that [15, 17] make use of such
a color diﬀerence metric, but as far as can be made out this was based
on a generic RGB to CIE L∗a∗b∗ color space transform. However, it is
very unlikely that the RGB source color space of their imaging system
is the same as the one for which the transform mentioned above was
meant. This could have been addressed by an extra transform of the
source color space, but this is mentioned nowhere.
The problem of standardization of color in medicine is in truth
a general problem, with limited support for color spaces in e.g.
communication and messaging standards like Digital Imaging and
Communications in Medicine (DICOM) version 3.0 and Health Level
7 (HL-7) [18].
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Some of the commercial systems were demonstrated at the depart-
ment of dermatology of the Ghent university hospital, and although they
are compact and ergonomic systems, the dermatologists were generally
not impressed with the image quality. Furthermore, because of the many
possible uses of such a system within the department, i.e. clinical rou-
tine as well as research, some of the image management applications
delivered with those systems seemed restrictive.
2.3 General goals
We can now formulate some general goals for the development of a der-
matological workstation. Such a workstation will not only comprise an
imaging system, but also extra software tools or applications for the
management and processing of the acquired images.
• High quality of acquired images: high resolution and absence of
artifacts, noise, geometrical deformation, etc...
• Good precision (reproducibility) of image acquisition so that im-
ages can be compared, both qualitatively, i.e. visually, and quan-
titatively, i.e. through measured properties.
• Use of standardized color description linked to colorimetry. This
also allows assessment of accuracy of color measurements made by
the workstation compared to a standard color measuring device
like a spectrophotometer. It will also allow realistic display and
give the possibility of meaningful exchange of images.
• Possibility of acquiring both clinical and dermatoscopic images.
• Advanced management of images and patient data, tailored for the
needs of the dermatology department of the university hospital.
• Tools for the extraction of diagnostically meaningful quantitative
data from the acquired images. Once enough data on a range of
diﬀerent types of skin lesions has been accumulated, classiﬁcation
of images may also be attempted.
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Chapter 3
Color
Visual aspects of the skin are primordial in dermatology, and thus great
care has to be taken when acquiring, handling and storing this infor-
mation. The topics discussed in this and the next chapter will help us
achieve this. They are not meant to be a complete overview of the sub-
ject matter of color or color imaging, but are chosen for their relevance
to later chapters in this work. For a more in-depth discussion or related
topics the reader is referred to [19, 20, 21, 22, 23].
3.1 A few deﬁnitions
Color itself is not a physical phenomenon, but rather the subjective
interpretation by a human observer of a physical phenomenon, namely
electromagnetic energy in the visible spectrum. It is therefore important
to deﬁne those two terms properly:
Visual stimulus ‘A visual stimulus is visible light that is about to be mea-
sured or to enter the eye of an observer.’
Color ‘Color is the interpretation by the eyes, the optic nerve and the
brain of a visual stimulus. Consequently, color always implies a
human observer, real or simulated.’
The relationship between those two concepts is illustrated in ﬁg. 3.1.
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Figure 3.1: Color as the perception of a visual stimulus by a human observer.
3.2 Describing visual stimuli
Without a visual stimulus there is no color to be observed, so let us
spend a few words on describing visual stimuli.
A visual stimulus is nothing else than electromagnetic energy in the
visible spectrum, i.e. with wavelengths between about 340 and 780 nm,
and its composition can be described by a spectrum (spectral radiance
or spectral irradiance). Measuring these spectral properties is the ﬁeld
of radiometry, and it provides a very detailed and complete description.
Unfortunately, this approach requires sophisticated equipment, is usu-
ally slow and generates a lot of unfamiliar data. For some applications
it is deﬁnitely ‘overkill’.
A more compact description of visual stimuli is obtained by mea-
suring devices which are not spectral, but based on just a few, usually
broadband, sensors. Such sensors integrate the spectrum of the stimu-
lus based on their spectral sensitivity in order to produce one response
per sensor. If these spectral sensitivities are unrelated to the human
visual system (HVS) this approach is called densitometric and the re-
sulting measurements are not easily correlated with color as deﬁned in
section 3.1. If on the other hand, the sensors have spectral sensitivities
related to the human visual system, then the device is termed colorimet-
ric. In that case the resulting measurements can be used to numerically
describe color and color diﬀerence. It is clear that densitometric and
colorimetric descriptions can be computed from radiometric data, but
not the other way around. By deﬁnition, it is also impossible to exactly
transform densitometric into colorimetric data or vice versa. See also
ﬁg. 3.2 for an overview.
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Figure 3.2: The diﬀerent descriptions of visual information.
3.3 Colorimetry
Over the years several attempts at describing visual stimuli radiometri-
cally using essentially non-spectral devices have been undertaken. This
multi-spectral imaging, where a set of visual stimuli describing a whole
scene is measured as in [24, 25, 26, 27], is very promising. However,
these methods are experimental and generally still unwieldy in the con-
text of clinical dermatology. Moreover, the processing of such spectral
images is a ﬁeld that is still relatively new and uncharted. Consequently,
we move our attention to colorimetry as the next best thing. Most of
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the concepts and methods presented in this section are all deﬁned by
the ‘Commision International de l’Eclairage’ or CIE, an international
standardizing body in the ﬁeld of color science.
3.3.1 Deﬁnition
Colorimetry is the ﬁeld of science which numerically describes color and
diﬀerences between colors. This numerical description must be a con-
tinuous function of the radiometric properties of the visual stimulus at
the origin of the color under study.
3.3.2 Generation of visual stimuli
The generation of a visual stimulus always starts with a light source,
which can be described by its spectral radiant power distribution. If
this light source behaves as a black body radiator and follows Planck’s
law, then it is possible to describe this spectral distribution using one
parameter called the color temperature. However, this is rarely the case
and for this reason a quantity called correlated color temperature (CCT)
has been introduced. It is deﬁned as the color temperature of a black
body radiator that has the same color as the light source under study
(the fact that two diﬀerent visual stimuli may result in the same color
is called metamerism, and will be explained later).
An illuminant is an abstraction of a typical light source, and is de-
ﬁned by a radiant spectral power distribution. The CIE has proposed
several such illuminants, see also ﬁg. 3.3.
• CIE Illuminant A represents a black body radiator at 2856 K and
simulates incandescent lighting;
• CIE Illuminant C is a ﬁltered version of illuminant A and is used
as a daylight simulator. Its CCT is 6774 K;
• CIE Illuminant D65 and D50 are daylight simulations statistically
deﬁned based upon measurements of real daylight. They have a
CCT of 6504 K and 5003 K respectively. D65 is commonly used
in colorimetry, while D50 is often used in photography and arts
• CIE F Illuminants represent various types of ﬂuorescent lighting.
The spectral characteristics of these sources are very diﬀerent from
those of a black body radiator.
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Figure 3.3: Relative radiant spectral radiant power distribution of several
CIE illuminants.
The light of a light source can either hit the eye of an observer
directly, or be reﬂected from or transmitted through an object ﬁrst. In
that case the radiant spectral power distribution of the visual stimulus
becomes the product of the radiant spectral power distribution of the
light source with the spectral reﬂectance or transmittance of the object,
see ﬁg. 3.4.
3.3.3 The human visual system
Colorimetry is tied to the perception of visual stimuli, mainly by the eye
and brain which we will now discuss brieﬂy.
The structure of the eye has been investigated thoroughly. As illus-
trated in ﬁg. 3.5, it is an approximately spherical organ. Light enters
through the transparent cornea in front of the eye, and proceeds to the
biconvex lens. The shape of the lens can be altered by small muscles in
order to provide a sharp image of an object in the fovea of the retina.
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Figure 3.4: Spectral radiant power distribution of a visual stimulus as the
product of the spectral radiant power distribution of the light source and the
spectral reﬂectance or transmittance of an object.
The retina has several types of photoreceptor cells called rods and
cones. The rods are responsible for low-light or scotopic vision, while the
cones come into play under normal light conditions or photopic vision,
and are responsible for color vision. There are three types of cones called
L, M, and S, which have their maximal spectral sensitivity in the long-,
middle and short-wavelength region of the visible spectrum respectively,
see ﬁg. 3.6. Behind the rods and cones there are several synaptic layers
in the retina, see ﬁg. 3.7. These contain several types of cells which in-
terconnect rods and cones over certain areas, and whose precise function
is not well understood. The ﬁnal layer of ganglion cells is connected to
the primary visual cortex in the brain using two pathways; one which is
more color sensitive and one which is more contrast sensitive.
The brain plays a role in several visual phenomena, like adaptation
to colors and lighting conditions, and memory eﬀects to name but a few.
However, no allowance has been made in CIE colorimetry for most of
those eﬀects. That is why colorimetry is not a complete description of
human color vision.
3.3 Colorimetry 27
Figure 3.5: The eye. Taken from [21].
3.3.4 Color vision
Several color vision theories have been proposed which explain some
visual phenomena and shed some light on certain aspects of the HVS.
The trichromatic theory of vision was based on work by Young,
Maxwell and Helmholtz in the 19th century, and is build on the idea
that the eye contains three types of cones sensitive in the red-orange,
green and blue-violet region of the visible spectrum. The signals gener-
ated by these cones are directly fed into the brain where an appropriate
‘color sensation’ is generated. This theory has long been predominant,
but fails to explain some simple visual phenomena like the fact that the
combination of red and green stimuli forms a semantically new color
‘called yellow’, while the combination of green and blue does not and
results in what is perceived as a mixture of two semantic colors: green-
blue. It also cannot explain the absence of a hue like reddish-green.
The appearance of visual stimuli or color is appropriately described
by the opponent-colors theory developed by Hering in the last century.
It is based on the generation of bipolar signals depending on wavelength.
It successfully explains the reasons for the existence of hues like yellow,
red-yellow, yellow-green, green-blue and blue-red. It also explains the
absence of hues like reddish-green and yellowish-blue.
Neither of the previous theories was successful in explaining some
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Figure 3.6: The relative spectral responses of the L-, M- and S-cones.
important visual phenomena, until they were combined in the zone the-
ory. Here, vision is divided in zones or stages: a photochemical stage,
a chemical stage and a ﬁnal stage. In the photochemical stage three
signals are generated by three types of cones, conform with the trichro-
matic theory. In the chemical stage two bipolar chromatic signals and
one achromatic signal are generated by combining the three signals of
the ﬁrst stage, this time conforming with the opponent-color theory.
The coding in the ﬁnal stage is as yet undeﬁned. See ﬁg. 3.8 for an
example of a color vision model based on zone theory.
3.3.5 Color-matching experiments
The trichromatic principle states that almost any color can be repro-
duced by the combination of three suitably chosen ﬁxed colors called
primary stimuli. This principle forms the basis of color-matching ex-
periments used to derive the CIE colorimetric system in 1931. During
these experiments an observer was asked to visually match an unknown
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Figure 3.7: The structure of the retina. Taken from [21].
visual stimulus with a second stimulus that is a combination of varying
amounts of the three primary stimuli or primaries under the observers
control (see ﬁg. 3.9). The primary stimuli were red, green and blue
monochromatic visual stimuli, at 700.0 nm, 546.1 nm and 435.6 nm re-
spectively, hence the name RGB. The matching areas took up 2◦ of the
visual ﬁeld.
The color-matching experiment can be described by:
Q ≡ RQR+GQG+BQB, (3.1)
with Q a visual stimulus, and R, G and B the ﬁxed primary stimuli.
(RQ, GQ, BQ) is called the tristimulus value of Q. The ≡ symbol is used
to indicate that the equality of the left- and right-hand terms is not
physical or radiometric, but perceptual or colorimetric.
A direct result of the trichromatic principle is that two or more
radiometrically completely diﬀerent visual stimuli may result in the same
color, and these are called metameric stimuli . This again underlines the
fact that it is impossible to recover radiometric properties, e.g. spectral
distributions, from colorimetric tristimulus values.
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Figure 3.8: Example of a color vision model based on the zone theory. This
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Taken from [20].
Equation (3.1) deﬁnes the tristimulus value for any color with respect
to a set of primary stimuli, but is not very practical as it means setting
up a color-matching experiment for each new visual stimulus. In order
to solve this problem and capture all the characteristics of the HVS in a
convenient representation, color-matching experiments were performed
for monochromatic visual stimuli over the whole visible spectrum:
Eλ ≡ RλR+GλG+BλB, with λ ∈ [360nm− 830nm], (3.2)
with Eλ a unit radiant power monochromatic visual stimulus of wave-
length λ (a stimulus with Eλ = 1 over the visible spectrum is called
the equal-energy stimulus and notated as E). (Rλ, Gλ, Bλ) are called
spectral tristimulus values. This operation was averaged over a group of
observers and resulted in the r(λ), g(λ) and b(λ) color-matching func-
tions which deﬁne the 2◦ standard colorimetric observer, see ﬁg. 3.10.
The primary stimuli R,G and B have respective power ratios of about
72.1 : 1.4 : 1. This ensures that the equal-energy stimulus E is matched
by equal amounts of the primary stimuli, i.e. RE = GE = BE . This
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Figure 3.9: Setup of a color-matching experiment whereby an observer tries
to match an unknown visual stimulus to a mixture of three primary stimuli.
is a kind of normalisation and is the same thing as requiring that the
area under the three color-matching functions is the same. The result
of this is that r(λR), g(λG) and b(λB) are all diﬀerent from each other.
The fact that no absolute radiant power requirements have to be met for
the primary stimuli explains the apparent power mismatch at the wave-
lengths of these primaries on ﬁg. 3.10. Based on b(λB) ∼ 0.3 one would
therefore assume that the ratio between the radiant power of the blue
primary stimulus and the unit radiant power monochromatic stimuli was
about 1/0.3.
In 1964 these experiments were repeated for a larger ﬁeld of view
and primary stimuli at 645.2 nm, 525.3 nm and 444.4 nm respectively,
resulting in the r10(λ), g10(λ) and b10(λ) color-matching functions of the
10◦ standard colorimetric observer. This time the primary stimuli are
of unit radiant power so that r10(λR) = g10(λG) = b10(λB) = 1.
There are two peculiar characteristics in the ﬁgures 3.10 and 3.11:
ﬁrstly, there are parts of the color-matching functions which are negative,
and secondly, the maxima of the color-matching functions are not located
at the wavelengths of the primary stimuli.
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Figure 3.10: The r(λ), g(λ) and b(λ) color-matching functions of the 2◦
standard colorimetric observer, and the wavelengths λR, λG and λB of the
corresponding primary stimuli. The primary stimuli have radiant power ra-
tios 72.1 : 1.4 : 1 so that the equal-energy stimulus E has equal tristimulus
component values.
The reason for the ﬁrst characteristic is that it was impossible to
obtain a color match for all the monochromatic visual stimuli using a
purely additive mixture of the primary stimuli. Indeed, for some stimuli
it was necessary to add one of the primary stimuli to the unknown
stimulus in order to obtain a match. For the red primary stimulus this
is equivalent to rewriting eq. (3.1) as:
Q+RQR ≡ GQG+BQB, (3.3)
or, equivalently, to allow a negative value for RQ in eq. (3.1).
The second characteristic is due to the fact that the luminous eﬃ-
ciency of the eye is not the same for all wavelengths, as shown in ﬁg.
3.12. This curve forms the basis of the ﬁeld of photometry1 and is used
1Photometry was developed prior to colorimetry and is concerned with brightness,
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Figure 3.11: The r10(λ), g10(λ) and b10(λ) color-matching functions of the
2◦ standard colorimetric observer, and the wavelengths λR, λG and λB of the
corresponding primary stimuli. The primary stimuli are of unit radiant power
so that r10(λR) = g10(λG) = b10(λB) = 1.
to compute quantities like the luminance2 from the radiometrical prop-
erties of an object. The direct result is that the red primary stimulus
R, which has a ﬁxed wavelength and is located in a region with very
low luminous eﬃciency, must be turned on more and more in order to
obtain a color-match with a monochromatic stimulus moving from λR
to slightly shorter wavelengths because this stimulus is perceived to be
more and more luminous compared to itself. Of course, if the monochro-
matic stimulus moves too far away from λR, the green primary stimulus
G takes over as the dominant stimulus in the color-match and the above
no longer holds. This explains the high peak in the r(λ) color-matching
i.e. the way in which objects seem to emit light as observed by humans. It is based on
brightness-matching experiments similar in setup to the color-matching experiments.
2The luminance is deﬁned as the integral of the radiance of an object times the
luminous eﬃciency function over the visible spectrum
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function located on the left of λR. This eﬀect is also present in the g(λ)
and b(λ) color matching functions, albeit far less pronounced.
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Figure 3.12: The relative luminous eﬃciency of the human visual system in
function of the wavelength.
A visual stimulus Q can be described radiometrically by its spectral
power distribution Q(λ). This means Q can be interpreted as the sum-
mation of unit power monochromatic stimuli E(λ), each with strength
Q(λ), i.e. as:
Q =
∫
Q(λ)E(λ)dλ. (3.4)
By replacing these unit power monochromatic stimuli by the appropriate
amount of primary stimuli according to eq. (3.2) we get (the equality is
now no longer physical but only perceptual):
Q ≡
∫
Q(λ)(r(λ)R+ g(λ)G+ b(λ)B)dλ. (3.5)
By comparing this equation with eq. (3.1) we get a useful expression for
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the CIE RGB tristimulus values of Q:
RQ =
∫
Q(λ)r(λ)dλ,
GQ =
∫
Q(λ)g(λ)dλ, (3.6)
BQ =
∫
Q(λ)b(λ)dλ.
3.3.6 The CIE XYZ tristimulus space
The determination of CIE RGB tristimulus values as deﬁned in eq. (3.6)
posed two problems back in 1931, both due to the negative portions of
the color-matching functions (see ﬁg. 3.10). The ﬁrst one was of a
computational nature, but is no longer relevant. The second is that
it made the development of a colorimetric measuring device awkward.
Indeed, eq. (3.6) meant that it was possible to measure tristimulus
values directly using three sensors with spectral sensitivities equal to the
color-matching functions r(λ), g(λ) and b(λ). Unfortunately, designing
a sensor with a negative spectral sensitivity at certain wavelengths is
not easy.
This prompted the CIE to develop a new tristimulus space called CIE
XY Z based on new primary stimuli X, Y and Z so that the correspond-
ing x(λ), y(λ) and z(λ) color-matching functions would be all-positive.
Because equation (3.1) must also hold for primary stimuli and stimuli
are additive, it is clear that XY Z tristimulus values (XQ, YQ, ZQ) of any
stimulus Q and RGB tristimulus values (RQ, GQ, BQ) are related by a
linear transform.
With the additional constraint that the Y component be equal to
the (photometric) luminance, which is the same as demanding that y(λ)
color-matching function is equal to the luminous eﬃciency function, the
the color-matching functions seen in ﬁg. 3.13 were obtained.
The (XQ, YQ, ZQ) tristimulus value of a visual stimulus Q can thus
be written as:
XQ =k
∫
Q(λ)x(λ)dλ,
YQ =k
∫
Q(λ)y(λ)dλ, (3.7)
ZQ =k
∫
Q(λ)z(λ)dλ.
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Figure 3.13: The x(λ), y(λ) and z(λ) color-matching functions of the 2◦
standard colorimetric observer.
k is a normalization constant generally chosen so that a perfectly white
diﬀuse reﬂector has luminance Y = 100. It is possible to exceed this
value when specular, i.e. mirror-like, reﬂection is present.
It has to be noted that the primary stimuliX,Y and Z are imaginary
and not physically realisable. In order to explain this we now introduce
chromaticity coordinates (x, y, z) deﬁned as follows:
x =
X
X + Y + Z
,
y =
Y
X + Y + Z
, (3.8)
z =
Z
X + Y + Z
.
It is clear that x + y + z = 1, and that this projective transform com-
presses 3-dimensional information into 2 dimensions. For this reason
the Y tristimulus value is usually used in conjunction with the two
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chromaticity coordinates x and y in the CIE xyY space, allowing the
inversion of the projective transform in eq. (3.8):
X =
xY
y
,
Z =
(1.0− x− y)Y
y
. (3.9)
Chromaticity coordinates represent color independently of its ‘intensity’,
i.e. two visual stimuli will have the same chromaticity coordinates if their
spectral distributions have the same shape, even if they have diﬀerent
total power. Another property of chromaticity coordinates is that all
the colors obtained by mixing two visual stimuli will have chromaticity
coordinates lying on a straight line between the chromaticity coordi-
nates of these stimuli. This can be extended to all additive mixtures of
three visual stimuli with non-collinear chromaticity coordinates: they
must all lie in a triangle spanned by the chromaticity coordinates of the
three stimuli. All these colors together are known as the gamut of the
color space deﬁned by those primary stimuli. We can take this reasoning
even further and apply it to the monochromatic stimuli making up any
visual stimulus, see eq. (3.4): any visual stimulus has chromaticity co-
ordinates that lie inside the convex region described by the chromaticity
coordinates of the monochromatic stimuli, i.e. the color-matching func-
tions. This convex region is thus the gamut of the HVS, and the line
between the red and blue primary stimuli is called the purple line. We
can easily see on ﬁg. 3.14 that the primary stimuli X, Y and Z all lie
outside the gamut of the HVS, which is why they are called imaginary
primary stimuli. Also notice how the triangle formed by the RGB pri-
maries R, G and B does not span the whole gamut of the HVS, which is
why, as explained in the section 3.3.5, some visual stimuli have negative
components in their CIE RGB tristimulus value.
3.3.7 Color matching precision and just noticeable color
diﬀerences
All CIE color spaces were derived using color-matching experiments, and
this raises the question of the precision of this procedure. Clearly, the
ability of the HVS to notice small color diﬀerences will be the main factor
here. This ability was ﬁrst investigated in 1942 by MacAdam [20] using
a setup not unlike the color-matching experiments themselves. Indeed,
the observer was again asked to match a variable visual stimulus under
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Figure 3.14: Chromaticity diagram showing the gamut of the HVS bounded
by the locus of the chromaticity coordinates of the monochromatic stimuli and
the so-called purple line. Also shown are the imaginary X, Y and Z and the
R, G and B primary stimuli.
his control with a ﬁxed visual stimulus. Both stimuli were mixtures of
three primary stimuli. But instead of adjusting the variable stimulus by
changing its mixture of primary stimuli, the observer could only turn
one control knob which changed the variable stimulus on a straight line
in a chromaticity diagram. This line intersected the chromaticity of the
ﬁxed stimulus. The experiment was repeated several times, resulting in
sets of distances (one set per line) in the chromaticity diagram between
the ﬁxed stimulus and the variable stimulus. The premise, based on
prior experiments, was that the standard deviation of a set of distances
was proportional to the standard deviation of color matching on that
line. Moreover, the just noticeable color diﬀerence (JND) was found to
be equal to about three times this standard deviation. The standard
deviation of each line was set out symmetrically as a distance from the
ﬁxed stimulus on that line, and was found to approximately lie on an el-
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lipse (see ﬁg. 3.15). The ellipse obtained by setting out three times the
standard deviations is called the discrimination ellipse and represents
the chromaticities of points with a just noticeable color diﬀerence from
the center point (more precisely chromaticity diﬀerence since the exper-
iments took place under constant luminance). This procedure was re-
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Figure 3.15: Derivation of a MacAdam ellipse from color matching around a
ﬁxed stimulus and on straight lines in the chromaticity diagram.
peated for 25 diﬀerent ﬁxed stimuli, resulting in the so-called MacAdam
ellipses in ﬁg. 3.16. Although strictly speaking the conclusions of these
experiments are only valid for color matches and not for color diﬀerences,
they show that color matching precision and the just noticeable color
diﬀerence varied strongly over the gamut of the HVS in a chromaticity
diagram. Work by Wright and Wyszecki [20] on actual color diﬀerences
showed that similar conclusions could be drawn for color diﬀerences in
general.
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Figure 3.16: MacAdam color matching precision ellipses in a chromaticity
diagram. Ellipses are drawn 10 times larger than in reality.
3.3.8 The CIE L*a*b* color space
As mentioned in the previous section, the CIE XY Z space is ﬁne for
describing color but inadequate for describing color diﬀerences because
these diﬀerences will strongly depend on where they are located in the
XY Z color space. As a result the CIE proposed two so-called percep-
tually uniform color spaces in 1976: CIE L∗u∗v∗ and CIE L∗a∗b∗. In
those spaces the Euclidean distance between two stimuli is proportional
to their perceived color diﬀerence, or, in other words, in these spaces
the MacAdam ellipses of ﬁg. 3.16 become circles with constant radius.
Over the years CIE L∗a∗b∗ has rightfully gained importance over CIE
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L∗u∗v∗, and its values (L∗, a∗, b∗) are deﬁned as:
L∗ =116f(Y/Yw)− 16,
a∗ =500(f(X/Xw)− f(Y/Yw)),
b∗ =200(f(Y/Yw)− f(Z/Zw)),
f(t) =
{
7.787t+ 16116 if t < 0.008856,
t1/3 if 0.008856 ≤ t ≤ 1. (3.10)
The L∗ is called lightness, and is a measure for which an objects seems
to emit light. The a∗ is a measure of redness-greenness, and b∗ is a
measure of yellowness-blueness. The tristimulus (Xw, Yw, Zw) is that of
the reference white in the visual ﬁeld, and is used to model a visual
phenomenon called chromatic adaptation. This phenomenon is a sort
of individual gain control of the L-, M- and S-cones of the eye and
their pathways, as laid down by von Kries. It allows an observer to
compensate for a surplus of long- or short-wavelength light, so that
e.g. a white paper remains white under yellow incandescent as well as
under bluish ﬂuorescent lighting. Because the adaptation is performed
on the XY Z stimuli instead of the cone responses this is sometimes
termed ‘wrong von Kries transform’ [21]. Also notice how the L∗, a∗
and b∗ in eq. (3.10) are similar to some vision models based on the zone
theory: formation of one achromatic and two chromatic responses based
on diﬀerences between cone-like signals.
The perceptual color diﬀerence ∆E∗ab between two colors (L
∗
1, a
∗
1, b
∗
1)
and (L∗2, a∗2, b∗2) is given by:
∆L∗ =L∗1 − L∗2,
∆a∗ =a∗1 − a∗2,
∆b∗ =b∗1 − b∗2,
∆E∗ab =
√
(∆L∗)2 + (∆a∗)2 + (∆b∗)2.
(3.11)
To put ∆E∗ab values into perspective we can say that the JND between
two colors is ∆E∗ab = 1. In practice such a small color diﬀerence is only
visible to a very skilled observer, and usually errors below ∆E∗ab = 3 go
unnoticed by a casual observer. Errors of ∆E∗ab ≥ 5 are clearly visible.
The goal of obtaining a perceptually uniform color space was not
completely achieved with CIE L∗a∗b∗, and recently several modiﬁcations
and extensions have been proposed, most notably by the CIE in 1994
with their CIE94 color diﬀerence equation noted as ∆E∗94.
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3.3.9 Colorimetric measuring devices
There are two main types of colorimetric measuring devices: those per-
forming spectral measurements, i.e. spectrophotometers (SPM) and
spectroradiometers, and those based on tristimulus measurements, i.e.
colorimeters. Both types of devices make average measurements over a
ﬁxed area, i.e. they perform spot measurements, and are thus usually
not suitable for measuring skin lesions which may have very irregular
shapes and contain several distinct ‘subregions’. We will restrict our-
selves to colorimetric measurements of objects which are only reﬂecting
and not emitting light.
The colorimeter is the simpler device, and is based on sensors with
spectral sensitivities proportional to the x(λ), y(λ) and z(λ) color-
matching functions. This means the sensor responses are proportional
to the (X,Y, Z) tristimulus values of the object under study. The light
source used to illuminate the objects is usually close to a CIE illuminant,
as it is not possible to predict the tristimulus values under another light
source than the one used for the measurement due to possible metameric
eﬀects.
The SPM is a spectral device consisting of many narrow bandwidth
sensors distributed over the visual spectrum. It usually doesn’t measure
absolute radiometric quantities (this is left to the very similar spectro-
radiometer), but instead produces a relative spectral distribution which
can easily be converted numerically to tristimulus values using the x(λ),
y(λ) and z(λ) color-matching functions. Because this relative spectrum
is the product of the spectrum of the used light source with the spec-
tral reﬂectance of the object, see ﬁg. 3.17, it is easy to compensate for
this and predict the spectrum and tristimulus values of the object under
any light source with known spectral distribution (SPMs usually come
with the spectra of several CIE illuminants stored internally). SPMs are
generally more precise and more accurate than colorimeters, and we will
use them as reference devices when evaluating other ways of measuring
colorimetric properties.
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Chapter 4
Building the imaging system
In the previous chapter we have given ourselves the means of describing
and measuring visual stimuli properly. Images can be seen as collections
of such measurements, and we now move on to the acquisition, process-
ing and reproduction of such images by an imaging system, keeping the
general goals set out in chapter 1 in mind. Each of these tasks can
more or less be identiﬁed with a distinct set of hardware and software
components, i.e. a subsystem, of the imaging system. In this chapter
emphasis will be on the operation of the individual acquisition, process-
ing and reproduction subsystems, deferring review of the operation and
use of the imaging system as a whole to chapter 5. The software tools
and applications which, together with the imaging system, make up the
dermatological workstation will be reviewed in chapter 6.
4.1 The computer and the software
A personal computer (PC) with a 150 MHz pentium processor, 80
MBytes of internal memory and running Microsoft Windows NT 4.0
forms the core not only of the imaging system, but of the whole derma-
tological workstation. Besides forming the main part of the image pro-
cessing subsystem, it is also responsible for most of the communication
between the imaging system subsystems, and allows control of the ac-
quisition and reproduction subsystems using software modules. Another
module sits on top of these and so doing controls the imaging system as
a whole. Any application on the dermatological workstation that wants
to access the imaging system must go through this last module.
Most of the software was developed using Microsoft Visual Basic
(VB). This high-level language allows fast modular software development
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and easy graphical user interface (GUI) building, [28, 29, 30, 31]. For
time critical routines the C language [32] was used to develop libraries
that are called from VB.
4.2 Color image reproduction
Online viewing and comparison of images of skin lesions will be one of
the main functions of the dermatological workstation. Consequently, we
will concentrate ourselves on display devices for the imaging system and
disregard other reproduction devices like color printers for the moment.
There are two main types of display devices in use today: conven-
tional cathode ray tube based displays (CRT), and ﬂat panel displays
based on technologies like thin ﬁlm transistors (TFT), liquid crystals
(LCD), plasma technology, etc. . . . . Although ﬂat panel displays are
becoming more widespread due to their low power consumption and
small size, they remain expensive compared to CRT displays. They also
generally exhibit lower resolution, lower contrast, smaller viewing angle
and a limited color gamut, for the moment at least. As a result a CRT
display device was chosen for the imaging system.
4.2.1 Additive and subtractive color reproduction
A CRT color display reproduces colors by additively mixing suitable
amounts of light originating from a red, green and blue light emitting
phosphor (see ﬁg. 4.1 (a)). There is also another way of reproducing
color called subtractive color reproduction. Here light is absorbed rather
than emitted, and this is the way dyes or inks reproduce color. Sub-
tractive color reproduction requires external light for viewing, and the
results will greatly vary according to that external light. Fig. 4.1, (b),
shows how the widely used cyan, magenta and yellow primary stimuli
are mixed to produce other colors.
4.2.2 CRT display primary stimuli and RGB space
The red, green and blue phosphors of the CRT can be seen as the pri-
mary stimuli of a RGB tristimulus color space, just as the monochro-
matic red, green and blue primary stimuli of the CIE RGB tristimulus
space. However, because we are working with a purely additive device,
negative tristimulus value components are impossible here. This results
in a reduced and triangular gamut in the CIE xy chromaticity diagram,
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(a) (b)
Figure 4.1: Additive and subtractive color reproduction
spanned by the chromaticity coordinates of the primary stimuli, see ﬁg.
4.2. Another important point of the RGB space is obtained by combin-
ing the primary stimuli at maximum intensity, and is known as the white
point. It is characterized by its chromaticity coordinates or by its CCT.
The obtained RGB color space will be speciﬁc to the CRT or similar
additive device under study, and is therefore termed ‘device-dependent’.
Clearly, it is impossible to accurately reproduce an image deﬁned in a
certain RGB space if the primary stimuli and white point of that space
are unknown.
4.2.3 CRT display gamma
The red, green and blue light-emitting phosphors of the CRT are excited
by three electron guns. These are driven by control signals which, in
case of a computer monitor, are generated from digital RGB values in
the computer memory using digital-to-analog converters (DAC), see ﬁg.
4.3. The problem with this setup is that the amount of light or, more
precisely, the luminance Y emanating from the screen of a CRT is not
a linear function of the control voltage V applied to the electron guns.
Instead it can be modeled by a power law:
Y = kV γ , (4.1)
with γ known as the display gamma, see ﬁg. 4.4. Typical values for
display gamma are between 2 and 3, e.g. 2.2 for NTSC and 2.8 for PAL
and SECAM television.
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Figure 4.3: Operation principle of a CRT display of a computer.
This non-linearity has to be compensated when driving a CRT by ap-
plying what is known as the gamma correction. For N -bit digital linear-
light RGB tristimulus component values P = R,G,B the transforma-
tion to gamma-corrected R∗G∗B∗ component values P ∗ = R∗, G∗, B∗
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Figure 4.4: Relation between display luminance and control signal voltage.
takes on the following general form:
P ∗ = (2N − 1)( P
2N − 1)
1
γ . (4.2)
This is also illustrated in ﬁg. 4.5 for 8-bit values.
At ﬁrst sight this phenomenon seems to complicate matters unneces-
sarily, but instead gamma correction turns out to have some important
beneﬁts. Indeed, due to an extraordinary coincidence the non-linear be-
havior of a CRT, eq. (4.1), and the non-linear behavior of human vision
as described by the cube root function used in the CIE L∗a∗b∗ space,
eq. (3.10), are almost each others inverse. The result is that gamma-
corrected digital or analog signals are perceptually much more uniform
than their linear-light counterparts, and thus exhibit a more ‘compact’
representation of color. This has important repercussions when trans-
forming RGB components to a representation with a limited resolution.
This is called quantization, and examples of such operations are the digi-
tization of analog RGB signals by an analog-to-digital converter (ADC),
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Figure 4.5: Gamma correction of 8-bit digital RGB to R∗G∗B∗ component
values.
or the conversion on a computer of RGB tristimulus components from a
high-precision ﬂoating point numeric representation to e.g. an 8-bit per
component integer representation to diminish the memory footprint of
an image. To demonstrate this error due to quantization the perceptual
color diﬀerences in a typical RGB color space were computed between
all possible tristimulus values (R,G,B) and (R+∆Q,G+∆Q,B+∆Q),
where ∆Q is half a quantization step. The same was done in the asso-
ciated R∗G∗B∗ color space (γ = 2.2). To make the eﬀect more clearly
visible and limit the number of computations a quantization to a 5 bits
was performed, and the results in ∆E∗ab units can be seen in ﬁg. 4.6.
The actual location of the quantization errors in the color space can be
deduced from ﬁg. 4.7. Although this ﬁgure is limited to the errors in the
planes through the axes, further investigations conﬁrm that the highest
errors are concentrated around the origin and the axes, and these areas
represent the darker colors.
Fig. 4.8 shows the eﬀect this may have on a real image. Notice how,
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as predicted by ﬁg. 4.7, the problem is worst for the darker colors and
results in more clearly visible ‘banding’ in the dark blue portions of the
sky on the left and in the dark zones underneath the wing on the right.
For digital RGB tristimulus values one can compute that 12 to 14
bits resolution per color component are needed to avoid visual artifacts,
while 8 to 9 bit suﬃce for R∗G∗B∗ values. The same sort of reasoning
goes for analog signals, where gamma-corrected signals need less band-
width than linear-light signals. This fact is eagerly exploited in video
encoding and broadcasting, and is also the reason why gamma correc-
tion is traditionally done at the source, e.g. in a camera, rather than in
the display device.
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4.2.4 The sRGB color space
The sRGB color space is a standardized RGB color space with well-
deﬁned primary stimuli, white point (CIE D65) and gamma correction
[33]. It is based on the ITU-R BT.709 standard for high-deﬁnition tele-
vision (HDTV). These two standards are supposedly compatible, and it
seems the terms sRGB and ITU-R BT.709 are sometimes used inter-
changeably. In any case, the reference primaries in sRGB and ITU-R
BT.709 are the same and are representative for many modern computer
monitors, provided the white point is properly set at 6500K and not
at 9300K as is more usual (see table 4.1). All of this means encoding
images in this color space will ensure reasonable viewing accuracy over
a wide range of monitors. The gamut of the sRGB color space, see ﬁg.
4.9, is smaller than that of the HVS.
CIE XY Z and sRGB color spaces are related by a linear transform.
Using a column vector notation for the respective tristimulus values
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Figure 4.8: Eﬀect of quantization to 5 bit in R∗G∗B∗ (top) and RGB color
space (bottom). Notice the restricted number of colors in the dark blue regions
of the sky, and underneath the wing, leading to an increased banding in the
bottom image.
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Red Green Blue White point
x 0.640 0.300 0.150 0.3127
y 0.330 0.600 0.060 0.3291
z 0.030 0.100 0.790 0.3583
Table 4.1: Chromaticities of sRGB primary stimuli and white point.
Figure 4.9: The gamut of the sRGB color space in the CIE L∗a∗b∗ color
space.
(R,G,B) and (X,Y, Z), this can be written as:

XY
Z

 =ΦsRGB→XY Z

RG
B


=100

0.412453 0.357580 0.1804320.212671 0.715160 0.072169
0.019334 0.119193 0.950227



RG
B

 , (4.3)
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and
RG
B

 =ΦXY Z→sRGB

XY
Z


=Φ−1sRGB→XY Z

XY
Z


=1/100

 3.240479 −1.537150 −0.498535−0.969256 1.875992 0.041556
0.055648 −0.204043 1.057311



XY
Z

 . (4.4)
The sRGB component values are comprised between 0 and 1, while for
the XY Z components Y = 100 represents a perfect white diﬀuser.
The ITU-R BT.709 gamma correction function for P = R,G,B ∈
[0, 1] resulting in values P∗ = R∗,G∗,B∗ ∈ [0, 1] is deﬁned as:
P∗ITU = ΓITU (P) =
{
4.5P 0 ≤ P ≤ 0.018
1.099(P)0.45 − 0.099 0.018 < P ≤ 1.0. (4.5)
The inverse gamma correction is easily deduced as:
PITU = Γ−1ITU (P∗) =


P∗/4.5 0 ≤ P∗ ≤ 0.081(
(P∗ + 0.099)/1.099
)(1/0.45)
0.081 < P∗ ≤ 1.0.
(4.6)
Eq. (4.5) is similar to the NTSC gamma correction of γ = 2.2, and
incorporates a correction for the dim viewing surroundings of a television
screen. When performing gamma correction at the source, e.g. a camera,
a factor of 1γ = 0.45 is generally used. The gamma correction deﬁned
for the sRGB values P = R,G,B in [33] is actually slightly diﬀerent:
P∗sRGB = ΓsRGB(P) =
{
12.92P 0 ≤ P ≤ 0.00304
1.055(P)(1/2.4) − 0.055 0.00304 < P ≤ 1.0.
(4.7)
We have, however, always used eq. (4.5) and (4.6) on both sRGB and
RGB tristimulus component values, and will henceforth drop the sub-
script ‘ITU’. This is not so important as long as the correct inverse
gamma correction is applied.
When representing sR∗G∗B∗ tristimulus component values by 8 bits
the average quantization error is 〈∆E∗ab〉 = 0.18 with ∆E∗ab ≤ 0.93.
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4.3 Color image acquisition
The color image acquisition of the imaging system will be performed
by a charge coupled device (CCD) camera, and digitized by a so-called
frame grabber. The idea is to set up these two devices so that full use
is made of their dynamic range, and so that reproducible images are
obtained. This requires precise knowledge and control of the properties
of these two devices. In order to achieve this we ﬁrst need to understand
their operation.
4.3.1 The CCD camera
A CCD camera is a complex device, and we will only go into its general
operating principles (see [23] for more details). This will eventually help
us when constructing a model for the acquisition process in the next
chapter.
The camera is also equipped with a zoom lens and an annular light
source, and consequently we will also brieﬂy dwell on these subjects.
General CCD operation and architecture
Depletion
region
Metal Electrode
Oxide layer
P-type bulk semiconductor
Photon
Vgate
-
+
Electron-hole
 pair
Figure 4.10: MOS capacitor trapping the electron of an electron-hole pair
The building block of the CCD is usually a metal-oxide-
semiconductor (MOS) capacitor or gate. When the correct gate voltage
is applied such a gate can act as a photon detector by trapping negative
charges in its depletion zone while allowing positive charges to drain
away. These charges arise from electron-hole pairs created by photons
interacting with the bulk semi-conductor (see ﬁg. 4.10).
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Figure 4.11: MOS capacitor transferring accumulated charge to neighboring
capacitor
For imaging purposes gates are generally arranged in an n by m
array. The charge accumulated under one gate can be transferred to a
neighboring gate along a row by suitably adjusting the voltages of the
gates, see ﬁg. 4.11. Used repeatedly, this conveyor-belt type mechanism
can be used to transport charges to a sensing device, see ﬁg. 4.12. Notice
that this requires at least 2 gates per pixel, and reduces the area of the
pixel which is photosensitive.
The problem with this setup is that the transfer of charge takes
time, and during this time the photosensitive gates keep on accumulating
electrons. This results in a smeared image in the direction of the charge
transport of the CCD array. This eﬀect can be minimized by the use of
an external shutter, or by the use of an interline array (also sometimes
called electronic shuttering). In that case, each row of photosensitive
gates has a shielded row of vertical transfer gates besides it to which
accumulated charges are transferred, see ﬁg. 4.13. Because this can
be done very quickly smear is minimized. The disadvantage with this
system is the smaller area available for the photosensitive gates, although
there are again possible solutions for this.
Finally, at the end of each column the charges are transformed to
voltages using a ﬂoating capacitance and a source-follower ampliﬁer.
This signal can then be further ampliﬁed to useful voltages using oﬀ-
chip ampliﬁers.
In case of CCD color cameras, at least three diﬀerent signals must be
acquired by the trichromatic principle. There are two ways to achieve
this: by using one CCD array covered with three diﬀerent color ﬁlters
called a color ﬁlter array, or by using three CCD arrays each covered
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Figure 4.12: Illustration of charge transfers in a 3 by 3 array with 2 gates
per pixel.
with one ﬁlter. A camera using this last setup is called a 3 CCD camera.
A color ﬁlter array consists of three ﬁlters laid out in a banded or
mosaic pattern over the CCD array, see ﬁg. 4.14. Typical ﬁlters would
be red, green and blue, or their complementary colors yellow, cyan and
magenta. These last ﬁlters are often preferred because they have a higher
transmittance. The number of photogates assigned to each color ﬁlter is
not necessarily the same, with green typically getting the most. This is
necessary because the HVS is most sensitive to that color. Even so, the
net result is a decreased image resolution, and possible color artifacts
due to the misalignement of the pixels assigned to the diﬀerent ﬁlters.
This is most visible along sharp edges in the image.
The more expensive 3 CCD array setup typically uses a prism to
split the incoming light into three beams going onto three ﬁlters and
corresponding CCD arrays, see ﬁg. 4.15. It doesn’t suﬀer from the same
drawbacks as the single CCD design, and thus exhibits high resolution
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Figure 4.13: Interline array. Accumulated charge is quickly transferred to
the shielded vertical registers to minimize smear during transfer to the row
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Figure 4.14: Mosaic and stripe designs for 1-chip color arrays.
and less artifacts.
Two important phenomena still deserve some explanation: dark cur-
rent and blooming. Dark current is the current that ﬂows when no light
is incident upon the CCD array. It is highly dependent on the operat-
ing temperature because it is caused by thermally generated electrons.
The eﬀect of the dark current can be reduced by so-called ‘dark pixels’.
These are shielded pixels at the edge of the CCD array which provide
a reference dark current which can be subtracted from signals coming
from unshielded pixels. Blooming is a sort of saturation eﬀect: when a
photogate is exposed to a strong light it can ‘overﬂow’ into neighboring
gates in the same column. This can be solutioned by an anti-blooming
drain, which again reduces the area for the photosensitive gate. The
anti-blooming drain may distort the output of a gate for high light in-
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Figure 4.15: 3-chip CCD setup.
tensities, resulting in non-linear operation. Both these phenomena will
have to be taken into account in our model of the imaging system.
General CCD camera operation
Besides the CCD array, a CCD camera usually contains some image
processing electronics, gamma correction circuitry and video encoding
circuitry, see ﬁg. 4.16. Digital cameras also contain ADCs which trans-
form the CCD array output into the digital domain where all subsequent
processing is performed. One can then read this digital signal, or it can
be converted back to an analog signal using DACs, and encoded using
some video standard.
The image processing electronics can be used for several purposes,
e.g. to alter the eﬀective primary stimuli by transforming incoming color
signals to a new set of color signals. This is a linear transformation that
can be represented by a 3 by 3 matrix, and is called ‘matrixing’. An-
other possible use is automatic white balance, whereby the intensities
of the primary stimuli are adapted so that a white object appears white
irrespective of the lighting. This is somewhat similar to chromatic adap-
tation in human vision and allows compensation for e.g. the yellow hue
of indoor tungsten lighting. Lastly, the image processing block is also
used to try to remove all kind of artifacts like color aliasing due to the
design of the CCD array(s), and image softening due to the degradation
by the camera point spread function.
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Figure 4.16: General block diagram of a CCD camera. Not all blocks need
be present, e.g. the ADC and DAC in a purely analog camera, and the order
of the blocks may also vary.
The gamma correction circuitry is normally only used when driving
a CRT directly, and can generally be turned on or oﬀ. However, bear in
mind, that as stated in section 4.2.3, when digitizing video signals the
resolution requirements are lower for gamma-corrected signals than for
linear-light signals!
Video encoding is quite a jungle, with lots of terminology from broad-
cast television used as part of camera speciﬁcations. There are three
color broadcast standards worldwide: NTSC, PAL and SECAM. NTSC
comes from the ‘National Televisions Systems Committee’ in the USA,
and is used in North America, Central America and Japan. PAL or
‘Phase Alteration Line system’ is used in Europe and China, while SE-
CAM for ‘Sequentiel Colour Avec Me´moire’ is used in France and Russia
and former Soviet countries. These standards deﬁne video timing, i.e.
frame rate, lines per frame, active lines, line time, scanning frequency
and bandwidth. Based upon electrical bandwidth considerations it is
then possible to deﬁne the number of (analog) pixels per line. This
leads to two numbers, one when the nominal bandwidth is used, and
one when the total allocated bandwidth is used. This last bandwidth
normally includes room for the transmission of sound, and is thus an
upper limit. See table 4.2 for an overview.
Usually, a 4:3 aspect ratio between vertical and horizontal pixels is
used because this simpliﬁes internal image processing circuitry, and this
leads to 646 horizontal pixels for NTSC and 766 horizontal pixels for
PAL and SECAM.
So far, we have discussed the timing of video signals, and not the
content. In composite video, chrominance (color), luminance and syn-
chronization information is encoded in a single signal. Broadcast NTSC,
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Video Stan-
dard
Frame Rate
(Hz)
Active Lines Analog pix-
els per line
NTSC 29.97 485 440-625
PAL 25 575 569-827
SECAM 25 575 620-827
Table 4.2: Some ﬁgures for NTSC, PAL and SECAM video standards.
PAL and SECAM are composite signals. It is also possible to trans-
mit RGB or their complementary colors using three signals, and this is
known as component analog video (CAV). The timing scheme of CAV
signals can be one of the broadcast standards discussed above. By using
CAV, crosstalk between color channels is avoided, and the result is an
image of higher quality. With color channel we mean the data pathway,
both in hard- and software, of a color triplet component.
CCD camera speciﬁcations and control
Finally, we can introduce the camera chosen for the imaging system:
the JVC KY-F55B1. It is a 3 CCD camera, with 13 inch interline arrays
with 440000 eﬀective pixels arranged in an 580 by 760 array. It uses a
prism and color ﬁlters to separate incoming light into red, green and blue
components. It has a signal to noise ratio of 58 dB, and outputs PAL
composite video at 750 lines or RGB CAV at 580 lines. It is equipped
with gamma correction circuitry with 1γ = 0.45, which is consistent with
the sRGB speciﬁcations. The black level of the camera can be set, al-
lowing adjustment of the oﬀset or zero-level of the three color channels.
Similarly, the gains of the red and blue color channels of the camera
can be used to alter the white or color balance of the camera in order
to adjust to changing lighting conditions (the green gain is ﬁxed in this
camera). This can be done manually or automatically. The camera also
comes with an automatic electronic shutter (EEI) and an automatic level
control (ALC). The EEI and ALC usually operate together to enlarge
the dynamic range of the camera by adjusting operation according to
lighting conditions. At low light ALC circuitry increases the electronic
gain stepwise from 0 dB to +18dB, while in high light conditions the
electronic shutter will operate and decrease the amount of light incident
on the CCD arrays. It is clear that, in view of our goal of having precise
1JVC: Victor Company of Japan, limited
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knowledge and control over the camera parameters so that reproducibil-
ity is ensured, we have to disable any automatic operation and take full
control of the camera from the PC. This is possible using the serial link
capability of the camera which allows control of all its properties, see
table 4.3 for relevant parameters and their meaning.
Communication software for the camera was only available from JVC
as an application and not as a library callable from custom made ap-
plications. Luckily, we obtained the actual communication protocols,
which made it possible to develop our own camera communication mod-
ule in VB. The gamma correction is always turned on here, but this
may become superﬂuous when higher digitization resolutions are avail-
able. Other relevant camera properties are hard coded and set during
initial communication between the camera and PC. Fixed camera prop-
erties and their corresponding values are indicated by bold text in table
4.3.
Lighting and camera accessories
Because it is the intention of taking close-up images of the skin, the
camera is equipped with a Pentax2 zoom lens with a special macro front
piece. The ﬁeld of view (FOV) in the focal plane is 1.6 cm by 1.2 cm,
which results in a spatial resolution of about 47.5 pixels per mm.
Although it is possible to compensate for spatially inhomogeneous
and time varying lighting, it is much better to avoid these problems.
Proper lighting is therefore crucial in acquiring high-quality and repro-
ducible images. In order to obtain a spatially homogeneous light ﬁeld a
Schott3 continuous annular light diﬀuser is ﬁtted around the lens. This
diﬀuser also ensures that the angle of the incident light on the focal
plane is diﬀerent from 90 degrees, thereby avoiding or at least diminish-
ing specular, i.e. mirror-type, reﬂections. The diﬀuser is connected to a
Schott KL1500 150 Watt halogen light source using a 2 m optical ﬁber.
This source operates continuously (as opposed to a ﬂash type operation)
but at high frequency so that no light intensity variations are apparent,
even at 30 frames per second. The light source has an intensity setting
which allows its CCT to be varied. This setting is to remain ﬁxed at
about 2800 K. An extra blue ﬁlter in the light path then changes the
color temperature from 2800 K to 6500 K, which makes it a very rough
simulation of a CIE D65 illuminant and the white point of the sRGB
2Pentax Benelux B.V., Weiveldlaan 3-5, 1930 Zaventem, Belgium.
3Shott Glaswerke, Hagenauer strasze 38, D-65203 Wiesbaden.
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Property Mode Values Meaning
CONTOUR ON N.A. Contour correction algorithm
OFF N.A.
WHITE
BALANCE
MANUAL N.A. Manual adjustment of white
balance
PRESET N.A. Fixed user deﬁned white bal-
ance
AUTO1 N.A. Fixed white balance using an
image of white
AUTO2 N.A. Fixed white balance using an
image of white
FAW N.A. Automatic and continuous
white balance adjustment
GAIN 0dB N.A. Fixed electronic gain of 0 dB
+6dB N.A. Fixed electronic gain of +6dB
+9dB N.A. Fixed electronic gain of +9dB
+12dB N.A. Fixed electronic gain of
+12dB
+18dB N.A. Fixed electronic gain of
+18dB
ALC+EEI N.A. Automatic electronic gain and
shutter control
ALC N.A. Automatic electronic gain
control
GAMMA ON N.A. Gamma correction
OFF N.A.
MANUAL
PAINT
RED 0-255 Red channel gain manual set-
ting
BLUE 0-255 Blue channel gain manual set-
ting
MASTER
BLACK
N.A. 0-255 Color channel oﬀset setting
Table 4.3: Relevant properties of the JVC camera for the imaging system.
Bold text in the ﬁrst and second column indicates properties and values that
remain ﬁxed during operation.
color space.
The penetration of stray light in the lens must of course be avoided,
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and so a black cardboard cylinder with a glass front plate is ﬁxed to the
annular diﬀuser. The glass front plate makes sure the skin lesion is in
the focal plane of the lens, and can be used for dermatoscopic imaging
by applying some oil onto it before pressing it down on the skin lesion.
This diminishes the refraction index mismatch at the glass-skin interface,
and has the eﬀect of making the stratum corneum somewhat transpar-
ent, thereby exposing some diagnostically relevant deeper structures.
Calibration of the imaging system for dermatoscopy would be diﬃcult
and time consuming, and so will not be attempted. Rather, it is hoped
that if the same oil is used in the same quantities calibration for clinical
imaging is suﬃcient to ensure accurate and reproducible dermatoscopic
imaging.
The glass front plate which comes into contact with the patient can
be easily be cleaned and desinfected. This is important not only for med-
ical reasons, but also avoids visual artefacts. Ideally this plate should be
equipped with some kind of pressure measuring device, as it is known
that skin color may vary strongly with applied pressure. Finally, to
make handling easier the camera is equipped with a pistol grip with a
trigger. The trigger is connected to the frame grabber and controls im-
age acquisition. See ﬁg. 4.17 for a schematical drawing of the camera
assembly.
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Figure 4.17: Schematical drawing of the camera and its accessories. All components are drawn approximately to scale.
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4.3.2 The frame grabber
The frame grabber is responsible for digitizing the video signals sent to
it by the camera, and for transferring the resulting digital pixels to the
memory of the computer host. Basically, it consists of a video decoder
section coupled with ADC’s, a processing and control unit and on-board
memory for buﬀering the acquired images, see ﬁg. 4.18. Transfer of these
images to the computer memory is done using the ISA, EISA, PCI or,
more recently, AGP bus of the computer host. Some frame grabbers also
Video
decoding ADC
Video signal Processing
& Control
unit
On-board
memory
Host memory bus
Figure 4.18: General block diagram of a frame grabber for analog video.
double as display adaptors, allowing them to acquire images directly into
video memory. This avoids unnecessary transfers over the host memory
bus. The FlashPoint 128 Integral Technologies4 frame grabber used in
our imaging system is of this type. It accepts both PAL and NTSC video
standards, and composite video, S-video and RGB CAV input types.
The maximal resolution of the acquired images is 570 by 760 pixels for
PAL signals. It is equipped with 4 MByte of fast on-board memory to
be shared between video acquisition and display, and transfers acquired
images to the host computer using the PCI bus. It can digitize and
display pixels at several depths, e.g. 24 bit (8 bits for red, 8 bits for
green and 8 bits for blue) or 16 bit (5 bits for red, 6 bits for green and
5 bits for blue). The settable properties which are relevant here are the
contrast and the brightness, which are respectively a gain and an oﬀset
control, see table 4.4. Some of its useful extras are: input and output
triggers, a serial port and a fused power output for the camera. The
input trigger is connected to the switch on the pistol grip of the camera
allowing easy control of acquisition. The serial port of the board is not
used to communicate with the camera because the serial port of the
4Integral Technologies, Inc. 9855 Crosspoint Blvd., Suite 140. Indianapolis, IN
46256 USA.
68 Building the imaging system
computer was easier to program. We also preferred to use the power
source that came with the camera.
Property Values Meaning
VIDEO STANDARD PAL The video standard
NTSC
VIDEO TYPE RGB The type of video signal
COMPOSITE
S-VIDEO
VIDEO 570 by 760 The size of the
RECTANGLE ... acquisition rectangle
BRIGHTNESS 0-63 The gain setting
CONTRAST 0-63 The oﬀset setting
Table 4.4: Relevant properties of the frame grabber of the imaging system.
Bold text in the ﬁrst and second column indicates properties and values that
remain ﬁxed during operation.
The frame grabber software module controls the frame grabber and
allows image acquisition. It is written in VB and C using a software
development toolkit (FlashPoint SDK version 3.0) from the frame grab-
ber manufacturer. It includes methods for setting the frame grabber
properties, for reading the state of the camera trigger, for acquiring im-
ages and for displaying live images from the camera. It also permits
the acquisition of only the central portion of the camera image, and this
is used extensively when adjusting camera and frame grabber settings
during calibration and image acquisition. Finally, acquired images can
be sent to the Windows clipboard were they can be read by other mod-
ules for further processing and storage. It has to be noted that because
the frame grabber uses video memory for acquisition, an acquired image
can be very easily corrupted, e.g. by an overlapping popup window. For
this reason acquisition is actually performed in a portion of the video
memory that is not used for display, and then copied to the part of the
memory that is used for display so that the user can see it. This does,
however, limit the display resolution of the frame grabber.
4.4 Color image processing
Within the context of the imaging system, color image processing is
restricted to operations on images that are necessary to calibrate and
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operate the imaging system. These are fairly low-level operations like
the computation of spatial pixel averages and arithmetic operations on
the individual pixel values like a linear or higher-order transform. These
routines belong in the imaging system software module, as will become
apparent in the next section.
4.5 Putting it all together
The assembly of subsystems into the complete color imaging system is
depicted schematically in ﬁg. 4.19. The ﬁgure also shows the imaging
system software module that represents the imaging system as a whole
and contains the software interface by which an application can gain
access to the imaging system. Consequently this module contains all
the routines pertaining to the operation and calibration of the imaging
system, and these routines in turn depend heavily on the color image
processing routines mentioned in the previous section. The calibration
and operation of the imaging system will be the main subject of the next
chapter.
Any further extensions of the imaging system towards a fully opera-
tional dermatological workstation, e.g. image and patient management,
high-level image operations (segmentation, feature extraction, classiﬁ-
cation), etc. . . . , are contained in the workstation modules. These
workstation extensions will be discussed in chapter 6.
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software module
Framegrabber
software module
CRT display
Personal computer
Imaging system
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Workstation
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Figure 4.19: Schematical drawing of the complete imaging system.
Physically, the whole imaging system ﬁts in a cabinet that can easily
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be wheeled to a patient if necessary (see ﬁg. 4.20).
Figure 4.20: The imaging system cabinet
Chapter 5
Operation of the imaging
system
Now the imaging system is properly assembled and the necessary soft-
ware modules for the control of its subsystems are in place, the devel-
opment of the high-level functions representing the operation and use of
the imaging system as a whole can be attempted. This consists of two
operations: the calibration, which needs to be performed only period-
ically and which ensures proper operation of the imaging system, and
of course the image acquisition itself. This is followed by experiments
in which, amongst others, we try to determine the accuracy and the
reproducibility of the imaging system. These experimental results will
be discussed in depth, and the chapter will end with some conclusions.
5.1 Calibration
As mentioned in chapter 1, most of the imaging in dermatology was and
still is performed using traditional photography. The problem with this
approach is the diﬃculty of obtaining reproducible images and perform-
ing quantitative measurements. Moreover, the exact meaning of any
measurements concerning color properties is hard to determine unless
the relationship with e.g. the CIE colorimetric color spaces is known.
Digital imaging on its own does not solve these problems, [34, 35].
Indeed, most or all digital imaging systems are not colorimetric and still
suﬀer from a non-reproducible device-dependent color representation,
usually RGB. Basically, each digital imaging system has its own time-
varying RGB color space, depending, amongst other, on the spectral
72 Operation of the imaging system
sensitivities of its imaging sensors, its settings, the temperature, etc.
. . . Calibration, thus, addresses two distinct problems: ﬁrstly obtaining
a constant response from the imaging system by determining ‘optimal’
settings and adjusting them on the ﬂy if necessary. Secondly, determin-
ing the relationship between the device-dependent RGB color space of
the imaging system, and some device-independent color space, e.g. CIE
XY Z, making meaningful and accurate colorimetric measurements and
exchange of images possible. To our knowledge, all imaging systems
developed for use in dermatology, see also the discussion in 2.2.2, fail
to address this second issue. This denies these systems a framework for
further human vision based image processing and meaningful exchange
of images due to the lack of a proper deﬁnition of the data in the images.
As a result any methods or algorithms developed for these systems, be it
for image segmentation, image feature extraction or image classiﬁcation,
have limited scope and cannot easily be cross-validated.
The whole problem of imaging system calibration has already been
covered extensively in the imaging literature, [36, 37, 35, 38, 39, 40, 41,
42]. In this work, however, emphasis is placed ﬁrmly on the development
of a simple and quick calibration procedure of a speciﬁc imaging system
built for a well-deﬁned task. We will also move beyond the methods
described in the literature.
Before introducing a model of the imaging system and moving on to
the actual calibration procedure it is necessary to say a few words about
the color spaces that play a role in the imaging system, and how they
are related.
5.1.1 The color spaces of the imaging system
As mentioned earlier, calibration includes determining the relationship
between the device-dependent RGB source color space, and some well-
deﬁned device-independent target color space. The choice of this cali-
bration target color space will partly deﬁne the properties of the imaging
system. We also have to choose the color space that will be used inter-
nally when storing images in memory. We call this the ‘native’ color
space of the imaging system, and generally all computations involving
calibrated images will start with pixel color triplets in that native color
space.
The choice of the native color space is governed by several constraints
not directly related to image acquisition, mainly small memory require-
ments and fast loading from ﬁle and fast display of images. This rules
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out the CIE XY Z color space because of its large memory footprint as
a linear-light color space, and the need for transformations for display.
CIE L∗a∗b∗ triplet values can be stored more compactly, but still need
32 bits or more per pixel due to an extended and oddly shaped gamut
that makes ineﬃcient use of a cartesian grid. Moreover, CIE L∗a∗b∗
values cannot be displayed without a time-consuming non-linear trans-
formation. The sR∗G∗B∗ color space, on the other hand, is much better
suited for our purpose. It is the natural color space of CRT monitors
so that sR∗G∗B∗ images can be displayed without any extra computa-
tions. With 24 bits needed per pixel is also has a substantially smaller
memory footprint than CIE XY Z or CIE L∗a∗b∗ images. For the same
reason this color space can also be used to directly store images in many
popular ﬁle formats, and again can be readily displayed by any graphi-
cal application that can read the ﬁle format used. This is called output
rendering.
One disadvantage of the sR∗G∗B∗ color space is its restricted gamut,
see ﬁg. 4.9, but this problem will only occur with vivid, saturated col-
ors, and these are not common when imaging the human skin. Another
disadvantage is the need for more computations when trying to com-
pute perceptual color diﬀerences. For this reason, operations like spatial
averaging are generally performed in sR∗G∗B∗, and only the result is
transformed to CIE L∗a∗b∗. This is adequate for the simple color image
processing needed to operate the imaging system, but not for more com-
plex human vision based image processing like skin lesion segmentation.
To address this problem without needing large amounts of memory, a
32-bit encoding scheme is used to compute and temporarily store L∗a∗b∗
images in memory. Taking the range of L∗a∗b∗ components into account,
L∗ is stored using 10 bits, while both a∗ and b∗ are stored using 11 bits.
This leads to a maximal quantization error of ∆E∗ab = 0.08.
The most obvious choice for the calibration target color space is
CIE XY Z. However, with the choice of sR∗G∗B∗ as the native color
space of our imaging system we might as well transform the source color
space to sRGB and avoid the extra transformation. It has to be noted
that the R∗G∗B∗ and sR∗G∗B∗ may be superior to their linear-light
counterparts as source and target calibration color spaces, depending on
the mathematical method used to determine the relationship between
those spaces. This is due to their greater perceptual uniformity, and we
will come back to this later.
Fig. 5.1 gives an overview of the main imaging system color spaces,
and illustrates some of the advantages of using a standardized color
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space for the exchange of images and as a framework for image process-
ing. Table 5.1 gives some information on the numeric formats used to
represent pixel values in the diﬀerent imaging system color spaces.
Color space Component value ∆E∗ab Use
R∗G∗B∗ {0, . . . , 255} ≈ 0.18 24-bit temporary im-
age storage
RGB [0, 1] ≈ 0 During computations
No image storage
sR∗G∗B∗ {0, . . . , 255} 0.18 24-bit image storage
≤ 0.93
sRGB [0, 1] ≈ 0 During computations
No image storage
CIE XY Z [0,+∞[ ≈ 0 During computations
No image storage
CIE L∗a∗b∗ L∗ ∈ [0, 100] ≈ 0 During computations
a∗ ∈ [−100, 100] No image storage
b∗ ∈ [−100, 100]
CIE L∗a∗b∗ L∗ ∈ {0, . . . , 1023} = 0.08 32-bit temporary
(storage) a∗ ∈ {0, . . . , 2047} image storage
b∗ ∈ {0, . . . , 2047}
Table 5.1: Numerical formats, quantization errors and uses of the color spaces
of the imaging system.
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Figure 5.1: Overview of the color spaces of the imaging system. A rectangle
represents a device, real or virtual, accepting or generating images. A paral-
lelogram is a certain representation of that image and a rounded rectangle a
speciﬁc operation on an image. Arrows represent the ﬂow of images, including
transformation between diﬀerent image representations, i.e. parallelograms,
if necessary. This ﬁgure also illustrates how images can be exchanged using
sRGB, how CIE ∆E∗ab color diﬀerences can be used for human vision based
image processing and classiﬁcation, and how these operations remain meaning-
ful on images from diverse origins if the transform to sRGB is known.
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5.1.2 The imaging system model
In order to obtain a constant response from the imaging system we need
to determine ‘optimal’ settings, and adjust them on the ﬂy if necessary.
To achieve this the simple mathematical model for the imaging system
depicted in ﬁg. 5.2 will be used. Most noise sources are assumed to
be very small compared to the signals and are disregarded. The model
may not be rigorously correct but describes the behavior of the imaging
system well, and will lead to a useful calibration procedure. The model is
kept simple by taking the type and number of parameters of the imaging
system that can be set into account, e.g. if an oﬀset parameter cannot be
set for each color channel separately then the unknown property that this
oﬀset corrects for is also supposed to be color channel independent even
if this is not necessarily the case in reality. In what follows the symbol
P = R,G,B and P = R,G,B will be used to indicate both a tristimulus
value component and a color channel when used as a subscript, in the
RGB and the sRGB color space respectively.
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Amplifier
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ADC
Gamma
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Figure 5.2: The imaging system model for one color channel P = R,G,B.
The CCD camera output voltage V camP for a certain pixel and com-
ponent P = R,G,B can be written as:
V camP = Ψ
V cammax
0
(
Γ(V camoffset + g
cam
P (V
CCD
P + V
CCD
offset))
)
, (5.1)
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with V camoffset the settable camera oﬀset voltage, and V
CCD
P a voltage
proportional to the light incident on the element corresponding with the
pixel in CCD array of color channel P . V CCDoffset is an unknown oﬀset
voltage resulting from, amongst others, the very temperature sensitive
CCD dark current. gcamP is a variable color channel dependent gain. In
our case the gain for the green channel is always 1, which is why the
green channel will be used in determining color channel independent
parameters. The function ΨV
cam
max
0 represents the clipping that occurs
when a voltage is out of range:
ΨVmax0 (V ) =


0 if V < 0
V if 0 ≤ V ≤ Vmax
Vmax if V > Vmax.
(5.2)
The function Γ is the gamma correction as deﬁned in eq. (4.5). The
voltage inside the frame grabber before the ADC V fgP , the 8-bit digitized
R∗G∗B∗ value P ∗ and the RGB value P may thus be written as:
V fgP =Ψ
V fgmax
0 (V
fg
offset + g
fgV camP )
P ∗ =
(
255
V fgP
V fgmax
)
, P ∗ ∈ {0, . . . , 255} (5.3)
P =Γ−1(
P ∗
255
), P ∈ [0, 1],
with V fgoffset again a settable oﬀset voltage, g
fg the variable but color
channel independent frame grabber gain and  the integer rounding
operator.
The camera parameters V camoffset and g
cam
P correspond with the ‘MAS-
TER BLACK’ and ‘MANUAL PAINT’ properties of the camera in ta-
ble 4.3 respectively, and possible settings are ∈ {0, . . . , 255}. The
frame grabber parameters V fgoffset and g
fg correspond with the prop-
erties ‘BRIGHTNESS’ and ‘CONTRAST’ in table 4.4 respectively, and
here possible settings are ∈ {0, . . . , 63}. It is assumed that the relation-
ship between these settings and the actual gains and oﬀset voltages, is
linear.
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5.1.3 The RGB to sRGB transform
One of the possible methods to determine the relationship between the
RGB source and sRGB target color space is to measure a set of color
patches with known properties in the target sRGB space using an op-
timally set up imaging system, and to try to deduce or construct a
general transform from the RGB to sRGB mapping of these patches.
It is obvious that the number and distribution of the patches used will
greatly inﬂuence the accuracy of this mapping, and consequently of the
imaging system. On the other hand, a large number of patches like in
the industry standard IT8.7/2 chart, see ﬁg. 5.3, will make the calibra-
tion procedure cumbersome and time consuming. The MacBeth color
checker chart1 (MBCCC) with its 24 large patches, see ﬁg. 5.4, seems
ideal from this point of view. Determination of the sRGB tristimulus
value of a MBCCC patch i was done by measuring its D65 CIE XY Z
tristimulus value (〈XSPM,i〉, 〈YSPM,i〉, 〈ZSPM,i〉) with a Gretag2 SPM50
spectrophotometer and transforming it to sRGB using eq. (4.4). This
device makes a spatially averaged measurement over a circular area of 5
mm diameter, hence the 〈〉 notation.
〈RSPM,i〉〈GSPM,i〉
〈BSPM,i〉

 = ΦXY Z→sRGB

〈XSPM,i〉〈YSPM,i〉
〈ZSPM,i〉

 . (5.4)
If the camera sensor spectral sensitivities are equal to or a linear
combination of the spectral sensitivities of the HVS, and consequently
the sRGB primaries by eq. (4.4), then the relationship between the
RGB and the sRGB color space under the same lighting would simply
be linear. In that case the camera is said to be colorimetric.
However, this rarely holds and consequently the mapping between
the source and the target color space is generally locally highly non-
linear, and may also be undeﬁned or have one-to-many and many-to-one
relations for some tristimuli. Tristumuli have an undeﬁned mapping, i.e.
no mapping, when the colors corresponding with those tristimuli in the
source color space are out of gamut in the target color space. The eﬀect
of this phenomenon can be minimized by using so-called ‘gamut remap-
ping’ techniques, as is often done in the printing world. Tristumuli have
one-to-many and many-to-one relations when so-called human-machine
metamerism occurs, i.e. when two colors look the same when imaged
1Macbeth, 405 Little Britain rd, New Windsor, NY 12553-6148, USA.
2GretagMacbeth Ag, Althardstrasse 70, CH-8105, Regensdorf, Switserland.
5.1 Calibration 79
Figure 5.3: The IT8.7/2 reﬂection calibration target set.
Figure 5.4: The MacBeth color checker chart.
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with a non-colorimetric camera, but diﬀerent when seen by a human
observer, or inversely. It is clear that it is impossible to compensate
for this eﬀect. Keeping this in mind some of the methods used to relate
source and target color spaces include 3D lookup tables, neural networks
and polynomial regression, see [42]. Lookup tables (LUTs) are relatively
fast and good at modeling local non-linearities, but tend to require a lot
of storage and a dense grid of source colors with a known mapping to
the target color space. Neural networks can be highly non-linear while
still retaining good generalizing properties. They are computationally
expensive in use due to a high number of processing nodes, and may take
minutes or even hours to train. As the emphasis is on a simple scheme
with a limited set of calibration color patches, polynomial regression is
the method of choice here.
In what follows we will use matrices to try to create a clear and
compact notation that allows us to write down both the linear and non-
linear relationships between the imaging system color spaces. Obviously
this requires the introduction of some non-linear operators. These will
act on a matrix, result in an possibly diﬀerently dimensioned matrix or
submatrix, but cannot be represented by a matrix. Within this notation
tristimulus values or other color triplets will always be notated as column
vectors in equations.
A general polynomial transform ΦRGB→sRGB,m with m terms be-
tween RGB tristimulus values (R,G,B) and sRGB tristimulus values
(R,G,B) can be written as:

RG
B

 = ΦRGB→sRGB,m

RG
B


=

aR,1 . . . aR,maG,1 . . . aG,m
aB,1 . . . aB,m

[Θm

RG
B

].
(5.5)
The ‘delinearizing’ operator Θm transforms a 3 element column vector
to an m element row vector representing a set of plausible polynomial
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transforms [42]:
Θ3

RG
B

 = (R G B)t
Θ6

RG
B

 = (R G B RG GB BR)t
Θ8

RG
B

 = (1 R G B RG GB BR RGB)t (5.6)
Θ9

RG
B

 = (R G B RG GB BR R2 G2 B2)t
Θ11

RG
B

 = (1 R G B RG GB BR R2 G2 B2 RGB)t .
The coeﬃcients of the transform ΦRGB→sRGB,m can be determined
by substituting the SPM measurements of the 24 MBCCC patches
(〈RSPM,i〉, 〈GSPM,i〉, 〈BSPM,i〉), i = 1, . . . , 24 on the left in eq. (5.5).
These patches are then also measured by the imaging system, and the re-
sulting spatially averaged RGB tristimulus values (〈Ri〉, 〈Gi〉, 〈Bi〉), i =
1, . . . , 24 are substituted on the right in eq. (5.5), see also ﬁg. 5.5 for an
overview. This results in one set of overdetermined linear equations for
each color channel P = R,G,B of the sRGB color space:(〈PSPM,〉 . . . 〈PSPM,〉) =
(
aP,1 . . . aP,m
)Θm

〈R1〉〈G1〉
〈B1〉

 . . . Θm

〈R24〉〈G24〉
〈B24〉



 . (5.7)
These equations can easily be solved in a least-squares sense us-
ing e.g. singular-value decomposition (SVD). The resulting transform
ΦLLSQRGB→sRGB,m is called the linear least-squares (LLSQ) solution. Un-
fortunately, this solution is only optimal in the mathematical sense, as
the sum of squares criterion in the sRGB color space is hardly represen-
tative for the human perception of the mapping error associated with
ΦLLSQRGB→sRGB,m. This could be achieved by minimizing the mapping error
in the CIE L∗a∗b∗ color space. For this we introduce the non-linear op-
erator ΦsRGB→L∗a∗b∗ which represents the known transform from sRGB
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Figure 5.5: Determination of the RGB to sRGB transform ΦRGB→sRGB,m
using a set of overdetermined linear equations in sRGB space obtained by
comparing measurements of the MBCCC color patches made with a SPM with
those made by the imaging system.
tristimulus values to CIE L∗a∗b∗ color triplets (L∗, a∗, b∗) via the CIE
XY Z color space:
L∗a∗
b∗

 =ΦsRGB→L∗a∗b∗

RG
B


=ΦXY Z→L∗a∗b∗ ΦsRGB→XY Z

RG
B

 , (5.8)
with the linear operator ΦsRGB→XY Z deﬁned in eq. (4.3). ΦXZY→L∗a∗b∗
represents a non-linear operator implementation of the equations in
(3.10), the precise form of which is not important here. Consequently,
the CIE L∗a∗b∗ color triplets spatial averages (〈L∗i 〉, 〈a∗i 〉, 〈b∗i 〉) of the
MBCCC patches as measured by the imaging system can be written
down as: 
〈L∗i 〉〈a∗i 〉
〈b∗i 〉

 = ΦsRGB→L∗a∗b∗ ΦRGB→sRGB,m

〈Ri〉〈Gi〉
〈Bi〉

 . (5.9)
The CIE L∗a∗b∗ color triplets (〈L∗SPM,i〉, 〈a∗SPM,i〉, 〈b∗SPM,i〉) of the
MBCCC patches as measured by the SPM can be computed from their
measured CIE XY Z tristimulus values (〈XSPM,i〉, 〈YSPM,i〉, 〈ZSPM,i〉)
as: 
〈L∗SPM,i〉〈a∗SPM,i〉
〈b∗SPM,i〉

 = ΦXY Z→L∗a∗b∗

〈XSPM,i〉〈YSPM,i〉
〈ZSPM,i〉

 . (5.10)
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This allows us to deﬁne the perceptual mapping error in ∆E∗ab units
of one color patch i under a certain transform ΦRGB→sRGB,m:
∆E∗ab(ΦRGB→sRGB,m, i) =√
(〈L∗i 〉 − 〈L∗SPM,i〉)2 + (〈a∗i 〉 − 〈a∗SPM,i〉)2 + (〈b∗i 〉 − 〈b∗SPM,i〉)2. (5.11)
This still doesn’t provide us with a total mapping error of
ΦRGB→sRGB,m, but two feasible candidates are the average ∆E∗ab er-
ror per MBCCC patch:
〈∆E∗ab(ΦRGB→sRGB,m)〉 =
1
24
24∑
i=1
∆E∗ab(ΦRGB→sRGB,m, i), (5.12)
and the maximal ∆E∗ab error over all the 24 MBCCC patches,
max(∆E∗ab(ΦRGB→sRGB,m)). The transforms obtained by minimiz-
ing these two forms of the total mapping errors will be denoted as
ΦavgRGB→sRGB,m and Φ
max
RGB→sRGB,m respectively. The non-linear mini-
mization itself is performed by the Nelder-Mead simplex algorithm [43],
using the linear least-squares solution ΦLLSQRGB→sRGB,m as an initial guess.
The simplex algorithm is an iterative method and therefore much slower
than the singular-value decomposition used to solve eq. (5.7). This is
especially true for the higher-order transforms and when minimizing the
highly non-linear max(∆E∗ab(ΦRGB→sRGB,m)) function. Fig. 5.6 gives
an overview of the iterative scheme.
5.1.4 The calibration procedure
We will now describe the steps which are needed to calibrate the imag-
ing system. This consists of proper focus and zoom setting to obtain
the FOV, determination of a set of ‘optimal’ imaging system settings
and ﬁnally the computation of the RGB to sRGB transform using the
MBCCC patches. With ‘optimal’ we mean the settings that make best
use of the imaging system in terms of dynamic range and signal-to-noise
ratio, and this for each color channel independently. It is also impor-
tant to avoid any non-linear behavior, mainly in the form of clipping
of very ‘weak’ or very ‘strong’ signals. In simple terms this means en-
suring that a perfect ‘black’ is mapped to the lowest RGB tristimulus
value (0, 0, 0) and a perfect ‘white’ is mapped to the highest RGB tris-
timulus value (1, 1, 1). In order to ensure a perfect linear response of
the imaging system to luminance within that range a LUT will also be
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Figure 5.6: Determination of the RGB to sRGB transform ΦRGB→sRGB,m
using iterative non-linear minimization of the transform mapping error based
on ∆E∗ab values between measurements of the MBCCC color patches made with
a SPM and those made by the imaging system.
constructed using gray (achromatic) patches between perfect black and
perfect white. Note that the order in which the settings are determined
is crucial, although other sequences may be possible!
The whole calibration procedure takes about 5 to 10 minutes, and
all the resulting settings, LUT’s and the RGB to sRGB transform are
stored on the computer in a so-called calibration proﬁle which will be
read when images needs to be acquired, see ﬁg. 5.7. Such a proﬁle
remains valid for many hours of operation of the imaging system, and
typically only needs to be redetermined after e.g. the light bulb of the
light source is changed.
Field of view setting
Before anything else the manual zoom and focus of the camera lens must
be set to obtain the desired FOV. This is simply achieved by imaging
a small logo with dimensions equal to the desired FOV, i.e. 1.6 cm by
1.2 cm. The zoom is then adjusted so that it just ﬁts in the displayed
image, see ﬁg. 5.8. This logo also contains some stripe patterns and
letters so that precise focus can be achieved.
Once set, the zoom and focus rings of the lens are taped up so they
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Figure 5.7: Calibration steps and the corresponding settings in the calibration
proﬁle.
Figure 5.8: The logo used to set the camera FOV and focus (real size).
cannot be changed inadvertently. Obviously these settings cannot be
stored in the calibration proﬁle, although with a motorized lens the
whole procedure could probably be performed automatically, and the
settings also stored.
Mapping ‘perfect’ black
The aim is to make sure that a perfect ‘black’ , i.e. an object with
reﬂective luminance Y = 0 and thus V CCDP = 0, P = R,G,B, results
in RGB tristimulus value (0, 0, 0). A patch representing such an object
is not included on the MBCCC, but can be simulated by turning the
light source oﬀ, closing the lens diaphragm and putting the lens cap
on. Measurements of patches, real or simulated, are always spatially
averaged in the R∗G∗B∗ space over a few thousand pixels in the center
of the image. Spatial averaging in R∗G∗B∗ space is much faster than
spatial averaging in CIE L∗a∗b∗, and almost as good from the point of
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view of human vision. A SPM, on the other hand will perform spatial
averaging in its spectral sensors, which is equivalent to spatial averaging
in the linear-light domain. Restricting spatial averaging to the center of
the image speeds things up compared to computing the average over the
whole image. It also avoids problems due to a possibly inhomogeneous
spatial response of the imaging system, a problem which we will return
to later.
The ﬁrst step in achieving the optimal mapping of perfect black is
making sure that it leads to a zero camera output signal V camP = 0 by
properly setting the camera oﬀset V camoffset. A look at eq. (5.1) shows
us that the optimal setting for V camoffset will depend on the camera color
channel gains gcamP . Because there is only one camera oﬀset acting on all
three color channels it is usually impossible to ﬁnd an optimal setting
for all color channels at the same time. Remembering that the green
channel has a ﬁxed camera gain gcamG = 1, that channel will be used
to determine V camoffset. As no other parameters of the imaging system
have been properly set so far we cannot determine a target pixel green
component value G∗Y=0 or GY=0 corresponding with the condition that
V CCDG = 0, and therefore adopt the following scheme:
1. Make sure perfect black produces a green component GY=0 > 0
by setting a high frame grabber gain gfg and oﬀset V fgoffset.
2. Measure the spatially averaged 〈GY=0〉 for all the possible settings
of camera oﬀset voltage V camoffset.
It can be seen using eqs. (5.1) and (5.3) that this will result in a curve
consisting of two straight lines: one horizontal line as long as V camoffset +
V CCDoffset < 0, and one sloping line once clipping no longer occurs and
V camoffset + V
CCD
offset ≥ 0 (see ﬁg. 5.9). At the setting at which the two
lines join the camera oﬀset voltage exactly compensates for the CCD
oﬀset voltage. To determine this point reliably and independently of
the frame grabber settings we ﬁt a horizontal and a sloping straight line
intersecting at each of the camera oﬀset voltage settings through the
data, and compute the total ﬁtting error for each setting. The optimal
setting is the one with the lowest error (see ﬁg. 5.9). We will refer to
this operation as the ‘two-line intersection method’.
Fig. 5.10 shows the results for all the color channels. The fact that
the optimal camera oﬀset settings are diﬀerent for the red and blue
channel at the same color channel gain would lead us to the conclusion
that V camoffset is in fact slightly color channel dependent, or, more unlikely,
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Figure 5.9: 〈GY=0〉 in function of the camera oﬀset V camoffset setting, and the
corresponding ﬁtting errors of the two-line intersection method. The optimal
setting is the one with the lowest error.
that the camera oﬀset settings do not correspond to the same electronic
gains on diﬀerent color channels. This channel dependency was volun-
tarily excluded from the model because nothing could be done about it.
Fig 5.11 shows the results for the red channel with diﬀerent red channel
gain settings gcamR ∼ 129, 196, 255. This shows the increase of the opti-
mal camera oﬀset setting of the red channel with the red channel gain,
and is in agreement with the camera model in eq. (5.1).
Now that the camera oﬀset voltage V camoffset is properly set for the
green channel, we can do the same for the frame grabber oﬀset voltage
V fgoffset. This means ﬁnding the setting so that 〈G∗Y=0〉 = 〈GY=0〉 = 0.
Because V camG = 0 for perfect black, G
∗
Y=0 is independent of the frame
grabber gain gfg. This means theoretically we only have to ﬁnd the
highest frame grabber oﬀset setting at which 〈G∗Y=0〉 = 0. However, we
still favor the two-line intersection method as being more robust. It is
important to note that because the camera signal V camG doesn’t change
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Figure 5.10: RGB tristimulus values (〈RY=0〉, 〈GY=0〉, 〈BY=0〉) of perfect
black in function of the camera oﬀset V camoffset setting, together with the corre-
sponding optimal camera oﬀset settings. This shows a slight dependence of the
optimal camera oﬀset setting on the color channel.
but is digitized with another oﬀset voltage only G∗Y=0 has a piecewise
linear relationship with the oﬀset voltage, and not GY=0!
Mapping ‘perfect’ white
So far an optimal response was obtained for a perfect black object, and
now the same must be done for a perfect white (perfect diﬀuse reﬂec-
tor), i.e. an object of reﬂective luminance Y = 100. Objects with higher
reﬂective luminances exist, e.g. objects with mirror-like properties. Al-
though the horny layer of the skin may under certain circumstances
exhibit such properties, we assume Y = 100 is the most luminous ob-
ject we will encounter and consequently we will try to map it to RGB
tristimulus value (1, 1, 1), given the light source.
Firstly, we need to set the frame grabber gain gfg in such a way
that the theoretical camera response corresponding with perfect white,
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Figure 5.11: 〈RY=0〉 of perfect black in function of the camera oﬀset V camoffset
setting for diﬀerent red channel gain settings, together with the corresponding
optimal camera oﬀset settings. This clearly shows the dependence of the opti-
mal camera oﬀset setting on the color channel gain as predicted by the camera
model in eq. (5.1).
i.e. the maximal camera output voltage V camP = V
cam
max , P = R,G,B,
is mapped to tristimulus (1, 1, 1). Because the maximal camera output
voltage V cammax is the same for the three color channels, it is clear that
if the frame grabber gain setting is optimal for one color channel it is
also optimal for the other two channels. As the camera gain is already
set for the green channel, we will use that channel to proceed. The
maximal output voltage for the green channel V camG = V
cam
max is obtained
by saturating the camera CCD’s by fully opening the lens aperture,
and measuring the highly reﬂecting MBCCC ‘white’ patch. Then 〈G〉
is measured in function of gfg and the two-line intersection method is
again used to determine the optimal frame grabber gain setting.
Next we need determine the lens aperture setting where satura-
tion of the CCD’s is just avoided for our chosen luminance dynamic
range of Y = 100. As this needs to be done manually we cannot use
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the two-line intersection method, but instead compute a green chan-
nel target value for the MBCCC ‘white’ patch based on its D65 lu-
minance value and assuming a linear response of the imaging system:
G∗white,target = 255Γ(Ywhite/100). The MBCCC ‘white’ patch is not a
perfect diﬀuse reﬂector and has a slightly lower luminance value. This
means the resulting target value G∗ < 255, which allows for visual feed-
back during manual lens aperture adjustment both for when the lens is
too much closed and for when it is too much open. The user is prompted
to stop adjusting the lens aperture when the continually measured green
component value of the imaging system 〈G∗white〉 remains within a rela-
tive error of 0.002 of G∗white,target for a few consecutive measurements.
Once the proper lens aperture is determined we can obtain the same
response to the MBCCC white patch from the red and blue channels, i.e.
〈R∗white〉 = 〈B∗white〉 = 〈G∗white〉 = G∗white,target, by adjusting the camera
color dependent gain factors gcamR and g
cam
B using a simple bisection
root ﬁnding method. This optimizes the dynamic range of each color
channel separately for a given light source, and makes linearization, see
next paragraph, feasible.
Linearizing imaging system response
The aim of this operation is to make sure the imaging system has a
linear behavior with regards to luminance over its entire dynamic range.
This assumption is implicit when using linear-light tristimulus spaces like
RGB, sRGB and CIE XY Z, and small deviations of this assumption
may be corrected using one or several LUTs. A possible culprit for non-
linear behavior is the anti-blooming drain of the CCD camera, but there
may be others.
In our case three LUTs are used, one for every color channel. They
operate in the R∗G∗B∗ color space before the inverse gamma correction,
even though they linearize linear-light response:
P ∗LUT = LUTP (P
∗), P = R,G,B (5.13)
The LUTs have the full 8-bit resolution of 256 elements so no interpo-
lation is necessary. They are based on the series of 6 ‘neutral’ MBCCC
achromatic patches which have the same or almost the same chromatic-
ity coordinates but diﬀerent luminances ranging from Y ≈ 3 to Y ≈ 90.
Each LUT is determined such that for these 6 patches the LUT cor-
rected RGB tristimulus values are proportional to their luminance, i.e.
〈R〉 = 〈G〉 = 〈B〉 = Ypatch/100. This is also called ‘gray balancing’ ,
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and represents a kind of normalization with regard to the light source or
white point. Fig. 5.12 shows an example of the LUTs for the three color
channels obtained for the imaging system. It shows a pretty good overall
linear behavior of the imaging system. The biggest correction is for the
darkest patch on the MBCCC, and this is probably due to the fact that
the color channel independent camera and frame grabber oﬀset settings
are only optimal for the green channel. For the moment the LUTs al-
ways map R∗G∗B∗ color triplet (0, 0, 0) to (0, 0, 0) and (255, 255, 255)
to (255, 255, 255), and this could clearly be improved to allow correction
for the suboptimal oﬀset correction by V camoffset and V
fg
offset for the red
and blue channels.
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Figure 5.12: An example of the three color channel LUTs obtained for the
imaging system.
Determining the RGB to sRGB transform
Now the imaging system is properly set up, the RGB to sRGB trans-
form ΦRGB→sRGB can be computed by comparing measurements of the
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24 MBCCC patches by the imaging system and their corresponding
spectrophotometric measurements. The newly computed transform is
then used to transform the measurements of the MBCCC patches by
the imaging system to the CIE XY Z color space. These are then stored
on ﬁle as representing the state of the imaging system during calibration
and will be used to test the validity of the calibration proﬁle prior to
image acquisition.
5.2 Acquisition
To be of any use in a clinical context the image acquisition must be
as simple and as quick as possible. On the other hand, in order to
acquire calibrated images a number of checks and adjustments of the
imaging system and the imaging system calibration proﬁle may need
to be performed. Moreover, as the lighting is not completely spatially
homogeneous over the FOV it would be desirable to correct for this
too. This is called shading correction, and one of the simplest ways
to achieve this employs an image of a uniform object. Consequently
the MBCCC ‘white’ patch will be used to perform both the calibration
proﬁle checks and adjustments and the shading correction. For easy po-
sitioning a copy of this patch is ﬁxed on the inside of the cardboard lens
cap. Clearly, more thorough checks and adjustments of the calibration
proﬁle would be possible by using more patches, but they would require
more user interaction and thus defy the purpose of being simple and
quick. To further minimize user interaction a valid, i.e. checked and
adjusted, calibration proﬁle remains valid for 15 minutes, and during
this period images can be acquired freely without any extra interaction
than acquisition of the desired image itself.
5.2.1 Short term imaging system drift
As mentioned above, once a calibration proﬁle is determined it can be
used as long as the imaging system does not change too much. This
may occur e.g. when the light bulb of the light source is replaced or
after a long time due to slow changes in CCD sensors spectral sensitivi-
ties. The imaging system does, however, also exhibit a short term drift
when turned on. This drift greatly diminishes in amplitude after 30 to
40 minutes warmup time, but nevertheless remains present even after
more than 2 hours of continued operation (see ﬁg. 5.13). It is possible
to compensate for this drift by adjusting some of the imaging system
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Figure 5.13: Short term drift of pre-LUT RGB tristimulus values of the
MBCCC ‘white’ patch in function of warmup time of the imaging system.
settings, namely the frame grabber gain gfg and the camera red and
blue channel gains, gcamR and g
cam
B . This is easily achieved by comparing
pre-LUT RGB tristimulus value of the MBCCC ‘white’ patch measured
by the imaging system with its tristimulus value at calibration, which by
deﬁnition is R∗white = B
∗
white = G
∗
white = 255Γ(Ywhite/100). Note that
calibration was performed with a well warmed up system.
Fig. 5.14 shows the result of the calibration proﬁle adjustment on
the MBCCC ‘white’ patch obtained by computing the color diﬀerence
∆E∗ab(white) between its tristimulus value at calibration with those mea-
sured by the imaging system during warmup, both with and without
proﬁle adjustment. It can clearly be seen that, for MBCCC ‘white’ at
least, the adjustment procedure is able to compensate even the large de-
viations existing right after the imaging system is switched on. However,
a look at ﬁgures 5.15 and 5.14 show that the color diﬀerences for some of
the other MBCCC patches can be quite high if the color diﬀerence of the
MBCCC ‘white’ patch was large prior to the proﬁle adjustment. This is
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Figure 5.14: The ∆E∗ab color diﬀerences of the MBCCC ‘white’ patch with its
tristimulus value at calibration in function of the warmup time of the imaging
system, both with and without calibration proﬁle adjustment. Measurements
originate from the same warmup cycle as in ﬁg. 5.13.
quite logical as normally the linearizing LUTs and the RGB to sRGB
transform should be recomputed if one or more of the imaging system
settings is changed. Nevertheless, those same two ﬁgures also show us
that if the adjustment of the settings is small we may assume that the
LUTs and the transform remain valid and the color diﬀerences of the
MBCCC patches with their values at calibration remain smaller than
2 ∆E∗ab units. This is usually the case after about 15 to 20 minutes of
warmup time. Note that the apparent contradiction between the color
diﬀerences of the MBCCC ‘white’ patch of the same warmup cycle in ﬁg.
5.14 and 5.15 is because they are the result of separate measurements.
Indeed, the measurements shown in ﬁg. 5.14 are taken right after the
proﬁle adjustment, while the lens cap with the MBCCC ‘white’ patch is
still on. After this, the whole MBCCC, including the ‘white’ patch, is
measured, leading to the results shown in ﬁg. 5.15. While this is not
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a problem when the imaging is properly warmed up, it is for a system
that is just switched on and is drifting strongly. In that case the pro-
ﬁle adjustment will only be correct for a very brief period, resulting in
larger errors when the MBCCC ‘white’ patch is remeasured shortly af-
terwards. This can clearly be seen in ﬁgs. 5.14 and 5.15 for the MBCCC
‘white’ patch at 0 minutes warmup time, going from a color diﬀerence
of 0.5∆E∗ab units right after proﬁle adjustment to about 1.7∆E
∗
ab units
a minute or so later when the MBCCC is measured.
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Figure 5.15: The ∆E∗ab color diﬀerences of all the MBCCC patches with
their tristimulus values at calibration in function of the warmup time of the
imaging system, with proﬁle adjustment. The measurements of the ‘white’
patch are connected by a solid line. Note that the y-axis is on a logarithmic
scale. Measurements originate from the same warmup cycle as in ﬁgs. 5.13 and
5.14.
We now deﬁne a calibration proﬁle quality factorQ based on the color
diﬀerence ∆E∗ab(white) of the MBCCC ‘white’ patch with its value at
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calibration as:
Q =
{
100− 20 ∗∆E∗ab(white) if ∆E∗ab(white) < 5
0 if ∆E∗ab(white) ≥ 5.
(5.14)
This quality factor becomes 100 for a perfect match, 0 for any color
diﬀerence of 5∆E∗ab units or larger, and will be used when deciding on
the validity of a proﬁle or adjusted proﬁle.
5.2.2 Shading correction
Shading correction tries to correct for any spatial inhomogeneity in the
imaging system. Those are mainly the result from inhomogeneous light-
ing, but the camera lenses and CCD arrays may also introduce some
spatial inhomogeneities. The simplest way to perform shading correc-
tion is by acquiring an image of a homogeneous surface, the MBCCC
‘white’ patch in our case, and use it to determine a multiplicative pixel-
by-pixel correction for any subsequently acquired image:
P ′i = Pi
〈Pˆ 〉
Pˆi
. (5.15)
In this equation Pi is a RGB color triplet component of pixel i of an
acquired image, with P ′i its shading corrected counterpart. Pˆi is a tris-
timulus value component of pixel i of the shading correction image of
the MBCCC ‘white’ patch, while 〈Pˆ 〉 is a spatially averaged tristimulus
value of the central region of that same image. The central region used
to compute 〈Pˆ 〉 has the same size as the one used throughout the calibra-
tion procedure. Notice that the shading correction image is smoothed
prior to use with a 3 by 3 pixel averaging ﬁlter. Ideally this ﬁlter should
be bigger, as can be seen from the noise in ﬁg. 5.16, but bigger ﬁlters
take too much time.
5.2.3 Acquisition procedure
The diﬀerent steps needed to acquire a calibrated image are outlined in
the ﬂow-chart in ﬁg. 5.17. The imaging system needs to be turned on
for about 15 to 20 minutes before acquiring any images. The sequence
of events for image acquisition is as follows:
1. Check if a calibration proﬁle is present on the PC. If not end
acquisition with an error.
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Figure 5.16: The three color channels of the shading correction image, dis-
played with a color map adapted to the image content in order to enhance
contrast.
2. Check if the elapsed time since the last successful proﬁle adjust-
ment is higher than some predeﬁned limit, typically 15 minutes.
If not go tot step 7.
3. Check if proﬁle is valid by computing the quality factor Q of the
MBCCC ‘white’ patch in the lens cap. If Q < 60, then post a
warning saying that either the imaging system isn’t warmed up
properly, or it needs recalibration. The user may choose to con-
tinue with the risk of poor image quality, or return to the calling
application with an error.
4. Adjust the calibration proﬁle using the same MBCCC ‘white’
patch in the lens cap.
5. Check if adjusted proﬁle is valid by recomputing the quality factor
Q of the MBCCC ‘white’ patch in the lens cap. If Q < 80, end
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acquisition with an error..
6. Acquire the shading correction image based on the MBCCC ‘white’
patch and smooth it using a 3 by 3 averaging ﬁlter. No extra user
interaction is needed as the lens cap is still on.
7. Acquire the desired image, apply shading correction and transform
to sR∗G∗B∗ color space. This step takes about 20 seconds. Return
to calling application.
No decisions are made during acquisition concerning the need to recali-
brate, that responsibility is left to the calling application when an error
is returned to it. When no error is reported the acquired image resides
in a buﬀer and can be copied to the windows clipboard or saved to ﬁle
at the calling application’s discretion.
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Figure 5.17: The ﬂow-chart for the image acquisition procedure.
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5.3 Experiments and results
The ﬁrst thing to assess was the usability of the images as a visual
record. This is mostly a question of image resolution and sharpness,
which must be good enough to distinguish certain diagnostic features.
Some papers have been published on this subject, [44, 45], but these
did not allow general conclusions. Consequently, a simple subjective
comparison was made with the images seen through a dermatoscope,
and the images were found to be satisfactory, with the remark that the
spatial resolution could be a little higher in order to see structures like
a pigmented network on dermatoscopic images well. Spatial resolution
can easily be increased, but at the cost of reducing the FOV. Keeping in
mind that imaging the whole lesion is important for subsequent image
segmentation and in assessing certain lesion properties like area, the
current spatial resolution of 47.5 pixels per mm was maintained. Instead,
a mental note was made for the next generation of the imaging system,
if ever. The colors were found to be of good quality, and ﬁgures 5.18 and
5.19 shows some examples of clinical and dermatoscopic images obtained
with the imaging system.
However, before further applications and tools are to be developed
that would result in a dermatological workstation that could be used
in daily clinical practice, we have to answer two fundamental questions:
what is the precision and what is the accuracy of the colorimetric mea-
surements obtained from images made by it? The answer to those two
questions will greatly inﬂuence general applicability of the imaging sys-
tem, and will now be investigated thoroughly.
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Figure 5.18: A junction naevus shot with the imaging system, both clinically
(top) and dermatoscopically (bottom). Notice, how on the bottom image the
oil used for dermatoscopy did not spread properly.
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Figure 5.19: An atypical naevus shot with the imaging system, both clinically
(top) and dermatoscopically (bottom).
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5.3.1 Precision
The precision or reproducibility of a measurement process is a measure of
the way repeated measurements of the same sample are spread around
the average of those measurements. High precision results in tightly
packed ‘clusters’ of measurements, as opposed to loose clusters in the
case of low precision. Notice that precision does not say anything about
how ‘correct’ the measurements are, see ﬁg. 5.20 for a shooting range
analogy. The precision of the imaging system says something about
the (electronic) stability of its components, the appropriateness of the
settings determined during calibration, and the ability of the proﬁle ad-
justment algorithm to counteract some of the inevitable small response
ﬂuctuations of the imaging system. It is independent of the RGB to
sRGB transform ΦRGB→sRGB,m for m = 3, but higher order trans-
forms may have a small inﬂuence. For this reason a linear transform
ΦRGB→sRGB,3 was always used in the evaluation of the precision.
Figure 5.20: Illustration of concepts of precision and accuracy for a shooting
range target. The shots indicated by the blue dots form a tightly packed
cluster, meaning they are very reproducible. The shooter thus has a high
precision, although he consequently misses the center of the target and thus
has low accuracy. The red dots, on the other hand, represent a shooter with
low precision because his shots form a rather loose cluster. He is, however,
always close to the center of the target which means he is quite accurate.
Precision will be important for any quantitative measurement of im-
age color characteristics. We can distinguish between several types of
precision: short-term precision when making several consecutive mea-
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surements of the same object, medium-term or proﬁle precision when
comparing measurements made under one calibration proﬁle, and long-
term or inter-proﬁle precision when talking about the agreement be-
tween measurements made under diﬀerent calibration proﬁles. The re-
ported errors are color diﬀerences in ∆E∗ab units of the measurements
with regard to the averages of those measurements in CIE L∗a∗b∗ space.
Consequently, the maximal color diﬀerence between two single spatially
averaged measurements of a color might be as bad as twice the reported
maximal error! Errors between measurements of individual pixels might
of course be even larger than that and experiments show that at least a
few hundred pixels are needed to obtain a stable measurement of color,
see ﬁg. 5.21.
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Figure 5.21: ∆E∗ab error in function of increasing number of averaging area
pixels obtained by comparing the square averaging area sR∗G∗B∗ spatial av-
erage value to the whole image sR∗G∗B∗ spatial average. The image used was
570 by 760 pixels and was a picture of the MBCCC ‘white’ patch.
The short term precision based on 20 consecutive measurements of
the MBCCC ’white’ patch is very good: 〈∆E∗ab〉 = 0.04, with ∆E∗ab ≤
0.1.
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The medium-term precision is determined using 10 measurements of
all the MBCCC patches. These were performed during diﬀerent warmup
cycles and at diﬀerent stages of warmup of the imaging system, but
always using the same calibration proﬁle. The measurements themselves
can be seen in ﬁg. 5.22, while the corresponding average and maximal
errors per patch can be seen in ﬁg. 5.23. The overall error, i.e. over all
MBCCC patches, is 〈∆E∗ab〉 = 0.34, with ∆E∗ab ≤ 1.2.
Figure 5.22: Locations of the averages of the measurements of the MBCCC
patches in CIE L∗a∗b∗ space made under one calibration proﬁle. Each sphere
is colored according to the MBCCC patch it represents, and has a radius cor-
responding to 10 times the average medium-term error of that patch.
The long-term precision is determined using 9 measurements of all
the MBCCC patches, each under a diﬀerent calibration proﬁle deter-
mined just before the measurement. To simulate possible long-term
changes in the imaging system, the light source voltage was modiﬁed
for half of the proﬁles. This resulted in a clearly visible change in color
temperature of the light source, although how much precisely was not
measured. There was no noticeable diﬀerence in precision between mea-
surements made using the proﬁles of the imaging system with the light
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Figure 5.23: Average and maximal ∆E∗ab error of each MBCCC patch over 10
measurements under one calibration proﬁle, with regards to their measurement
average determined in CIE L∗a∗b∗ space. The color of each bar corresponds to
the color of the MBCCC patch it represents.
source at the standard setting and those with the light source at the
modiﬁed settings. The actual measurements can be seen in ﬁg. 5.24,
while the corresponding average and maximal errors per patch can be
seen in ﬁg. 5.25. The resulting average and maximal errors over all the
MBCCC patches are 〈∆E∗ab〉 = 0.30 with ∆E∗ab < 1.2 respectively. The
fact that the long-term precision is slightly better than the medium-term
precision might be explained by the fact that any measurements for the
long-term precision were made directly after the proﬁle was determined,
thereby avoiding the drift problems outlined earlier.
5.3.2 Accuracy
The accuracy of a measurement process is a measure of the way mea-
surements of an object are close to the measurement of the same object
made by a reference instrument, a spectrophotometer in this case (see
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Figure 5.24: Locations of the averages of the measurements of the MBCCC
patches in CIE L∗a∗b∗ space made under diﬀerent calibration proﬁles. Each
sphere is colored according to the MBCCC patch it represents, and has a radius
corresponding to 10 times the average long-term error of that patch.
ﬁg. 5.20 again for a shooting range analogy). The most important fac-
tor in the imaging system accuracy is the RGB to sRGB transform
ΦRGB→sRGB,m. The accuracy cannot be evaluated using the same ob-
jects, i.e. the MBCCC patches, used to calibrate the system. Instead,
we need to determine how the transform ΦRGB→sRGB,m performs for
diﬀerent colors spread out over the gamut of the HVS. Keeping the con-
text of dermatology in mind a test set of 27 objects consisting of 15
plastic and paper patches, and 12 in vivo skin areas (normal Caucasian
and Asian skin, moles, pimples, etc. ...) will be used. All these objects
have been measured using the SPM, and then imaged with the imaging
system. Hereafter, spatial averages over areas roughly equal to the SPM
measurement area are computed in the R∗G∗B∗ space and transformed
to CIE L∗a∗b∗ via sRGB using the transform ΦRGB→sRGB,m. A total
of 15 polynomial transforms have been tested: 5 transforms with 3, 6, 8,
9 and 11 terms respectively, each computed using 3 diﬀerent methods.
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Figure 5.25: Average and maximal ∆E∗ab error of each MBCCC patch over
9 measurements made under several diﬀerent calibration proﬁles, with regards
to their measurement average determined in CIE L∗a∗b∗ space. The color of
each bar corresponds to the color of the MBCCC patch it represents.
These methods are: LLSQ, and non-linear minimization of the average
and maximal ∆E∗ab error, see also paragraph 5.1.4. Theoretically, each
object should be imaged and measured several times to resolve the pre-
cision of the imaging system. However, we assume the accuracy will be
much lower than the precision, and consequently each object in the test
set is only imaged once.
Fig. 5.26 shows the performance of the transforms on the MBCCC
patches, i.e. the objects used in computing the transforms. This is
not very relevant and is simply used to check proper computation of
the transforms by the notoriously tricky non-linear optimization. As
expected, performance increases with the number of terms, although
the performance of ΦRGB→sRGB,11 is rather disappointing compared to
some of the simpler transforms. One can also remark the hefty price paid
by the maximal ∆E∗ab error optimized transforms Φ
max
RGB→sRGB,m,m =
3, 6, 8, 9, 11 on the average ∆E∗ab error, even if they succeed in strongly
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reducing the maximal ∆E∗ab error. These transforms also take much
longer to compute than the others, probably due to the highly non-linear
relation between the transform coeﬃcients and the associated maximal
error.
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Figure 5.26: Average and maximal ∆E∗ab error of the MBCCC patches with
their SPM measurements, for all the LLSQ, average and maximal ∆E∗ab opti-
mized transforms ΦRGB→sRGB,m,m = 3, 6, 8, 9, 11.
Fig. 5.27 shows the much more relevant performance of the trans-
forms on the test set of 15 plastic and paper patches and 12 in vivo
skin areas. Surprisingly, the non-linear transforms ΦRGB→sRGB,m,m =
6, 8, 9, 11, however computed, perform rather poorly. The lin-
ear LLSQ and average ∆E∗ab optimized transforms Φ
LLSQ
RGB→sRGB,3
and ΦavgRGB→sRGB,3 are clearly the best performers, with 〈∆E∗ab〉 =
6.21 and 6.77, and max(∆E∗ab) = 13.31 and 13.12 respectively. Con-
sidering its low computational complexity, the linear LLSQ transform
becomes therefore the transform of choice. This surprising result is
very probably due to the limited number of patches used in comput-
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ing the transforms, leading to a very sparse sampling of the RGB and
sRGB color spaces. This hardly aﬀects the linear transforms which have
very good generalizing properties and which are already very ‘overde-
termined’, but may lead to uncontrolled, oscillating behavior between
the sample points for higher-order transforms. This sparse sampling is
probably also the reason why even the linear maximal ∆E∗ab optimized
transform ΦmaxRGB→sRGB,3 isn’t any good: for this transform to work it
needs to have a good idea were the color with a potentially high mapping
error is actually located...
0
5
10
15
20
25
∆ 
E* a
b
ΦRGB→ sRGB,3 
ΦRGB→ sRGB,6 
ΦRGB→ sRGB,8 
ΦRGB→ sRGB,9 
ΦRGB→ sRGB,11
LLSQ solutions 〈 ∆ E*
ab 〉 optimized 
         solutions             
max(∆ E*
ab) optimized
solutions    
Figure 5.27: Average and maximal ∆E∗ab error of the test set of 15 plas-
tic and paper patches and 12 in vivo skin areas with their SPM measure-
ments, for all the LLSQ, average and maximal ∆E∗ab optimized transforms
ΦRGB→sRGB,m,m = 3, 6, 8, 9, 11.
Fig. 5.28 shows a comparison of the CIE L∗a∗b∗ values of the test set
objects as measured by the imaging system with the chosen linear LLSQ
transform and the SPM measurements, with the resulting ∆E∗ab errors in
ﬁg. 5.29. Although the variety of color of the in vivo skin measurements
5.3 Experiments and results 111
of the test set was a bit disappointing, the corresponding errors are of
the same order or lower than those of the plastic and paper patches.
This could easily have been otherwise because the actual spectra of the
skin samples may be completely diﬀerent from those of the skin colored
MBCCC patches used to calibrate the system (MBCCC skin patches
have been designed to have both spectral and colorimetric properties
that are similar to an average skin, [46]). This means that, as the
camera is not colorimetric, two skin colored objects with the same color
as perceived by a human but actually diﬀerent spectra might result in
diﬀerent tristimulus values as measured by the imaging system. This
machine-human metamerism can not be corrected, but is thus probably
not in issue for skin imaging.
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Figure 5.28: The CIE L∗a∗b∗ values of the test set of 15 plastic and paper
patches and 12 in vivo skin areas, as measured by SPM and by the imaging sys-
tem using the LLSQ linear transform ΦLLSQRGB→sRGB,3. The markers are colored
according to their position in CIE L∗a∗b∗ space, and the SPM measurements
have black circles around them while the imaging system measurements have
not.
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Figure 5.29: The ∆E∗ab errors of the test set of 15 plastic and paper patches
(bars on the left) and 12 in vivo skin areas (bars on the right) between the
SPM and the imaging system measurements using the LLSQ linear transform
ΦLLSQRGB→sRGB,3. The color of each bar corresponds to the color of the test object
it represents.
5.4 Conclusions
The calibration and operation of the dermatological imaging was thor-
oughly reviewed during the course of this chapter. Calibration involves
the determination of a number of optimal imaging system settings called
a calibration proﬁle, and this should not take more than 10 minutes.
Once determined a proﬁle remains valid for tens of hours of operation
of the imaging system. Operating the imaging system starts with a
check and adjustment of the current calibration proﬁle using a white
patch. An image of this patch will also be used to perform a shading
correction on acquired images. Images may then be acquired freely for
about 15 minutes, and are subsequently transformed to the native color
space of the imaging system, i.e. sR∗G∗B∗. This standard color space
allows meaningful exchange of images, as well as realistic viewing on
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CRT monitors without the need for conversion to another color space.
Its known relation with human vision related color spaces provides a
colorimetric framework for the development of image processing algo-
rithms, which should in turn result in wider applicability and possibility
of cross-validation of these algorithms.
Central to the discussion of this imaging system are the precision
and accuracy of colorimetric measurements performed on acquired im-
ages. The precision of the imaging system is very good, with a series
of measurements of the same color all lying within ∆E∗ab = 1.2 of the
measurement average. The average color diﬀerence of the measurements
with regard to the measurement average is much lower though, usually
less than ∆E∗ab = 0.34. The accuracy of a colorimetric measurement
compared to a SPM was determined using a set of 27 targets, including
12 in vivo skin areas. It is mainly dependent on the transform used
between the RGB source and the sRGB calibration target color space
of the imaging system. Several types of polynomial transforms were
tested, both optimized in the target color space and in the perceptually
uniform CIE L∗a∗b∗ color space. The unexpected result is that ‘simpler
is better’, with the simple linear transform optimized in the target color
space turning in a respectable average error of ∆E∗ab = 6.21, with no
error exceeding ∆E∗ab = 13.31. It has to be said that the exact impli-
cations of these errors for the diagnose of dermatological aﬄications is
unknown, and must deﬁnitvely be addressed in the future.
The work detailed in this chapter is the subject of several congress
papers and abstracts, [47, 48, 49, 50]. It is also the subject of an article
published in a international peer-reviewed journal, [51]. Furthermore,
there has been interest from a private company to incorporate some of
the technology behind our imaging system into a multi-modal dermato-
logical imaging system, and negotiations are currently underway.
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Chapter 6
The dermatological
workstation
With the imaging system operational and completely characterized we
can shift our attention to the creation of the dermatological workstation,
which hopefully turns what is still a complicated and unwieldy system
into a useful clinical tool. On a basic level this dermatological worksta-
tion adds three new components to the imaging system: a patient and
image database, an application to manage this database, and a software
‘object’ for the processing of the acquired images. In its most simple
form this object allows for image viewing and simple manipulation, e.g.
zooming, but it can readily be extended to include more complex func-
tions such as segmentation and feature extraction (see ﬁg. 6.1). The
creation of these three components involves many diﬀerent aspects from
both the technological and the scientiﬁc domain: GUI design, patient
and image database design, software design, image processing, etc. . . . .
Some of these facets turned out to be quite complex and time consuming,
and involved a very close and constant cooperation with the intended
ﬁnal users, i.e. the dermatologists. The work presented in this chapter
needs to be further reﬁned and extended to be widely applicable. This
lies outside the scope of a phd, and is consequently best left to interested
commercial third parties, if any. Instead, the work in this chapter must
be seen as a demonstration of some of the capabilities of the imaging
system, i.e. a ‘proof of concept’.
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Figure 6.1: The parts constituting the dermatological workstation.
6.1 The patient and image database
Both the patient and image database structure and GUI design of the
database application should reﬂect the work-ﬂow of a dermatologist
when performing the follow-up of patients with an increased risk of
melanoma. To this end a kind of ‘entity tree’ was constructed in coop-
eration with the dermatologists, see ﬁg. 6.2. This hierarchy of entities
shows how a patient can have several consultations. For each consulta-
tion several regions-of-interest (ROIs) can be deﬁned, and each of these
ROIS can be examined. During such a ROI examination one or more
images of that ROI can be acquired. As intended, this very ‘vertical’
model forces the user in a well-deﬁned work ﬂow, hereby reducing the
room for mistakes.
The patient and image database contains many database tables and
records which are exact representations of the entities in ﬁg. 6.2, see ﬁg.
6.3. However, for practical and eﬃciency reasons the database structure
also shows some signiﬁcant departures from the entity tree, especially
regarding the relationships between the database tables-entities. An
example of this is the tables of ROIs: it is not known beforehand dur-
ing how many consultations a ROI has to be examined, just as it is
not known how many ROIs a consultation will have. Short of having
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Patients
Patient X
Consultations
Consultation X
ROIS
ROI X
Image X
Examinations
Examination X
Referring doctors
Treating doctors
Doctor X
Doctor X
Image properties
Property X
Images
Gen. anamnestic data
Spec. anamnestic data
Figure 6.2: Overview of the entity tree on which both the database structure
and the GUI of the database application are based.
a quickly growing intermediary table in the database, the following so-
lution is used: ROI records are only linked to the record representing
the consultation during which they were created. The ROI examination
records, on the other hand, are linked to the ROI record to which they
belong and to the record representing the current consultation. Conse-
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quently, the ﬁrst link allows retrieval of information on the ROI and the
consultation during which the ROI was ﬁrst created, while the second
link provides information on the current consultation.
An attempt was made to take a lot of possibilities and contingencies
into account when creating the database structure, resulting in a very
consistent database on which retrospective studies (data mining), e.g.
for epidemiological purposes, are relatively easy to perform. Free text
ﬁelds are exceptional in the database, and almost all the ﬁeld entries,
especially medical terms, are taken from exhaustive lists in order to
avoid ambiguities.
The database has been developed in MS Access, but it should be easy
to convert to any database management system (DBMS). Fig. 6.3 shows
the tables, record ﬁelds and their relationships in the database. The ﬁeld
and table names are in Dutch, but this is not important as the ﬁgure is
purely demonstrative and we will not go into a detailed discussion of all
the tables and ﬁelds. Images are not saved in the database as so-called
‘binary large objects’ (BLOBs), instead they are given a unique ﬁlename
that is stored in the database. The image itself is saved in two special
directories, once as a full-sized image and once as a thumbnail for fast
preview.
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Figure 6.3: The tables, ﬁelds and relationships of the dermatological database. The table and ﬁeld names are in Dutch.
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6.2 The database application
The database application is developed in VB using ActiveX data objects
(ADO). This object model provides a standard interface to any data
provider that has an OLE DB driver. As such it can access not only Jet
databases (MS Access), but also e.g. several types of SQL (structured
query language) DBMS running on diﬀerent platforms. All database
queries are written using SQL.
The database application is closely modeled on the database struc-
ture of ﬁg. 6.2, which means that it has a rather ‘static’ GUI. Con-
sequently, if the database structure changes the application has to be
adapted to those changes. Note that this would indicate a fault or omis-
sion in the design phase of the database, and should therefore not occur.
In order to make the creation or modiﬁcation of data forms, i.e. win-
dows used for the manipulation of data, as easy as possible generalized
event handlers were developed. These event handlers take care of most
of the actions initiated from the data forms by the user, e.g. searching,
adding and editing of records. Certain data form controls are bound
to a database ﬁeld during the design phase, and the generalized event
handlers will then automatically handle all traﬃc between the ‘bound’
control and its database ﬁeld. This is similar in concept to the data
bound controls provided by VB, but tailored to our speciﬁc needs and
without some annoying bugs and hefty overhead. The generalized event
handlers also manage the visibility and availability of controls, e.g. but-
tons, in a data form according to the current context. The use of general
event handlers, besides resulting in increased code reusability, also en-
sures consistent operation of the data forms throughout the application.
The database application also enforces a simple security model based
on the login name of the user. Because the database contains a list of
doctors and their login names the application is able to recognize them.
Only a doctor can create a new consultation, and he or she is then
automatically added as a treating doctor to that consultation. Once
created, only a treating doctor can modify any ﬁeld from a consultation
or any object derived from an consultation, e.g. a ROI or a (ROI)
examination. If more than one doctor needs to be able to modify a
consultation, the ‘creating’ doctor can simply add a colleague to the list
of treating doctors for that consultation.
The database application does not allow the removal of records.
Moreover, modiﬁcation of records, on top of personal user permissions, is
restricted to the most recent consultation of a patient, i.e. a consultation
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remains ‘open’ as long as no new consultation is created for that patient.
This avoids illegal modiﬁcations of prior consultations, which may have
been involved in a medical decision making process. On top of that,
records are generally time stamped either explicitly using a date ﬁeld,
or implicitly by being linked to another explicitly time stamped record.
This allows the database application to report all the information con-
cerning a consultation as it was known at the time that consultation was
performed, eventually disregarding more recent information. In so doing
the exact context of a medical decision may be recreated, so that it can
be reviewed and discussed. Time stamping also allows some database
records to be ‘persistent’ , i.e. to appear linked to more records than
they actually are. An example of this are ROI records which are linked
to a certain consultation when they are created, but which are assumed
present in any consultation of later date until explicitly deactivated us-
ing a termination time stamp. This would not be possible using normal
one-to-many relations in the database without an evergrowing interme-
diary table because the number of ROIs per consultation is unknown
and variable.
The database application has a so-called ‘multiple document inter-
face’ (MDI), whereby the main application form acts as a container man-
aging a series of child forms. Some of these child forms will now be
reviewed, without going into too much detail. The application is also
able to generate printable reports in the hypertext markup language
(HTML) so they can be viewed in a web browser, or to create a MS
Word document.
6.2.1 The main database view
The main database view form is always present and provides the user
with an overview of the information of one or more patients in the
database, see ﬁg. 6.4. For this it uses a so-called ‘tree-view’ similar
to the one used in many ﬁle managers. The hierarchy of the nodes in
this tree-view is a representation of the entity tree in ﬁg. 6.2. Such a
tree-view provides a number of methods for navigation where individual
nodes are identiﬁed and can be retrieved using unique so-called ‘keys’ .
These keys play an important role because they are constructed in such
a way that from a key we can retrieve the type, e.g. a patient, patients,
a consultation, etc. . . . , as well as the ID of the corresponding record
in the database, if applicable. Context sensitive menus are available for
most nodes, allowing viewing and editing for nodes representing single
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records (singular name), e.g. a patient, an examination, etc. . . . . For
nodes representing a table (plural name), e.g. patients, examinations,
etc. . . . , these menus allow searching or the addition of a new record.
Availability of these actions is of course subject to individual user per-
missions. There are one or two types of nodes that depart from this
principle, most notably the ‘medical antecedents’ node type which uses
a spread sheet type data form that allows both viewing and editing of
individual records as well as addition of a record at the same time.
6.2.2 The data forms
In order for a data form to use the generalized event handlers to search,
modify or create database records it must contain some predeﬁned con-
trols, as well as some special routines in its associated code module.
These are supplemented at design time by the necessary data bound
controls to show some or all of the ﬁelds of a record, see ﬁg. 6.5. The
generalized event handlers are usually triggered from the data form code
module upon any user interaction resulting in a form control event, e.g.
pushing a button, changing a text ﬁeld, . . . . Before and after processing
by the general event routines control is temporarily passed back to the
form module using some predeﬁned callback methods. These callbacks
can be used to perform some special processing or control management
not foreseen in the generalized event handlers, but most of the time they
do not contain any code. Fig. 6.6 gives an overview of the operation of
the generalized event handlers. Besides some frames and labels, the pre-
deﬁned controls include buttons to change the operational mode of the
form, to end an operational mode, and to dispatch the form. The normal
passive operational mode is ‘view’, which is used to view one or more
records. The possible active operational modes are ‘search’, ‘edit’ and
‘new ’ which are used to search for a record, edit a record or add a new
record respectively. An active operational mode can only be accessed
from the passive view mode, and must be terminated properly using the
‘Ok’ or ‘Cancel ’ button before any other operation can be initiated, in-
cluding dispatching the form. Enforcement of these simple rules is done
by hiding or disabling buttons that start inappropriate actions. The
behavior of a data form, e.g. the availability of the active operational
modes, can be modiﬁed at run time when the form is created. Fig. 6.7
gives an example of the use of a data form to search a patient.
The acquisition of calibrated color images can be initiated from the
data form used to add a new ROI examination using a context sensitive
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Figure 6.4: The main database view for one patient, using a tree-view. Dif-
ferent types of nodes, corresponding with diﬀerent objects in the database,
usually have their own icon for easy overview.
menu, see ﬁg. 6.8. This instantiates a software object that represents
the imaging system and guides the user through the acquisition process
as described in the previous chapter. Upon successful completion the
acquired calibrated color image is left on the clipboard where it can be
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Other buttons may appear,
e.g. 'Select', 'Cancel', ...
End an active mode using 'Ok' or 'Cancel'
or change to an active mode (invisible)
when in view mode
Figure 6.5: Layout and use of the controls of a data form using the generalized
event handlers. Note that not all predeﬁned controls are visible, and that
button labels may change.
retrieved by the workstation application for further processing. This
processing consists of the creation of a thumbnail and the saving of the
original and thumbnail images in the proper directories using the proper
ﬁlenames.
6.2.3 The 3D localization and quick view form
There are two types of ROIs: ‘overview’ ROIs which represent a named
body part, e.g. arm, back, etc. . . . , and ‘detail’ ROIs which represents
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SetControlsAddMode(), SetControlsEditMode(),
SetControlsSearchMode(), SetControlsViewMode()
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MethodX()
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Figure 6.6: Overview of the interaction between a form and the generalized
event module.
a very small area consistent with the FOV of the calibrated color im-
ages. Consequently, calibrated color images can only be added to detail
ROIs, and not to overview ROIs which are used to link uncalibrated low
resolution imagery. All active ROIs of a patient are instantly accessible
when a new consultation is created, and their history of ‘ROI exami-
nations’ can be reviewed. If required, a new ROI examination can be
added, with or without an image. These examinations can be of 2 types
for the moment: ‘clinical’ or ‘dermatoscopic’ . This could be extended
with e.g. histological examinations in the future.
Consequently, reviewing existing ROIs and examinations, and adding
new examinations are the main tasks during a patient consultation. To
aid in this task two special forms can be permanently displayed: the 3D
localization form which displays markings corresponding to the location
of detail ROIs on a 3D puppet, and the quick view form which shows
thumbnail previews of images associated with ROI examinations, see ﬁg.
6.9. Both these forms work in unison with the main database view and
display information according to the selected node there:
A node of type ‘ROIs’ is selected The 3D localization form dis-
plays all the active ROIs of the consultation. The quick view shows
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Figure 6.7: Operation of a data form when searching for a patient. Notice
how controls that represent inappropriate actions are either disabled (grayed
out) or invisible.
the thumbnails of the most recent image of each ROI examination
type and for each active ROI;
A node of type ‘ROI’ or ‘ROI examinations’ is selected The
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Figure 6.8: Initiation of calibrated color image acquisition from the data form
used to add a new ROI examination.
3D localization form displays all the active ROIs of the con-
sultation, but the current ROI is encircled. The quick view
shows the thumbnails of the images associated with all the ROI
examinations of that ROI, see ﬁg. 6.9;
A node of type ‘ROI examination’ is selected The 3D localiza-
tion form displays all the active ROIs of the consultation, but the
current ROI is encircled. The quick view shows the thumbnails of
the images associated with all the ROI examinations of the same
type as the selected ROI examination, and belonging to that ROI.
The 3D localization form is also used when adding a new ROI during
a consultation, but in that case a top-down view of the puppet is also
displayed so that a full 3D location can be deduced. When showing 3D
locations those on the front of the puppet are in green, those on the back
are in red. The puppet can be rotated in steps of 45 degrees. Full-size
view of any image is performed by the view high-level image processing
module described in the next paragraph, and is accessed by clicking on
any thumbnail.
6.2.4 Report generation
The database application can also generate single document printable
reports of patients, see ﬁg. 6.10. At ﬁrst the idea was to provide a docu-
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Figure 6.9: Example of synchronous operation between the main database
form and both the 3D localization and the quick view form.
ment similar to the paper patient ﬁles compatible with the current ﬁling
system, and avoid loss of data if the introduction of the dermatological
workstation did not work out. With this in mind reports where gener-
ated in MS Word. However, if in the future patient information is to be
accessible from any generic workstation in the dermatology department,
the hypertext markup language (HTML) is much more interesting. Con-
sequently, the report generator software module was rewritten to create
dynamic HTML pages which could easily be published on the intranet.
In such a setup the database application would be used for imaging and
data input, while read-only access of the patient database and images
would be done through an intranet webserver and the report generator
module. New technologies like the extensible markup language (XML)
and its companions make this kind of setup more and more powerful
and easier to create.
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Figure 6.10: Part of a report of a patient created using HTML.
6.3 The view object
The view object is responsible for simple manipulation of images, e.g.
viewing and zooming, and ﬁle input and output. It is implemented as
a software class object with its own display form and menus, and must
be instantiated from other applications. It uses the Leadtools Medical
Express Imaging Toolkit1. Some of the simple functionality from the
view object and which is accessible by the user includes:
Zooming Zoom up or down whereby the zoom factor is multiplied or
divided by 2 respectively. The zoom method can also be selected:
nearest neighbor, linear or bicubic interpolation when zooming in
or nearest neighbor and averaging when zooming out. There is
also a freehand zoom.
Display of pixel values Assuming a 24-bit sR∗G∗B∗ image, the view
object can display sR∗G∗B∗,sRGB, CIE XY Z, CIE xyY and CIE
L∗a∗b∗ color triplets of an averaging window at the location of the
1LEAD Technologies, Inc., 900 Baxter Street, Charlotte, NC 28204.
130 The dermatological workstation
mouse pointer. The size of the averaging window can be set using
the ‘-’ and ‘+’ keys.
Visibility of annotations and region Annotations are graphical ob-
jects like text, rectangles, polygons, etc. . . . which are drawn in
overlay on the image. A region is made up of sets of rectangles.
Both polygonal annotations and regions can be used for image
processing.
sR∗G∗B∗ histogram Generates an histogram.
On top of these interactive functions, the view class allows both the
interactive and programmatic creation, manipulation and retrieve of an-
notations. Together with the possibility of adding entries in the ‘Action
Menu’ , called ‘action modes’ , and the propagation of events related to
the selection and ending of these action modes to the calling application,
it is easy to extend the basic functionality of the view class. This is pre-
cisely how the high-level image processing routines, e.g. segmentation
and subsequent feature extraction, will be implemented.
6.4 Image processing
When trying to extend the basic workstation applications and tools with
more sophisticated applications, e.g. to allow measurement and compar-
ison of diagnostic lesion features and even classify lesions based on these
features, image processing will play an important role. As mentioned
several times already, one of the great interests for image processing of
having images in well-deﬁned colorimetric or colorimetry related color
spaces, is the availability of color diﬀerence metrics and a wider appli-
cability of any developed image processing algorithm. This last point
is a natural consequence of the more precise knowledge of the nature of
the image data. To demonstrate the ﬁrst point we will propose a simple
semi-automatic segmentation algorithm for skin lesions based on the CIE
∆E∗ab color diﬀerence metric, and compare it with manual delineation
by dermatologists.
6.4.1 Segmentation of a skin lesion
Before any skin lesion feature extraction and classiﬁcation is possible,
the skin lesion must be separated from the rest of the image, i.e. it
must be segmented. Images of skin lesions show surprising variabil-
ity in shape and color, see ﬁg. 6.11. Together with the presence of
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hairs this makes the robust detection of a lesion border very diﬃcult
without some human intervention. Several papers have been published
on this subject, e.g. [52, 13, 53, 54, 55, 56], claiming good segmenta-
tion results. These publications present many diﬀerent methods: ra-
dial search starting from a central point, principal component transform
(PCT) followed by histogram based techniques, adaptive thresholding,
fuzzy C-means clustering, watershed segmentation followed by a region
classiﬁer, etc. . . . . Some of the presented methods also used the CIE
L∗a∗b∗ color space, but again it was unclear how proper CIE L∗a∗b∗
color triplets could be obtained if the RGB primaries of the acquisition
color space are unknown. Another potentially very interesting technique
is so-called ‘live-wire’ segmentation [57]. This reproducible interactive
technique computes locally optimal paths according to some criterion
between a start point and the current cursor position, and thus allows
segmentation in a fraction of the time needed to perform a manual seg-
mentation. Anyway, here we do not aspire to solve the segmentation
problem of skin lesions as this would be a thesis of its own right; never-
theless it is our strong belief that many of these algorithms would beneﬁt
from a more precise knowledge of the nature of the image data and the
availability of a proper color diﬀerence metric that comes with the use
of colorimetric color spaces.
The segmentation algorithm
One idea of the proposed semi-automatic segmentation method is to use
the dermatologist for what he is very good at, namely the detection
of the rough lesion border, but to relieve him of the laborious process
of determining a detailed lesion contour. Although this may introduce
some unwanted user-dependency, it is believed the beneﬁts, especially
an increased robustness versus the variety in shape and color of lesions,
will outweigh this.
The contour that will be used to segment the skin lesion from the
normal surrounding skin consists of a set of vertices spaced by a prede-
termined distance called the vertex resolution. The vertices can move
radially inward or outward based on image properties in one or more
areas around the vertex. If during such a move the distance between
two vertices becomes less than half the vertex resolution that vertex is
removed. If, on the other hand, the distance between two vertices be-
comes larger than 2 times the vertex resolution, a new vertex is inserted
in the middle, see ﬁg. 6.12. This resample scheme is based on [58].
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Figure 6.11: Some examples of skin lesions which are hard to segment, e.g.
due to the presence of hairs, a very diﬀuse border or the presence of erythema
(red irritated skin).
Vertices
Movement
Vertex
resolution
Vertex
resolution
Figure 6.12: Contour consisting of vertices, and resample scheme.
The basic premise of the algorithm is that a skin lesion is surrounded
by a band of ‘normal’ skin. To start the algorithm the user draws a rough
outer contour of the lesion, making sure the vertices mark representative
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areas of normal skin. Next, the average color is computed around each
vertex to obtain a local measure of the normal skin color. Hereafter,
the contour is resampled based on the vertex resolution. Notice that if
during resampling a vertex is added its local skin color will become the
average of the local skin colors of the two neighboring vertices. This
is opposed to ﬁrst resampling the contour and then computing the lo-
cal normal skin color, which denies the user the choice of some of the
reference areas for normal skin and poses problems, e.g. when a skin
lesion touches the border of the image. These local normal skin colors
are then used to conditionally shrink the vertices radially inwards, based
on their color diﬀerence with the current local color average. As long as
this diﬀerence is within a predeﬁned shrinking tolerance in ∆E∗ab units,
shrinking goes on, until all vertices come to a standstill. Recapitulating,
we get:
1. Draw a rough outer contour of the skin lesion, marking the repre-
sentative areas of normal skin;
2. Compute and store the average color around each vertex as a mea-
sure of the local normal skin color;
3. Resample the contour according to the vertex resolution;
4. Compute and store the color diﬀerence in ∆E∗ab units between
the average color around each vertex and the corresponding local
normal skin color;
5. Move the vertex radially inwards if the vertex color diﬀerence is
below a certain threshold called the shrinking tolerance;
6. Stop if no vertex has moved, else repeat from step 3.
The only two parameters of this algorithm are the vertex resolution
which is set to 12 pixels, and the shrinking tolerance which is set to 8
∆E∗ab units. The averaging areas around the vertices are squares the size
of the vertex resolution. More complex shapes, e.g. based on the local
shape of the contour, could easily be implemented but would conceivably
be slower.
The segmentation algorithm is implemented as an action mode in the
view class, using VB. The core routines were written in C, for obvious
speed reasons. Upon activating the segmentation action routine a CIE
L∗a∗b∗ image is computed using the displayed sR∗G∗B∗ image, which
allows fast calculation of color averages around the vertices. Again for
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speed reasons this CIE L∗a∗b∗ is subsampled, but this makes little or no
diﬀerence as long as the vertex resolution is higher than the subsample
factor, typically 2.
Testing the segmentation algorithm
As in general there is no consensus between dermatologists about a
lesion contour, i.e. there is no golden standard, testing the segmentation
algorithm is primarily concerned with its reproducibility versus that of
a manually drawn contour.
In order to test the segmentation method a test set of 30 images
of skin lesions is put to 4 dermatologists, called observers from now
on. Each image is presented twice in a random sequence, and is seg-
mented both manually and using the proposed semi-automatic segmen-
tation method. By referring to each pairing of an observer and an image
as a case, the above can be restated by saying that each case is segmented
twice for each segmentation method. This brings the total number of
segmentations to 30 ∗ 4 ∗ 2 ∗ 2 = 480. Next, two features which con-
ceivably play a role when diagnosing skin lesions are computed for each
segmentation: the area inside the contour in pixels, and the average
CIEL∗a∗b∗ value inside the contour. These features are notated respec-
tively as Aijkl and (L∗ijkl, a
∗
ijkl, b
∗
ijkl), with i the segmentation method, j
the image, k the observer and l the presentation (see also table 6.1).
What Indices
Segmentation methods i = 1(manual), 2(semi-automatic)
Images j = 1, . . . , 30
Observers k = 1, . . . , 4
Cases j = 1, . . . , 30 : k = 1, . . . , 4, total 120
Presentations l = 1, 2
Total number of i = 1, 2 : j = 1; . . . , 30 : k = 1, . . . , 4 : l = 1, 2
segmentations total 480
Table 6.1: Some numeric details about the segmentation experiment
In order to assess the reproducibility of a segmentation method i for
the contour area A and for a certain case jk, the standard deviations
sijk could be used, obtained by compairing the measurements of the area
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over its two presentations Aijk1 and Aijk2:
〈Aijk〉 =
∑2
l=1Aijkl
2
,
sijk =
√∑2
l=1(Aijkl − 〈Aijk〉)2
2
. (6.1)
However, due to the great variety in lesion areas it can be argued that
this makes comparison of the reproducibility measure between cases with
diﬀerent images impossible, and we therefore propose to divide the stan-
dard deviation by the average area to obtain a better measure of repro-
ducibility rijk for :
rijk =
sijk
〈Aijk〉 . (6.2)
Note that the sample standard deviation was divided by 2 and not by 1
as usual for an unbiased estimator for the population standard deviation.
For the average CIE L∗a∗b∗ color of a contour we propose follow-
ing formulas to obtain a measure of reproducibility of the segmentation
method i for a case jk:
(〈L∗ijk〉, 〈a∗ijk〉, 〈b∗ijk〉) =
∑2
l=1(L
∗
ijkl, a
∗
ijkl, b
∗
ijkl)
2
,
∆E∗ab,ijkl =
(
(L∗ijkl − 〈L∗ijk〉)2 + (a∗ijkl − 〈a∗ijk〉)2
+ (b∗ijkl − 〈b∗ijk〉)2
)1/2
,
〈∆E∗ab,ijk〉 =
2∑
l=1
∆E∗ab,ijkl
2
. (6.3)
Equations (6.2) and (6.3) can be used to compare the reproducibility of
both segmentation methods per case, i.e. for one observer performing
the segmentation on one image. These can then be averaged over all
cases, in other words: over the set of observers and images, in order
to remove some of the variability introduced by those two factors out-
side our experimental control. It is assumed that these reproducibility
measures are also representative for one observer segmenting and mea-
suring diﬀerent images of the same skin lesion, e.g. when performing
a lesion follow-up over time. Within this context we can speak of an
intra-observer reproducibility. In reality it will not always be the same
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person who segments and measures a skin lesion, and so we also need to
determine the total reproducibility of the manual and semi-automatic
segmentation, which includes a part due to inter-observer variations.
For this eqs. (6.2) and (6.3) need to be extended by computing the fea-
ture averages per segmentation method i, not over the two presentations
l = 1, 2 of an image j to an observer k, but over all presentations l = 1, 2
of an image j to all observers k = 1, . . . , 4:
〈Aij〉 =
∑4
k=1
∑2
l=1Aijkl
8
,
sij =
√∑4
k=1
∑2
l=1(Aijkl − 〈Aij〉)2
8
,
rij =
sij
〈Aij〉 , (6.4)
and
(〈L∗ij〉, 〈a∗ij〉, 〈b∗ij〉) =
∑4
k=1
∑2
l=1(L
∗
ijkl, a
∗
ijkl, b
∗
ijkl)
8
,
∆E∗ab,ijkl =
(
(L∗ijkl − 〈L∗ij〉)2 + (a∗ijkl − 〈a∗ij〉)2
+ (b∗ijkl − 〈b∗ij〉)2
)1/2
,
〈∆E∗ab,ij〉 =
4∑
k=1
2∑
l=1
∆E∗ab,ijkl
8
. (6.5)
Finally, the diﬃculty of the manual segmentation and the quality of
the semi-automatic contour are also both scored by the observers using
the criteria in table 6.2.
Results and discussion
Although testing the semi-automatic segmentation algorithm was pri-
marily concerned with the reproducibility of the segmentation method
versus that of a manually drawn contour, the histograms of the scored
values can be seen in ﬁg. 6.13. These are very subjective measures,
but the low number of poorly segmented images versus the number of
diﬃcult to segment images is nevertheless a clue as to the good perfor-
mance of the algorithm. See ﬁg. 6.14 and table 6.3 for some examples of
though lesions. Notice how hairs do not seem to be a problem for human
observers and result in ‘easy’ or ‘average’ diﬃculty scores, even though
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Score Diﬃculty of segmenting Quality of contour
1 very hard, bad, completely wrong
uncertain where the border is
2 hard, contains parts poor, many errors
where border is uncertain
3 average, diﬀuse but deﬁned average, some errors
4 easy, partly crisp and good, a few errors
partly diﬀuse but deﬁned
5 very easy, crisp border perfect
Table 6.2: Subjective scores for diﬃculty of segmentation and contour quality
of the result of the semi-automatic segmentation.
the semi-automatic segmentation method has quite some problems with
it and consequently gets a relatively low quality score. This is opposed
to the image in the top left of ﬁg. 6.14 where the lesion has quite dif-
fuse borders and gets a ‘hard’ diﬃculty score, while the semi-automatic
segmentation has absolutely no problem (‘good’ quality score).
Image Avg. diﬃculty Avg. quality
1=very hard 1=bad
5=very easy 5=perfect
top left 2.625 4.125
top right 4.000 3.000
bottom left 2.875 2.750
bottom right 1.625 2.875
Table 6.3: The average diﬃculty of segmentation and quality of the contour
using the semi-automatic segmentation method for the images in ﬁg. 6.14. See
table 6.2 for more info on the subjective scores.
A quick look at ﬁg. 6.15 shows us that the intra-observer repro-
ducibilities contain some outliers and are far from being normally dis-
tributed. However, with 120 cases per segmentation method and by
virtue of the central limit theorem of statistics2 we may safely state that
the average reproducibility measure over de cases for one segmentation
2Whatever the distribution from which samples are drawn, the sample mean is
normally distributed around the mean of the distribution, provided enough samples
are drawn
138 The dermatological workstation
1 2 3 4 5
0
10
20
30
40
50
60
70
80
90
100
N
um
be
r o
f i
m
ag
es
Segmentation Difficulty
Segmentation Quality   
Figure 6.13: The subjective scores of the segmentation. See table 6.2 for an
explanation of the labels.
method is normally distributed. In that case we may use a t-test to test
if the two segmentation methods have a diﬀerent mean. An alternative
which doesn’t require normality of the underlying distributions is the
non-parametric Wilcoxon matched pairs signed-ranks test [59], which is
almost as powerful as the t-test. This test relies on the ability to rank
the diﬀerences in reproducibility between the segmentation methods for
each case according to their magnitude. If the assumption that the re-
producibility measures can be compared across cases is not valid, we
must fall back on the much less powerful matched pairs sign test [59].
This test does not use the magnitude of the diﬀerences in reproducibility
between the segmentation methods for each case but instead assign a la-
bel per case according to which segmentation method has the lower (or
higher) reproducibility measure. If both segmentation methods perform
equally well both types of labels should occur about the same number of
times, i.e. the number of cases divided by 2. This test is not very power-
ful for large samples, i.e. it needs a lot of evidence before it can conclude
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Figure 6.14: Segmentation results of the though images in 6.11. The manual
contours are in red, the rough start contours for the semi-automatic segmen-
tation are in blue and the semi-automatic contours are in yellow. Notice the
problems with the dark hairs.
that both segmentation methods have diﬀerent reproducibility. Notice
that the statistical opposite of the prior conclusion is not ‘both methods
have the same reproducibility’, but rather ‘we do not have enough evi-
dence to conclude that both methods have diﬀerent reproducibility’. In
that sense statistical tests are much more conclusive when they reject
the basic hypothesis of a test, than when they do not reject it.
The results of the t-test can be found in table 6.4, and as could be
guessed from the histograms in ﬁg. 6.15, no signiﬁcant improvement was
found for the semi-automatic segmentation method.
Fig. 6.16 shows the histograms of the total reproducibilities rij and
〈∆E∗ab,ij〉. There are some indications of diﬀerences in distributions, but
the overall picture is still unclear due to the low number of samples. To
be sure we will use the weakest statistical test, the matched pairs sign
test, to demonstrate a signiﬁcant improvement for the semi-automatic
versus manual segmentation. This test poses minimal requirements on
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Feature Average reproducibility Signiﬁcant diﬀerence?
man. semi-aut. t-test, p=0.05
Area 0.26 0.25 No
Color 3.2 3.1 No
Table 6.4: Average intra-observer reproducibility for the manual and semi-
automatic segmentation per case, and statistical signiﬁcance of the t-test at
the p = 0.05 level. Results are obtained by averaging over 120 cases (30 images
and 4 observers).
the data, and its results can be seen in table 6.5. This time a statistically
signiﬁcant improvement was found for both image features, although in
absolute value the reproducibilities can hardly be called exceptional.
Feature Average Number of Signiﬁcant
reproducibility improved diﬀerence?
man. semi-aut. images sign-test, p=0.05
Area 0.42 0.34 24/30 Yes
Color 7.6 6.3 26/30 Yes
Table 6.5: Average total reproducibility for the manual and semi-automatic
segmentation per image, and statistical signiﬁcance of the matched pairs sign-
test at the p = 0.05 level. Results are obtained by averaging over 30 images.
Inspection of some of the contours, e.g. as in ﬁg. 6.14, showed that
the main problem for proper segmentation was the presence of hairs.
This could possibly be remedied by giving the user the opportunity to
interactively modify the resulting contour if deemed necessary. This was
tried, but turned out to be laborious due to the high contour resolution
which meant that many points had to be moved. A possible solution
is the use of so-called ‘rational Gaussian’ curves [60] or similar method,
which allow easy interactive repositioning of parts of contours.
The segmentation algorithm also still exhibits a reproducibility
which may be too low for practical purposes, but this could possibly
be improved by using information from the ﬁrst segmented image of a
lesion to guide segmentation of subsequent images of that same lesion.
Of course, combinations of one or more other, more complex, algorithms
also warrant future investigation, especially watersheds and clustering.
A technique that would be interesting to investigate is the combination
of a watershed segmentation followed by fuzzy clustering of the, usually
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oversegmented, regions. The resulting region borders could then be used
to restrict possible paths of a manual contour. Subsequent images of the
same lesion could then be quasi automatically segmented based on the
regions included in the original segmented lesion image. The problem
with clustering, however, is their sensitivity, e.g. to the initial clusters
centroids or to the order in which the objects are presented to the al-
gorithm. Some of these problems can be circumvented, but usually at
huge computational cost.
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Figure 6.15: Comparison of histograms of the intra-observer reproducibil-
ity measures rijk (top) and 〈∆E∗ab,ijk〉 (bottom) for the manual and semi-
automatic segmentation methods.
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Figure 6.16: Comparison of the histograms of the total reproducibility mea-
sures rij (top) and 〈∆E∗ab,ij〉 (bottom) for the manual and semi-automatic
segmentation methods.
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6.5 Discussion and conclusions
The dermatological workstation was tested in clinical practice at the
university hospital for the follow-up of patients with an increased risk
of developing melanoma. During this period about a 100 images of skin
lesions were acquired and stored in the database. Segmentation of the
images was not performed at that time, so functionality was limited to
the presentation of a consistent skin lesion history in images. Despite the
constant exchange of information and criticisms with the dermatologists
resulting in constant reﬁnement of the workstation, several problems
hampered its usefulness. Besides the odd software bug, and although
the dermatologists still have some problems in using the workstation and
ﬁnd it a bit complicated, we believe the main problems are more struc-
tural in nature. Indeed, the introduction of the workstation in a hospital
service, where until a few years ago the use of computers was marginal,
means information technology (IT) resources and knowledge are quite
restricted, although vast improvements have been made. Moreover, the
constantly high workload means there is sometimes little time to try to
improve this situation, e.g. by providing IT training for the personnel.
On top of that the hospital itself is developing a ‘hospital information
service’ (HIS), of which nobody seems to know precisely what it will or
will not provide, be it in hardware, software or information. The HIS
system is also marred by constant delays, and consequently many plans
for structural improvements emanating from the dermatology service,
e.g. computer networks, computers, training, etc. . . . , are on halt un-
til things become clearer. We can illustrate this with one of the main
complaints of the dermatologists regarding the workstation: ‘It takes
too much time to enter the patient data in the computer during a con-
sultation’. Most of this data, e.g. administrative data, could easily be
entered by the technical staﬀ during the registration of the patient at
the reception of the dermatology service, were it not for some of the
problems mentioned above. It is therefore our ﬁrm belief that if the
dermatological workstation or any similar system is to have a chance
of success in a clinical setting the technology gap with its supporting
environment must ﬁrst be reduced to a minimum. This is a major un-
dertaking which does not happen overnight, and it may therefore be
better in the near future to try to develop and validate the workstation
outside the setting of the day clinic, e.g. by using small-scale research
projects with volunteer patients.
Regarding skin lesion segmentation, we may state that some good
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results were obtained with a very simple algorithm by making use of the
colorimetric properties of the image data. The method is quick and easy
to use, but could deﬁnitely be improved. Alternatively, some existing
methods could be modiﬁed to make use of the presence of the colori-
metric image data. The resulting contours can then be used for further
image feature extraction, e.g. area, contour length, shape descriptors,
average color properties, number of colors, etc. . . . . These features
could then conceivably form the input of a classiﬁcation system, but for
this a diagnostically much wider range of skin lesion images must ﬁrst
be acquired. This will take some time hence, due to the rarity of some
types of skin lesion.
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Chapter 7
Conclusion
In the course of this ﬁnal chapter some of the main subjects and results of
the current work will be reiterated. In addition, personal contributions,
resulting scientiﬁc publications and possible future endeavors will be
highlighted.
The ﬁrst 3 chapters consisted of an introduction to this work and
some background information on the ﬁelds of dermatology and colorime-
try. They explored the motives and proposed some general goals for this
work. Most of the information in these chapters was merely a rehashed
version of information taken from several textbooks and articles, albeit
with a structure tailored to the current work.
In chapter 4, the color imaging system components were discussed, as
well as how these components cooperate and ﬁt together. Some of these
components could be used as is, others had to be modiﬁed, enhanced
or created from scratch. Although a lot of the presented technical in-
formation originated from textbooks, articles and manuals, some of it
also resulted from simple experiments. In any case we feel our main
achievement in this chapter is not of a scientiﬁc, but rather of a techno-
logical nature: the seamless integration of several hardware and software
components into a working color imaging system.
The operation and characterization of the imaging system was the
subject of chapter 5. In order to achieve this, a simple, rather empirical
model of the imaging system was proposed. Based on this model, cali-
bration and acquisition procedures were developed using a set of color
patches with known colorimetric properties. Several experiments were
carried out to determine the precision and the accuracy of colorimetric
measurements performed on images acquired with the system. Precision
or reproducibility depends mainly on the stability of the imaging system
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as a whole and could be determined using the same color patches as those
used during calibration, and was found to be quite good (〈∆E∗ab〉 = 0.34,
∆E∗ab ≤ 1.2). On the other hand, accuracy depends heavily on the trans-
form from the device-dependent RGB source color space to the device-
independent sRGB target color space, and can only be determined by
imaging a set of color patches or objects not used during calibration.
Consequently, this set of test objects, which was about half made up
of real skin samples, was used to determine the optimal transform be-
tween the source and target color space. Possible transforms included
not only polynomial transforms of diﬀerent order, but also computed in
diﬀerent ways. Indeed, besides normal linear-least-squares solutions in
the target color space, the solutions of non-linear minimization of the
average and maximal mapping error in CIEL∗a∗b∗ were also tried. As
far as we could tell, such results had not been published at the time of
the experiments. As it turns out, however, the higher-order polynomial
transforms do not result in extra accuracy, mainly due to the limited
set of color patches used for the calibration of the imaging system. This
sparse sampling of both source and target color spaces was chosen out
of practical considerations, i.e. a fast calibration process, but does not
allow accurate determination of higher-order transforms. For the simple
linear transform, the performance of the linear-least-squares solution is
about the same as for the non-linearly optimized average mapping error
transform, and consequently the linear-least-squares solution is preferred
because of its low computational cost. The accuracy corresponding with
this transform, as compared to spectrophotometric measurements, was
fair (〈∆E∗ab〉 = 6.21, ∆E∗ab ≤ 13.31). The work presented in this chap-
ter resulted in several congress papers and abstracts, [47, 48, 49, 50],
as well as in an article in a peer-reviewed international journal, [51]. It
has also raised interest from the private sector for the development of a
multi-modal dermatological workstation.
Chapter 6 was devoted to some extensions to the imaging system
which had as primary mission to turn a complex imaging system into a
useful clinical tool, i.e. a real dermatological workstation for the follow-
up of patients with an increased risk of developing melanoma. These
extensions included a patient and image database and a tool for the
manipulation and examination of the acquired calibrated images. An
attempt was also made to demonstrate the usefulness of the colorimet-
ric framework for image processing by developing a simple skin lesion
segmentation algorithm. This algorithm was thoroughly evaluated and
found to diminish inter-observer variability compared to a manual seg-
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mentation. The algorithm, which is the subject of a congress paper [61],
can and needs to be improved before its results are to be used for further
processing, e.g. for classiﬁcation and computer-aided diagnose.
Although in general the extensions of the imaging system discussed
in this chapter need a lot more development, it is important to note
that other problems need to be addressed before the workstation can
be further validated and used in the daily clinical practice. These prob-
lems are mainly structural in nature and stem from the realization that
a dermatological workstation cannot properly function alone, rather it
must integrate with existing systems and procedures in the day clinic
of the dermatology department. As most of these systems and proce-
dures need a major overhaul, this represents a unique challenge for the
future whereby the workstation and its supporting environment can ﬁ-
nally meet in a planiﬁed manner. This will not happen overnight, so
we propose that meanwhile further clinical validation and development
of the workstation should be undertaken on small-scale projects with
well-determined goals.
Finally, we note that the cooperation with other researchers in the
department of dermatology, especially in the image processing of elec-
tron microscope images and the statistical evaluation of measurements,
has resulted in co-authorship of two publications in international peer-
reviewed journals, [62, 63].
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Appendix A
Mathematical symbols
λ Wavelength.
〈〉 An average.
Q The calibration proﬁle quality factor.
Q A visual stimulus.
R,G,B The primary stimuli of the CIE RGB color space.
r(λ), g(λ), b(λ) The CIE RGB 2◦ color matching functions.
r10(λ), g10(λ), b10(λ) The CIE RGB 10◦ color matching functions.
(R,G,B) A tristimulus value in a generic RGB color space,
with red, green and blue components R, G and B
respectively.
P = R,G,B The red, green or blue component of a tristimulus
value (R,G,B).
(R∗, G∗, B∗) A color triplet in a generic gamma-corrected
R∗G∗B∗ color space with red, green and blue com-
ponents R∗, G∗ and B∗ respectively.
P ∗ = R∗, G∗, B∗ The red, green or blue component of a color triplet
(R∗, G∗, B∗).
(R,G,B) A tristimulus value in the sRGB color space, with
red, green and blue componentsR, G and B respec-
tively.
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P = R,G,B The red, green or blue component of a tristimulus
value (R,G,B).
(R∗,G∗,B∗) A tristimulus value in the gamma-corrected
sR∗G∗B∗ color space, with red, green and blue
components R∗, G∗ and B∗ respectively.
P∗ = R∗,G∗,B∗ The red, green or blue component of a tristimulus
value (R∗,G∗,B∗).
X,Y,Z The primary stimuli of the CIE XY Z color space.
x(λ), y(λ), z(λ) The CIE XY Z 2◦ color matching functions.
x10(λ), y10(λ), z10(λ) The CIE XY Z 10◦ color matching functions.
(X,Y, Z) A tristimulus value in the CIE XY Z color space,
with components X, Y and Z.
(L∗, a∗, b∗) A color triplet in the CIE L∗a∗b∗ color space, with
lightness, redness-greennes and yellowness-blueness
components L∗, a∗ and b∗ respectively.
Γ,Γ−1 The ITU-R BT.709 gamma correction function and
its inverse.
ΦC1→C2 The transform from color space C1 to color space
C2.
V camP The CCD camera output voltage for a certain pixel
and component P .
V camoffset The settable camera oﬀset voltage.
V CCDP The voltage proportional to the light incident on
an element of the CCD array of color channel P .
V CCDoffset The CCD oﬀset voltage.
gcamP The camera gain for color channel P .
ΨV0 The clipping function operating between 0 and V .
V fgP The voltage inside the frame grabber before the
ADC for color channel P .
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V fgoffset The frame grabber oﬀset voltage.
gfg The frame grabber gain.
 The integer rounding operator.
Aijkl The area of a segmented region using method i, for
measurement l, image j and observer k.
(L∗ijkl, a
∗
ijkl, b
∗
ijkl) The average CIE L
∗a∗b∗ color of a segmented re-
gion using method i, for measurement l, image j
and observer k.
rijk Area reproducibility measure for method i, image
j and observer k.
〈∆E∗ab,ijk〉 Average color reproducibility measure in ∆E∗ab
units for method i, image j and observer k.
rij Area reproducibility measure for method i, image
j.
〈∆E∗ab,ij〉 Average color reproducibility measure in ∆E∗ab
units for method i, image j.
Index
10◦ standard colorimetric ob-
server, 31
2◦ standard colorimetric ob-
server, 30, 36
RGB, 46–48, 51, 71, 72, 76, 77,
83, 90, 103, 107
R∗G∗B∗, 48, 51, 73, 85, 90, 107
sRGB, 52, 55, 62, 63, 73, 76–78,
83, 90, 103, 107, 129
sR∗G∗B∗, 55, 73, 129, 133
accuracy, 103, 106
ActiveX data objects, see ADO
ADC, 49, 60, 77
ADO, 120
analog-to-digital converter, see
ADC
basal cell carcinoma, 12
basal cell layer, 6
biconvex lens, 25
binary large object, see BLOB
BLOB, 118
C, 46, 68, 133
calibration proﬁle, 84, 92, 106
CAV, 62, 67
CCD, 56, 92
array, 57, 58, 77, 96
blooming, 59
camera, 56, 60, 76
3 CCD, 58, 62
automatic electronic shut-
ter, 62
automatic level control,
62
automatic white balance,
60, 62
black level, 62
color, 57
color ﬁlter array, 57
color gain, 62, 77, 93
electronic gain, 62
manual white balance, 62
matrixing, 60
oﬀset, 62, 77, 86
dark current, 59, 77
interline array, 57, 62
oﬀset, 77, 86
smear, 57
charge coupled device, see CCD
chromatic adaptation, 41, 60
chromaticity coordinates, 36, 37
chromaticity diagram, 38, 46
chrominance, 61
CIE, 24, 28, 35, 71
CIE ∆E∗ab, 41, 75, 83, 84, 104,
108, 110, 113
CIE ∆E∗ab, 130, 133
CIE L∗a∗b∗, 40, 41, 49, 73, 81,
82, 85, 104, 107, 110,
129, 134
CIE L∗u∗v∗, 40
CIE RGB, 35, 37, 46
CIE xyY , 129
CIEXY Z, 35, 40, 52, 72, 73, 78,
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82, 90, 92, 129
clinical ABCD rule, 13
clinical image, 101, 102
collagen, 8
color, 21
additive reproduction, 46
deﬁnition, 21
subtractive reproduction,
46
color channel, 62, 83
color vision, 27
opponent-colors theory, 27
trichromatic theory, 27
zone theory, 28, 41
color-matching experiments, 28,
30, 37
color-matching functions, 30,
31, 35, 42
colorimeter, 42
colorimetric, 145
colorimetric camera, 78
colorimetry, 22, 26, 71, 130
deﬁnition, 24
Commision International de
l’Eclairage, see CIE
component analog video, see
CAV
composite video, 61, 62, 67
cones, 26
cornea, 25
corneocytes, 7
CRT, 46–48, 61
DAC, 47, 60
database management system,
see DBMS
DBMS, 118
densitometry, 22
dermatology, 5, 21, 71
dermatoscope, 13
dermatoscopic ABCD rule, 13,
14
asymmetry, 14, 15
border, 14, 15
colors, 14, 16
diﬀerent structures, 14, 16
FDS, 13, 14
dermatoscopic image, 14, 101,
102
dermis, 6, 8
DICOM, 18
digital-to-analog converters, see
DAC
display gamma, 47
dynamic range, 90
ELM, 13
epidermis, 6, 8, 9, 12
epiluminiscence microscopy, see
ELM
eumelanin, 7
extensible markup language, see
XML
eye, 25
ﬁbroblasts, 8
ﬁeld of view, see FOV
FOV, 63, 83, 84, 92, 100, 125
fovea, 25
frame grabber, 56, 67, 68, 77, 87
brightness, 67
contrast, 67
gain, 67, 77, 93
oﬀset, 67, 77
gamma correction, 48–51, 55,
60–64, 77, 90
gamut, 37, 73, 107
granular cell layer, 6
graphical user interface, see GUI
GUI, 46, 115
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HDTV, 52
high-deﬁnition television, see
HDTV
HL-7, 18
horny layer, 6, 13
HTML, 121
human visual system, see HVS
HVS, 22, 27, 30, 37, 58, 78, 107
hypertext markup language, see
HTML
illuminant, 24, 42
CCT, 24
CIE A, 24
CIE C, 24
CIE D50, 24
CIE D65, 24, 63
CIE F, 24
radiant spectral power dis-
tribution, 24
image processing
classiﬁcation, 19, 130
feature extraction, 130
segmentation, 18, 130, 131
fuzzy C-means clustering,
131
live-wire, 131
radial search, 131
semi-automatic, see
semi-automatic seg-
mentation
watershed, 131
IT8.7/2 chart, 78
JND, 38, 41
just noticeable color diﬀerence,
see JND
keratinocytes, 6, 12
keratins, 7
LCD, 46
light source, 42
black body radiator, 24
CCT, 24, 63
color temperature, 24
radiant spectral power dis-
tribution, 24, 25
lightness, 41
linear least-squares, see LLSQ
LLSQ, 81, 108–110
lookup table, see LUT
luminance, 33, 35, 47, 61, 83, 85,
88
LUT, 80, 83, 90
lymphocytes, 8
MacAdam ellipses, 39
MacBeth color checker chart, see
MBCCC
macrophages, 8
matched pairs sign test, 138
MBCCC, 78, 81–85, 92, 93, 96,
104, 108
MDI, 121
melanin, 7
melanocytes, 7, 9
melanoma, 5, 9, 11, 12
acral lentiginous, 9
Breslow thickness, 11
incidence, 10
lentigo maligna, 9
mortality, 10
nodular, 9
precursor lesion, 11
primary prevention, 10, 12
prognosis, 10
risk factors, 12
secondary prevention, 12
superﬁcial spreading, 9
melanosomes, 7
metal-oxide-semiconductor, see
MOS
INDEX 157
metamerism, 24, 29, 78
Microsoft Visual Basic, see VB
mole, 8
MOS, 56
MS Access, 118
MS Word, 121
multi-spectral imaging, 23
multiple document interface, see
MDI
naevus, 8
atypical, 8, 11, 102
blue, 8
compound, 8, 12
congenital, 8, 11
dysplastic, 8
halo, 8
intradermal, 8
junctional, 8, 101
melanocytic, 8, 12
Spitz, 8
Nelder-Mead simplex algorithm,
83
neural networks, 80
non-linear minimization, 83, 108
NTSC, 47, 55, 61, 67
output rendering, 73
PAL, 47, 61, 62, 67
papillary dermis, 8
patient and image database, 116
data mining, 118
entity tree, 116
structure, 116
patient and image database ap-
plication, 120
3D localization form, 125
data form, 120, 122
callbacks, 122
data bound controls, 120
generalized event han-
dlers, 120, 122
operational mode, 122
predeﬁned controls, 122
explicit timestamping, 121
GUI, 116, 120
implicit timestamping, 121
main view, 121
quick view form, 125
report generation, 121, 127
security model, 120
view object, 129
action modes, 130
PC, 45
personal computer, see PC
phaemelanin, 7
photometry, 32
photopic vision, 26
polynomial regression, 80
polynomial transform, 80, 107,
113
precision, 103
long-term, 104, 105
medium-term, 104, 105
short-term, 103, 104
prickle cell layer, 6
purple line, 37
quantization, 49, 51, 52
radiometry, 22, 23
region-of-interest, see ROI
reticular dermis, 8
retina, 25
RGB, 62
rods, 26
ROI, 116, 117, 124
scotopic vision, 26
SECAM, 47, 61
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semi-automatic segmentation,
136
algorithm, 132
contour quality, 137
diﬃculty, 137
local skin color, 133
reproducibility, 134, 135
inter-observer, 136
intra-observer, 135, 137
resample scheme, 132
user-dependency, 131
vertex resolution, 131
vertices, 131
shading correction, 92, 96
singular-value decomposition,
see SVD
skin surface microscopy, 13
spatial resolution, 63, 100
spectral irradiance, 22
spectral radiance, 22
spectral reﬂectance, 25, 42
spectral sensitivity, 22, 35, 42,
72, 78, 92
spectral transmittance, 25
spectrophotometer, see SPM, 19
spectroradiometer, 42
SPM, 18, 42, 78, 81, 82, 84, 107,
110
SQL, 120
squamous cell carcinoma, 12
stratum basale, see basal cell
layer
stratum corneum, see horny
layer
stratum granulosum, see granu-
lar cell layer
stratum spinosum, see prickle
cell layer
structured query language, see
SQL
subcutis, 6, 8
SVD, 81
t-test, 138
TFT, 46
trichromatic principle, 28, 29, 57
tristimulus value
deﬁnition, 29
spectral, 30
UV, 7
VB, 45, 46, 63, 68, 120, 133
video encoding, 51
visible spectrum, 21
visual cortex, 26
visual stimulus, 25
colorimetric equality, 29
deﬁnition, 21
imaginary primary, 36, 37
monochromatic, 29, 30, 32,
37
primary, 28, 30, 32, 35, 38,
46–48, 52, 78
radiant spectral power dis-
tribution, 25
radiometric equality, 29
spectral power distribution,
34
von Kries, 41
white point, 47, 52, 63
Wilcoxon matched pairs signed-
ranks test, 138
XML, 128
Part II
Dutch Summary

Hoofdstuk 1
Inleiding
Traditionele fotograﬁe wordt waarschijnlijk reeds sinds zijn uitvinding
in de medische wereld gebruikt, meestal in een documenterende rol (in
tegenstelling tot het gebruik ervan bij het stellen van een diagnose). Dit
komt omdat het behalve enkele eenvoudige geometrische eigenschappen
moeilijk is om metingen te verrichten op foto’s. Kleur is een voorbeeld
van zo’n moeilijk te meten eigenschap die belangrijke diagnostische infor-
matie kan bevatten, zeker in het geval van foto’s van de huid. Belangrijke
obstakels voor het gebruik van kleurgegevens voor diagnostische toepas-
singen zijn het gebrek aan reproduceerbaarheid en nauwkeurigheid van
de huidige kleurenbeeldvormingssystemen. Het hoofddoel van dit werk
is dan ook de ontwikkeling van een dergelijk beeldvormingssysteem.
De medische context van dit werk, i.e. dermatologie, wordt nader
toegelicht in het begin van hoofdstuk 2. Dit wordt gevolgd door de moti-
vaties voor het dermatologisch werkstation, alsook enkele algemene doel-
stellingen bij de ontwikkeling ervan. Tijdens dit proces zullen concepten
uit de colorimetrie een belangrijke rol spelen, en deze zullen uitgebreid
aan bod komen in hoofdstuk 3. De discussie van alle componenten van
het beeldvormingssysteem en hoe ze samenwerken vormt de hoofdmoot
van hoofdstuk 4. Hoofdstuk 5 handelt over de werking en de bediening
van het beeldvormingssysteem. Dit omvat zowel de kalibratie als de
opname van beelden met het toestel, en wordt gevolgd door een bespre-
king van verscheidene experimenten om de nauwkeurigheid en de repro-
duceerbaarheid van de beeldopname te bepalen en te optimaliseren. De
uitbreiding van het beeldvormingssysteem tot een praktisch en gebruiks-
vriendelijk dermatologisch werkstation wordt beschreven in hoofdstuk 6.
Dit omvat een beeldendatabank, een databanktoepassing en de moge-
lijkheid om opgenomen beelden te bekijken en op te meten. Het nut van
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een meer ‘colorimetrische’ aanpak voor beeldverwerking wordt uitgetest
aan de hand van een eenvoudig algoritme voor de aﬂijning van huidlet-
sels. We sluiten af met hoofdstuk 7, waarin de belangrijkste conclusies
nog eens worden overlopen, alsook de persoonlijke contributies en de
publicaties die uit dit werk voortvloeiden.
Hoofdstuk 2
Context en doelstellingen
In dit hoofdstuk wordt de medische context van dit werk ge¨ıntroduceerd,
nl. dermatologie. De mogelijke voordelen die digitale beeldopname en -
verwerking in de bestrijding van huidkanker kan hebben zullen opgesomd
worden. Uiteindelijk zal dit leiden tot een aantal algemene doelstellingen
voor de ontwikkeling van het dermatologisch werkstation.
2.1 Dermatologie
Dermatologie is de tak van de geneeskunde die zich toelegt op de huid.
Hoewel digitale beeldopname en -verwerking hier van algemeen nut kun-
nen zijn, zullen we ons toespitsen op het verbeteren van de vroegtijdige
detectie van melanoom, een dodelijke vorm van huidkanker.
2.1.1 De huid
De huid heeft als hoofdfunctie de bescherming van het lichaam tegen
externe factoren, en bestaat uit verscheidene lagen: de epidermis, de
dermis en de subcutis.
De epidermis is de buitenste huidlaag, en is meestal ongeveer 100 µm
dik. Ze bestaat uit 4 sublagen die de verschillende stadia van rijping
van de keratinocyt, het meest voorkomende celtype in deze huidlaag,
voorstellen. Een ander belangrijk celtype is de melanocyt die verant-
woordelijk is voor de productie van melanine, een pigment dat de huid
zijn kleur geeft en in staat is een deel van het schadelijk ultraviolet (UV)
licht te absorberen.
De dermis bestaat hoofdzakelijk uit bindweefsel en is meestal 600 µm
tot 3 mm dik. Verder bevat het nog enkele structuren zoals zweetklieren,
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haarfollikels en bloedvaten. De subcutis bestaat uit los bindweefsel en
vet, en kan tot 3 cm dik zijn.
2.1.2 Melanocytische naevi
Een naevus is een goedaardige proliferatie van e´e´n of meer celtypes
van de huid. Meer speciﬁek spreekt men van een melanocytaire nae-
vus (MN) indien het gaat om een proliferatie van cellen afgeleid van de
melanocyten. Dit type naevus kan bij geboorte aanwezig zijn (congeni-
tale naevus), maar ontwikkelt zich meestal gedurende de kindertijd en
de puberteit. Er bestaan verscheidene types, en hiervan is de atypische
of dysplastische naevus voor ons het meest relevant omdat die, net zoals
sommige congenitale naevi, een verhoogd risico hebben om te verande-
ren in een kwaadaardig letsel. Met andere woorden: dit type naevi kan
een precursor letsel voor een melanoom zijn. De aanwezigheid van deze
naevi brengt ook een verhoogd risico voor de ontwikkeling van een mela-
noom elders op de huid met zich mee. Normaal gezien is het niet nodig
een MN weg te nemen, behalve als er verhoogd risico op een kwaadaar-
dige verandering is. Daarenboven is de diﬀerentieeldiagnose tussen een
MN en de vroege stadia van een melanoom niet altijd gemakkelijk.
2.1.3 Melanomen
Een melanoom is een kwaadaardige tumor van de huid, meer precies
van de melanocyten. Het is de dodelijkste vorm van huidkanker, en er
bestaat een verband tussen zijn ontstaan en blootstelling aan zonlicht
(UV licht).
Hoe ontwikkelt een melanoom zich?
Een groot deel van de melanomen blijft maanden tot jaren in een goed-
aardig stadium, ‘radiale groeifase’ genaamd. Tijdens deze fase blijft de
tumor binnen de epidermis gelocaliseerd zodat hij meestal door excisie
kan verwijderd worden. Hierna komt de tumor in de zogenaamde ‘verti-
cale groeifase’, waarbij ook de dermis betrokken is. In dit stadium kan
de tumor ook metastaseren en tot secundaire tumoren in andere organen
leiden.
Toenemende incidentie
De incidentie van melanomen is wereldwijd in blanke bevolkingsgroepen
de laatste tientallen jaren sterk gestegen. Zo is in de V.S. het risico om
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tijdens het leven een melanoom te ontwikkelen gestegen van 1/1500 in
1935 tot 1/87 in 1996. Melanoom stelt wereldwijd ongeveer 1.2 procent
van alle kankers voor, met 70000 nieuwe gevallen per jaar. De mortaliteit
tengevolge van melanoom kent een analoge, zij het minder uitgesproken,
trend.
Vroegtijdige diagnose is belangrijk
Doordat de mortaliteit minder sterk is gestegen dan de incidentie is
het duidelijk dat de mortaliteit per incidentiegeval gedaald is. Daar de
behandeling van melanoom weinig of niet is veranderd over de jaren,
moeten dus andere factoren een rol spelen. Het feit dat de gemiddelde
dikte van de tumoren met de jaren gedaald is, samen met de gekende
correlatie tussen de tumordikte en de overlevingskansen of prognose (zie
tabel 2.1), leidt ons tot de conclusie dat vroegtijdige detectie heel be-
langrijk is in de strijd tegen melanoom.
Breslow dikte Overlevingskans op 5 jaar in %
≤ 0.76 mm 98
0.76 - 1.69 mm 86
1.70 - 3.60 mm 69
≥ 3.60 mm 33
Tabel 2.1: Prognose over 5 jaar in functie van de zogenaamde ‘Breslow dikte’.
Doordat de helft van de melanomen ontstaat in een precursor letsel,
en er verder ook nog een aantal andere risicofactoren voor de ontwik-
keling van een melanoom elders op de huid bekend zijn (zie tabel 2.2),
is het mogelijk om patie¨nten te herkennen met een verhoogd risico voor
melanoom. Het is duidelijk dat het uiterst belangrijk is deze patie¨nten
nauwkeurig op te volgen, zowel wat betreft primaire preventie, b.v. raad-
gevingen over blootstelling aan de zon, als secundaire preventie, i.e. de
vroegtijdige detectie van melanomen door periodieke screening.
2.1.4 Bestaande diagnostische hulpmiddelen
Zoals reeds vermeld is de levensbelangrijke diﬀerentieeldiagnose tussen
MN en melanoom, vooral in een vroeg stadium, niet altijd gemakkelijk.
Correcte diagnose vergt veel ervaring en daartoe is de klinische ABCD-
regel ingevoerd [4]. Deze regel stelt dat een letsel verdacht is als het
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Risicofactor Relatief risico
Atypische naevi met familiegeschiedenis van me-
lanomen
100 - 400
Meerdere (≥ 100) melanocytische naevi 30
Congenitale naevus (≥ 1.5 cm diameter) 20
Vroeger melanoom 9
Rood haar en blauwe ogen, bruint bijna niet en
verbrandt
2
Tabel 2.2: De belangrijkste risicofactoren voor de ontwikkeling van een me-
lanoom.
asymmetrisch van vorm is, een onregelmatige rand heeft (‘border’), ver-
schillende kleuren heeft (‘color’) of een diameter van meer dan 6 mm
heeft.
De nauwkeurigheid van deze klinische ABCD-regel is echter eerder
beperkt, [5, 6], en om dit te verhelpen werd de dermatoscoop en later de
dermatoscopische ABCD-regel uitgevonden [7]. De dermatoscoop is een
klein toestelletje dat de arts in staat stelt de huid onder een vergroting
van 10 maal te bekijken. Het maakt gebruik van een glasplaatje dat
tegen de huid wordt gedrukt. Het glasplaatje werd hiervoor bevochtigd
met olie of water, wat als doel heeft de hoornlaag van de huid lichtjes
doorzichtig te maken en onderliggende structuren zichtbaar te maken.
De dermatoscopische ABCD-regel is kwantitatief, in zoverre dat nu sco-
res voor het al dan niet aanwezig zijn van bepaalde kenmerken worden
toegekend. Van deze scores wordt een gewogen som gemaakt om tot de
zogenaamde ‘ﬁnal dermatoscopic score’ te komen.
Het consistent toepassen van deze dermatoscopische ABCD-regel is
echter niet gemakkelijk en vergt herhaaldelijke opleidingen voor artsen
en dermatologen die niet dagelijks met gepigmenteerde letsels in aanra-
king komen. De regel houdt ook geen rekening met de veranderingen in
de tijd van kenmerken, nochtans een mogelijke aanduiding van kwaad-
aardige veranderingen in een letsel. Dit betekent dat de dermatosco-
pische ABCD-regel bij de opvolging van patie¨nten met verhoogd risico
telkens opnieuw wordt toegepast, zonder veel rekening te houden met
vorige resultaten. Meestal wordt ook een foto genomen voor latere kwa-
litatieve vergelijking. Zo is er een studie [10] die concludeert dat beelden
de beste methode zijn om veranderingen op lange termijn te detecteren.
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2.2 Beeldvorming in dermatologie
Het is nu duidelijk dat visuele informatie van primordiaal belang is in
de dermatologie. Het is bijgevolg niet verbazend dat beelden reeds jaren
intensief gebruikt worden in dit domein, meestal opgenomen met behulp
van traditionele fotograﬁe. Digitale beeldvorming werd voor het eerst
in 1990 [11] geprobeerd, en heeft veel potentie¨le voordelen ten opzichte
van traditionele fotograﬁe.
2.2.1 Traditionele fotograﬁe
Tot ongeveer 10 jaar terug werd beeldvorming in de dermatologie uitslui-
tend uitgevoerd met traditionele fotograﬁe, meestal diapositieven. Deze
werden hoofdzakelijk gebruikt voor kwalitatieve vergelijking tijdens de
opvolging van een letsel, en als visuele documentatie bij de historiek van
een patie¨nt. Door de beperkingen van traditionele fotograﬁe, hoofdza-
kelijk variaties in ﬁlm, ontwikkeling en belichting, was het moeilijk om
op de opgenomen beelden reproduceerbare metingen te verrichten bui-
ten enkele eenvoudige geometrische eigenschappen zoals afmetingen of
oppervlakten. Digitalisatie van foto’s of diapositieven, [12, 13], laat toe
om complexere eigenschappen op te meten, maar verandert niets aan de
reproduceerbaarheidsproblemen van traditionele fotograﬁe.
2.2.2 Digitale beeldvorming
De mogelijkheden en het gebruik van digitale beeldvorming in de der-
matologie is reeds verscheidene malen onderzocht sinds 1990, [11, 14, 15,
16, 17], en de laatste jaren zijn zelfs enkele commercie¨le toestellen op de
markt verschenen. Al deze systemen betekenen een grote vooruitgang
t.o.v. traditionele fotograﬁe op de meeste domeinen, behalve misschien
wat betreft beeldresolutie.
Het probleem met al deze systemen is hun gebrek aan standaardi-
satie wat betreft kleur. Hoewel sommige van deze systemen heel waar-
schijnlijk ook e´e´n of andere vorm van kleurenkalibratie gebruiken, is
geen enkele van deze systemen in staat om kleur nauwkeurig te me-
ten (nauwkeurig is hier strikt genomen, d.w.z. met betrekking tot de-
zelfde metingen verricht met een standaard meettoestel zoals b.v. een
spectrofotometer (SPM)). Alhoewel dit niet uitsluit dat de verrichtte
kleurmetingen precies, i.e. reproduceerbaar, zijn beperkt dit toch sterk
het nut van een dergelijk systeem. Zo is het b.v. onmogelijk om op
een zinvolle manier beelden uit te wisselen omdat er geen referentieka-
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der is voor de kleuren in de uitgewisselde beelden. Verder zullen alle
beeldverwerkingsalgoritmes, b.v. voor segmentatie, parameterextractie
en classiﬁcatie, uitsluitend werken op het systeem waarvoor ze ontwik-
keld zijn. Het zal bijgevolg heel moeilijk zijn ze aan te passen voor
andere systemen en ze aldus te valideren en te verspreiden. Een ander
voordeel van het gebruik van colorimetrie en kleurstandaardisatie is de
mogelijkheid om beeldverwerking te baseren op eigenschappen van men-
selijke kleurenvisie, voornamelijk een perceptuele kleurverschilmetriek.
Het moet gezegd worden dat [15, 17] gebruik maken van zo’n metriek,
maar voor zover we kunnen opmaken was dit gebaseerd op een generieke
RGB naar CIE L∗a∗b∗ transformatie. Het is echter heel onwaarschijnlijk
dat de eigenschappen van de RGB bronkleurenruimte van een beeld-
vormingssysteem overeenstemmen met deze waarvoor bovenvernoemde
transformatie bestemd was. Theoretisch zou dus eerst een transforma-
tie moeten uitgevoerd worden van de RGB bronkleurenruimte naar de
RGB ruimte waarop de generieke RGB naar CIE L∗a∗b∗ transformatie
van toepassing is, maar dit is nergens vermeld.
2.3 Algemene doelstellingen
Aan de hand van vorige paragrafen is het nu reeds mogelijk enkele
algemene doelstellingen voor de ontwikkeling van het dermatologisch
werkstation te formuleren. Dit werkstation zal niet alleen een beeldvor-
mingssysteem omvatten, maar ook toepassingen en databanken om de
opgenomen beelden te beheren en te verwerken.
• Hoge kwaliteit van de opgenomen beelden: hoge resolutie en ont-
breken van artefacten, ruis, geometrische vervormingen, etc. . . . .
• Goede reproduceerbaarheid (precisie) van de beeldopname zodat
beelden kunnen vergeleken worden, zowel kwalitatief, i.e. visueel,
als kwantitatief, i.e. door opgemeten beeldeigenschappen.
• Gebruik van een gestandaardiseerde kleurenbeschrijving verbon-
den met colorimetrie. Dit laat toe om de nauwkeurigheid van
kleurmetingen verricht op beelden te bepalen. Dit laat ook realis-
tische weergave op een monitor en zinvolle uitwisseling van beelden
toe.
• Mogelijkheid om zowel klinische als dermatoscopische beelden op
te nemen.
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• Gebruiksvriendelijk beheer van beelden en patie¨ntgegevens, aan-
gepast aan de noden van de dienst dermatologie.
• Mogelijkheid om diagnostisch relevante gegevens uit de beelden te
extraheren. Indien genoeg diversiteit aan huidletsels is verzameld
kunnen pogingen worden ondernomen voor de classiﬁcatie ervan.
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Hoofdstuk 3
Kleur
Zoals reeds vermeld zijn de visuele aspecten van de huid heel belangrijk
in dermatologie. Bijgevolg dienen deze gegevens met de grootste zorg
behandeld te worden, zowel tijdens de opname als bij de verwerking en
opslag ervan. De onderwerpen in dit hoofdstuk zullen ons daarbij helpen.
Voor een meer gedetailleerde behandeling van deze onderwerpen wordt
de lezer verwezen naar [19, 20, 21, 22, 23].
3.1 Enkele deﬁnities
We deﬁnie¨ren volgende twee belangrijke termen:
Visuele stimulus ‘Een visuele stimulus is zichtbaar licht dat net gaat
gemeten worden of net het oog van een waarnemer gaat bereiken.’
Kleur ‘Kleur is de interpretatie van het menselijk visueel systeem, i.e.
de ogen, optische zenuw en hersenen, van een visuele stimulus.
Dit betekent dat kleur altijd een ree¨le of gesimuleerde menselijke
waarnemer impliceert.’
3.2 Visuele stimuli
Een visuele stimulus, in de grond niets dan elektromagnetische energie
in het zichtbaar spectrum, kan volledig beschreven worden m.b.v. radi-
ometrische grootheden zoals b.v. spectrale radiantie. Deze grootheden
vormen een zeer volledige beschrijving van het fysisch fenomeen, maar
zijn niet gemakkelijk op te meten en resulteren in massa’s gegevens die
niet direct interpreteerbaar zijn.
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Een compactere voorstelling van visuele stimuli kan bekomen worden
met meettoestellen uitgerust met een aantal breedbandsensoren. Elke
sensor integreert dan het spectrum van de visuele stimulus aan de hand
van zijn spectrale gevoeligheid tot e´e´n respons. Indien de spectrale ge-
voeligheden van de sensoren niets te maken hebben met het menselijk
visueel systeem spreekt men van densitometrie, en de bekomen respon-
sen zijn dan moeilijk te correleren met kleur zoals gedeﬁnieerd in 3.1.
Als de sensoren echter wel spectrale gevoeligheden hebben die afgeleid
zijn van eigenschappen van het menselijk visueel systeem spreekt men
van een colorimetrische meting en zijn de resulterende metingen te cor-
releren met kleur en kleurverschil zoals waargenomen door een mens.
3.3 Colorimetrie
We vestigen nu onze aandacht op colorimetrie als de meest geschikte
aanpak voor het beeldvormingssysteem. De meeste concepten en termen
die in dit hoofdstuk uitgewerkt worden zijn afkomstig uit het werk van
de ‘Commision International de l’Eclairage’ (CIE).
3.3.1 Deﬁnitie
Colorimetrie is het vakdomein dat poogt kleur en kleurverschillen nume-
riek te beschrijven, met als randvoorwaarde dat deze beschrijving een
continue functie is van de radiometrische eigenschappen van de bestu-
deerde visuele stimulus.
3.3.2 Opwekken van visuele stimuli
Het opwekken van visuele stimuli begint met een lichtbron, die door
haar spectraal vermogen kan beschreven worden. Door dit spectrum te
vergelijken met dat van een zwarte straler, en gebruik makend van de
wet van Planck kan men deze spectrale distributie karakteriseren door
een temperatuur, de kleurtemperatuur genaamd. Indien het spectrum
teveel afwijkt van dat van een zwarte straler kan men er toch een kleur-
temperatuur aan toekennen, nl. dat van een zwarte straler die dezelfde
kleurindruk geeft voor een waarnemer. In dit geval spreekt men van
gecorreleerde kleurtemperatuur (CCT voor ‘correlated color tempera-
ture’). Merk op dat dit impliceert dat twee verschillende spectra tot
dezelfde kleur kunnen aanleiding geven!
Een illuminant is een abstractie van een typische lichtbron, en is
gedeﬁnieerd door een spectraal vermogen. Voor ons is vooral de CIE
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D65 illuminant, een daglichtsimulatie met een CCT van 6504 K, van
belang.
Het licht van een lichtbron wordt in ons geval meestal gereﬂecteerd
door een voorwerp, v.b. de huid, voor het naar het oog van de waarnemer
of een meettoestel gaat. Het spectrum van dat licht, de visuele stimulus,
is dan eenvoudigweg het product van het spectraal vermogen van de
lichtbron met de spectrale reﬂectantie van dat voorwerp.
3.3.3 ‘Color-matching’ experimenten
Het trichromatisch principe stelt dat bijna alle kleuren kunnen nage-
bootst worden door een combinatie van drie geschikte vaste kleuren,
primaire stimuli genaamd. Dit vormde de basis van de ‘color-matching’
experimenten uitgevoerd door de CIE in 1931, en daaruit voortvloeiend
de CIE colorimetrie. Hierin moest een waarnemer een onbekende visuele
stimulus nabootsen door de intensiteiten van drie primaire stimuli aan
te passen (zie ﬁg. 3.1). Deze primaire stimuli waren rode, groene en
blauwe monochromatische visuele stimuli, vandaar de naam RGB.
Primaire stimuliOnbekende stimulus
Waarnemer
Gezichtsveld
Figuur 3.1: Opstelling van de ‘color-matching’ experimenten waarin een waar-
nemer een onbekende visuele stimulus moet nabootsen door de intensiteiten van
drie primaire stimuli aan te passen.
Dit experiment kan beschreven worden door:
Q ≡ RQR+GQG+BQB, (3.1)
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met Q een visuele stimulus, en R, G en B de vaste primaire stimuli.
(RQ, GQ, BQ) is de tristimuluswaarde van Q. Het ≡ symbool wordt ge-
bruikt om aan te duiden dat de gelijkheid niet fysisch of radiometrisch is,
maar perceptueel of colorimetrisch. Bovenstaande vergelijking is niet erg
praktisch daar ze inhoudt dat voor elke onbekende kleur een experiment
moet opgezet worden. Bijgevolg werd gepoogd alle eigenschappen van
het menselijk visueel systeem te bevatten in een compacte representatie
door ‘color-matching’ experimenten uit te voeren voor monochromati-
sche stimuli over het gehele visuele spectrum:
Eλ ≡ RλR+GλG+BλB, met λ ∈ [360nm− 830nm], (3.2)
met Eλ een monochromatische visuele stimulus met golﬂengte λ en e´e´n
eenheid vermogen. (Rλ, Gλ, Bλ) worden spectrale tristimuluswaarden
genoemd. Deze operatie werd uitgemiddeld over verscheidene waarne-
mers om tot de r(λ), g(λ) en b(λ) ‘color-matching’ functies te komen
voor een gezichtsveld van 2 graden, zie ﬁg. 3.2
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Figuur 3.2: De r(λ), g(λ) en b(λ) ‘color-matching functions’ en de golﬂengtes
λR, λG en λB van de overeenkomstige primaire stimuli.
Een visuele stimulus Q met als spectraal vermogen Q(λ) kan
ge¨ınterpreteerd worden als een som van monochromatische stimuli:
Q =
∫
Q(λ)E(λ)dλ. (3.3)
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Vervangen we deze monochromatische stimuli door hun tristimuluswaar-
den volgens vgl. (3.2), dan krijgen we volgende perceptuele gelijkheid:
Q ≡
∫
Q(λ)(r(λ)R+ g(λ)G+ b(λ)B)dλ. (3.4)
Door deze formule te vergelijken met (3.1) verkrijgen we een nuttige
uitdrukking voor de CIE RGB tristimuluswaarden van Q:
RQ =
∫
Q(λ)r(λ)dλ,
GQ =
∫
Q(λ)g(λ)dλ,
BQ =
∫
Q(λ)b(λ)dλ. (3.5)
3.3.4 De CIE XYZ tristimulusruimte
De bepaling van tristimuluswaarden met behulp van vgl. (3.5) was prak-
tisch moeilijk in 1931 door het negatieve gedeelte in de functie r(λ).
Bijgevolg werd een nieuwe tristimulusruimte, CIE XY Z genaamd, af-
geleid van de bestaande CIE RGB ruimte zodat de overeenkomstige
x(λ), y(λ) en z(λ) ‘color-matching’ functies overal positief zijn. Deze
ruimte is opgespannen door 3 nieuwe primaire stimuli X, Y en Z. Deze
stimuli zijn niet fysisch realiserbaar, men spreekt van virtuele primaire
stimuli. Doordat vgl. (3.1) ook geldt voor primaire stimuli en stimuli
additief zijn is het duidelijk dat de nieuwe XY Z tristimuluswaarden
(XQ, YQ, ZQ) van een visuele stimulus Q verbonden zijn met zijn RGB
tristimuluswaarden (RQ, GQ, BQ) door een lineaire transformatie. De
resulterende x(λ), y(λ) en z(λ) ‘color-matching’ functies zijn te zien in
ﬁg. 3.3.
De (XQ, YQ, ZQ) tristimuluswaarden van een visuele stimulusQ kun-
nen dus neergeschreven worden als:
XQ =k
∫
Q(λ)x(λ)dλ,
YQ =k
∫
Q(λ)y(λ)dλ,
ZQ =k
∫
Q(λ)z(λ)dλ. (3.6)
k is een normalisatieconstante die normaal zo wordt gekozen dat voor
een perfecte witte diﬀuse reﬂector de luminantie Y = 100.
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Figuur 3.3: De x(λ), y(λ) en z(λ) ‘color-matching’ functies.
Een veel gebruikte twee-dimensionele voorstelling voor XY Z tristi-
muluswaarden maakt gebruik van een projectieve transformatie:
x =
X
X + Y + Z
,
y =
Y
X + Y + Z
,
z =
Z
X + Y + Z
. (3.7)
De resulterende (x, y, z) coo¨rdinaten worden chromaticiteitscoo¨rdinaten
genoemd, en meestal gebruikt men x en y als twee-dimensionele voorstel-
ling voor een kleurenruimte. Fig. 3.4 geeft het gamut van het menselijk
visueel systeem, d.i. de verzameling van kleuren die het menselijk visueel
systeem kan zien, weer in een chromaticiteitsdiagram.
3.3.5 De CIE L*a*b* kleurenruimte
De CIEXY Z tristimulus ruimte is uitermate geschikt voor het deﬁnie¨ren
van kleuren, maar faalt bij het uitdrukken van kleurverschillen. Inder-
daad, aan de hand van experimenten heeft men ontdekt dat de kleu-
ren die net onderscheiden kunnen worden van een gegeven kleur (de
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Figuur 3.4: Chromaticiteitsdiagram met het gamut van het menselijk visueel
systeem, begrensd door de chromaticiteitscoo¨rdinaten van de color-matching
functies en de zogenaamde ‘line of purples’. De X, Y en Z en de R, G en B
primaire stimuli zijn ook aangeduid.
‘just noticeable diﬀerence’ of JND) op een ellips rond die kleur liggen in
een chromaticiteitsdiagram. Het probleem is nu echter dat de vorm en
grootte van die ellips sterk varieert over het gamut van het menselijk
visueel systeem, zodat het moeilijk is om een kleurverschillen te gaan
kwantiﬁceren in de XY Z ruimte. Om dit op te lossen werd door de CIE
in 1976 de CIE L∗a∗b∗ ruimte als een niet-lineaire transformatie van de
XY Z tristimulusruimte voorgesteld:
L∗ =116f(Y/Yw)− 16,
a∗ =500(f(X/Xw)− f(Y/Yw)),
b∗ =200(f(Y/Yw)− f(Z/Zw)),
f(t) =
{
7.787t+ 16116 als t < 0.008856,
t1/3 als 0.008856 ≤ t ≤ 1. (3.8)
L∗ wordt ‘lightness’ genoemd, en is een maat voor de mate waarin een
voorwerp licht schijnt uit te zenden. a∗ is een maat voor het aanwezig
zijn van rood of groen, en b∗ is een maat voor het aanwezig zijn van geel
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of blauw. De tristimuluswaarde (Xw, Yw, Zw) noemt men het witpunt
en is een referentie voor wit in het gezichtsveld. Het witpunt wordt
hier gebruikt om een eigenschap van het menselijk visueel systeem te
modelleren waarbij de meest heldere kleur in het gezichtsveld na een
tijdje wit lijkt (chromatische adaptatie).
In de CIE L∗a∗b∗ ruimte is de gewone Euclidische metriek tussen twee
kleuren een maat voor het waargenomen kleurverschil, en bovenvermelde
ellipsen van net waar te nemen kleurverschillen zijn dus allemaal cirkels
van gelijke grootte. Deze metriek wordt genoteerd als ∆E∗ab, en wordt
dus voor twee kleuren (L∗1, a∗1, b∗1) en (L∗2, a∗2, b∗2):
∆L∗ =L∗1 − L∗2,
∆a∗ =a∗1 − a∗2,
∆b∗ =b∗1 − b∗2,
∆E∗ab =
√
(∆L∗)2 + (∆a∗)2 + (∆b∗)2.
(3.9)
Om een gevoel te geven voor ∆E∗ab waarden kunnen we vertellen dat
de JND tussen twee kleuren ∆E∗ab = 1. Verschillen onder ∆E
∗
ab = 3
worden bij een vluchtige observatie meestal niet opgemerkt, verschillen
van ∆E∗ab ≥ 5 zijn meestal duidelijk zichtbaar.
3.3.6 Colorimetrische meettoestellen
Er zijn hoofdzakelijk twee types toestellen om kleur te meten: colorime-
ters en spectrofotometers. Deze toestellen zijn heel precies en nauwkeu-
rig, maar ongeschikt voor onze toepassing omdat ze meestal metingen
verrichten die uitgemiddeld zijn over een vast oppervlak, terwijl huid-
letsels een zeer grillige vorm kunnen hebben. Zulke toestellen nemen
natuurlijk ook geen beelden op. Ze zijn daarentegen wel nuttig als re-
ferentietoestellen om de nauwkeurigheid van kleurmetingen met andere
toestellen of methodes na te gaan.
Hoofdstuk 4
De opbouw van het
kleurenbeeldvormingssysteem
Beelden kunnen gezien worden als verzamelingen van visuele stimuli, en
zodoende gaan we nu over tot het opnemen, verwerken en weergeven van
zulke beelden door het beeldvormingssysteem. Elk van bovenstaande
taken kan min of meer geassocieerd worden met een subsysteem van
het beeldvormingssysteem, elk bestaande uit verscheidene hard- en soft-
warecomponenten. In dit hoofdstuk zal de nadruk op de werking van
de verschillende subsystemen liggen, terwijl de werking van het beeld-
vormingssysteem als een geheel besproken zal worden in hoofdstuk 5.
Het dermatologisch werkstation, i.e. het beeldvormingssysteem met de
nodige gebruiksvriendelijke programmatuur voor dagelijks gebruik in de
polikliniek, zal besproken worden in hoofdstuk 6.
4.1 De computer en de programmatuur
De kern van het beeldvormingssysteem en het dermatologisch werksta-
tion is een personal computer (PC) met Microsoft Windows NT 4.0.
De meeste programmatuur werd ontwikkeld met Microsoft Visual Basic
(VB) [28, 29, 30, 31]. Tijdkritische routines werden in C [32] ontwikkeld
en gebundeld in bibliotheken die vanuit VB konden worden aangeroepen.
4.2 Kleurenbeeldweergave
Ee´n van de functies van het dermatologisch werkstation zal het recht-
streeks bekijken en vergelijken van beelden van huidletsels zijn. Tegen-
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woordig worden zowel klassieke beeldschermen (CRT voor ‘cathode ray
tube’) alsook zogenaamde vlakke beeldschermen gebruikt als computer-
monitor. Deze laatste vertonen buiten een aantal voordelen zoals lager
energieverbruik en het innemen van minder plaats, ook nadelen zoals
een hogere prijs en een beperktere kijkhoek en kleurengamut. Bijge-
volg werd de CRT gekozen voor de weergave van kleurenbeelden in ons
beeldvormingssysteem.
4.2.1 De primaire stimuli van een CRT en zijn RGB
ruimte
De rode, groene en blauwe fosfors in een CRT kunnen aanzien worden
als de primaire stimuli van een RGB tristimulusruimte, net zoals de mo-
nochromatische primaire stimuli bij de CIE RGB ruimte. Deze RGB
tristimulusruimte is eigen aan de CRT, en wordt daarom ‘toestelafhan-
kelijk’ genoemd. Een CRT heeft een beperkt gamut t.o.v. het menselijk
visueel systeem. Door het additief karakter van de CRT vormt zijn ga-
mut een driehoek opgespannen door de CRT primaire stimuli in een
chromaticiteitsdiagram, zie ﬁg. 4.1. Een belangrijk punt in deze RGB
ruimte is het witpunt. Het wordt verkregen door de maximale inten-
siteiten van de primaire stimuli te combineren. Het is onmogelijk om
een beeld gedeﬁnieerd in een bepaalde RGB ruimte nauwkeurig weer te
geven als de primaire stimuli en het witpunt niet gekend zijn.
4.2.2 CRT gamma
De hoeveelheid licht (luminantie Y ) geproduceerd door het beeldscherm
van een CRT is geen lineaire functie van de spanning V van de aan de
CRT aangelegde controlesignalen, en wordt gegeven door:
Y = kV γ , (4.1)
met γ de gammafactor met als typische waarden 2 tot 3.
Om deze niet-lineariteit te compenseren wordt de zogenaamde gam-
macorrectie op de CRT controlesignalen of op de digitale waarden die
tot die controlesignalen leiden, uitgevoerd. Voor eenN -bit digitale RGB
tristimuluscomponent P = R,G,B neemt de transformatie tot een gam-
magecorrigeerde R∗G∗B∗ component P ∗ = R∗, G∗, B∗ de volgende vorm
aan:
P ∗ = (2N − 1)( P
2N − 1)
1
γ . (4.2)
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Figuur 4.1: Het driehoekige gamut van een CRT met als primaire stimuli
rood (R), groen (G) en blauw (B), en het witpunt (W).
Merk de gelijkenis op tussen het niet-lineair gedrag van het menselijk
visueel systeem, zie o.a. vergelijking (3.8), en de gammacorrectie in ver-
gelijking (4.2). Door dit toeval is het zo dat gammagecorrigeerde digitale
of analoge signalen perceptueel veel uniformer zijn dan de lineair-licht
signalen waarvan ze afkomstig zijn. Dit heeft belangrijke gevolgen wan-
neer RGB componenten worden gekwantiseerd. Zo’n kwantisatie ge-
beurt b.v. tijdens de digitalisatie van analoge signalen of tijdens de con-
versie in de computer van tristimuluscomponenten met een vlottende-
kommarepresentatie naar een discrete representate met een kleiner aan-
tal bits. Om dit eﬀect te demonstreren werden de kwantisatiefouten
bepaald door in een typische RGB kleurenruimte het perceptueel kleur-
verschil te berekenen tussen alle mogelijke tristimuluswaarden (R,G,B)
en (R + ∆Q,G + ∆Q,B + ∆Q), met ∆Q de helft van een kwantisa-
tiestap. Deze kleurverschillen in ∆E∗ab eenheden werden dan vergeleken
met analoge berekeningen in de corresponderende R∗G∗B∗ ruimte, zie
ﬁg. 4.2. Om het eﬀect duidelijker te maken en de berekeningen te be-
perken werd een kwantisatie tot slechts 5 bit per component uitgevoerd,
i.p.v. de meer gebruikelijke 8 bits per component. Men kan berekenen
dat om duidelijk zichtbare fouten te vermijden men eigenlijk 12 tot 14
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Figuur 4.2: Histogram van de ∆E∗ab fouten tengevolge van kwantisatie tot 5
bit per component voor een typische RGB en geassocieerde R∗G∗B∗ kleuren-
ruimte. Het kleurverschil bedroeg gemiddeld 〈∆E∗ab〉 = 2.0, met ∆E∗ab ≤ 23.0
in de RGB ruimte, en gemiddeld 〈∆E∗ab〉 = 1.5, met ∆E∗ab ≤ 6.6 in de R∗G∗B∗
ruimte.
bits resolutie per component nodig heeft in een RGB ruimte, terwijl in
een R∗G∗B∗ ruimte 8 tot 9 bits voldoen.
4.2.3 De sRGB kleurenruimte
De sRGB kleurenruimte is een gestandaardiseerde RGB kleurenruimte,
i.e. ze heeft welbepaalde primaire stimuli en een witpunt dat overeen-
komt met CIE illuminant D65, zie tabel 4.1. Deze primaire stimuli zijn
representatief voor moderne computermonitors zodat beelden gedeﬁni-
eerd in deze ruimte realistisch kunnen weergegeven worden zonder extra
transformaties. Deze ruimte is afgeleid uit de hoge-deﬁnitie televisie-
standaard ITU-R BT.709.
De CIE XY Z en sRGB kleurenruimtes zijn verbonden door een
lineaire transformatie, die er met een kolomvectornotatie als volgt uitziet
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Rood Groen Blauw Witpunt
x 0.640 0.300 0.150 0.3127
y 0.330 0.600 0.060 0.3291
z 0.030 0.100 0.790 0.3583
Tabel 4.1: Chromaticiteiten van de sRGB primaire stimuli en het witpunt.
voor respectievelijke tristimuluswaarden (R,G,B) en (X,Y, Z):
XY
Z

 =ΦsRGB→XY Z

RG
B


=100

0.412453 0.357580 0.1804320.212671 0.715160 0.072169
0.019334 0.119193 0.950227



RG
B

 , (4.3)
en
RG
B

 =ΦXY Z→sRGB

XY
Z

 = Φ−1sRGB→XY Z

XY
Z


=1/100

 3.240479 −1.537150 −0.498535−0.969256 1.875992 0.041556
0.055648 −0.204043 1.057311



XY
Z

 . (4.4)
De sRGB tristimuluscomponenten zijn begrepen tussen 0 en 1, terwijl
voor de XY Z componenten Y = 100 overeenkomt met een perfecte
diﬀuse witte reﬂector.
De ITU-R BT.709 gammacorrectiefunctie voor tristimuluscompo-
nenten P = R,G,B ∈ [0, 1] geeft aanleiding tot waarden P∗ =
R∗,G∗,B∗ ∈ [0, 1], en is gedeﬁnieerd als:
P∗ITU = ΓITU (P) =
{
4.5P 0 ≤ P ≤ 0.018
1.099(P)0.45 − 0.099 0.018 < P ≤ 1.0. (4.5)
De inverse gammacorrectie kan gemakkelijk afgeleid worden als:
PITU = Γ−1ITU (P∗) =


P∗/4.5 0 ≤ P∗ ≤ 0.081(
(P∗ + 0.099)/1.099
)(1/0.45)
0.081 < P∗ ≤ 1.0.
(4.6)
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Merk op dat de echte gammacorrectie van de sRGB kleurenruimte licht-
jes afwijkt van de ITU-R BT.709 versie, maar we hebben altijd deze laat-
ste gebruikt. De 8 bit kwantisatiefout in de sR∗G∗B∗ ruimte bedraagt
gemiddeld 〈∆E∗ab〉 = 0.18, met ∆E∗ab ≤ 0.93.
4.3 Kleurenbeeldopname
De kleurenbeeldopname van het beeldvormingssysteem zal gebeuren met
een zgn. CCD (‘charge coupled device’), en gedigitaliseerd worden door
een ‘frame grabber’. Het is de bedoeling om beide toestellen zo in te
stellen dat hun dynamisch bereik zo optimaal mogelijk gebruikt wordt en
reproduceerbare opnames mogelijk zijn. Hiertoe zullen beide toestellen
snel besproken worden. Voor een vollediger bespreking wordt de lezer
verwezen naar [23].
4.3.1 De CCD camera
Algemene werking
Het hart van een CCD camera is natuurlijk de CCD-chip die het inval-
lend licht omzet naar elektrische signalen. Om kleur te kunnen opnemen
moeten drie signalen opgenomen worden volgens het trichromatisch prin-
cipe. Goedkopere camera’s gebruiken hiervoor e´e´n CCD-chip met een
masker met verschillende kleurenﬁlters voor verschillende pixels. Duur-
dere camera’s gebruiken 3 CCD-chips. In zo’n architectuur wordt inval-
lend licht door een prisma gesplitst, waarna het geﬁlterd wordt en naar
3 verschillende CCD’s wordt geleid, e´e´n voor elke primaire kleur, zie
ﬁg. 4.3. Hierdoor is de beeldresolutie en de kwaliteit van de opgenomen
kleuren veel hoger dan bij een camera met e´e´n CCD-chip.
Twee belangrijke fenomenen verdienen onze aandacht omdat ze de
optimale werking van de camera kunnen verstoren: de donkerstroom en
‘blooming’. De donkerstroom is de stroom die vloeit zelfs wanneer geen
licht op de CCD-chip valt, en is heel temperatuurgevoelig. Hoewel er
methoden bestaan om dit eﬀect te verminderen zullen we merken dat dit
nog aanwezig is en het bijgevolg in ons model incorporeren. Blooming
is een soort saturatiefenomeen; het treedt op wanneer heel fel licht op
een individuele pixel in de CCD-chip invalt. Het gevolg is dat deze
pixel als het ware ‘overstroomt’ in de naburige pixels. Ook dit eﬀect kan
voor een stuk teniet gedaan worden door een zogenaamde ‘anti-blooming
drain’, maar deze kan leiden tot een niet-lineaire werking van de CCD
die zonodig moet worden gecompenseerd.
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Figuur 4.3: 3 CCD architectuur.
Buiten de eigenlijke CCD-chip(s), bevat een CCD camera ook elek-
tronica voor beeldverwerking, gammacorrectie en videocodering. Het
kan ook zowel ADCs als DACs bevatten. De gammacorrectie kan meestal
aan- of afgezet worden, en wordt normaal enkel aangezet om een CRT
rechtstreeks aan te sturen. Merk op dat, zoals vermeld in sectie 4.2.2, de
resolutievereisten voor digitalisatie lager zijn voor gammagecorrigeerde
dan voor lineair-licht signalen.
Het videocoderingsgedeelte van de camera zorgt ervoor dat de beeld-
informatie in een standaard analoog videoformaat wordt omgezet. Voor-
beelden van zulke standaarden zijn PAL, NTSC en SECAM. Meestal
worden met bovenstaande standaarden zogenaamde composiet signalen
doorgestuurd. Een composiet videosignaal bevat zowel luminantie- als
chrominantie-informatie in e´e´n signaal, met bijgevolg een lagere kwali-
teit door een lagere bandbreedte en mogelijk overspraak. Het is echter
ook mogelijk deze problemen te vermijden door de informatie van de 3
kleurkanalen apart door te sturen, zogenaamd ‘component analog video’.
De eigenschappen van de gebruikte CCD camera
De camera in ons beeldvormingssysteem is een JVC KY-F55B1 3 CCD
met een resolutie van 580 bij 760 pixels. Deze camera heeft een ganse
reeks eigenschappen die via de serie¨le poort van de PC ingesteld kunnen
worden, zie tabel 4.2. Daarenboven bezit de camera nog automatische
regelsystemen voor een aantal van die eigenschappen, b.v. voor de be-
lichting en de witbalans. Het spreekt vanzelf dat deze automatische
1JVC: Victor Company of Japan, limited.
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regelsystemen voor onze toepassing werden afgezet. De softwaremodule
die de camera via de serie¨le poort bestuurt werd volledig zelf geschreven
aan de hand van de communicatieprotocollen geleverd door de fabrikant.
Eigenschap Mode Waarde Betekenis
WHITE
BALANCE
MANUAL N.T. Handmatige instelling van de
kleurenbalans
FAW N.T. Automatische kleurenbalans
GAIN 0dB N.T. Totale versterking van 0 dB
6,9,12,18dB N.T. Totale versterking van
6,9,12,18 dB
ALC+EEI N.T. Automatische versterking en
sluiter
ALC N.T. Automatische versterking
GAMMA ON N.T. Gammacorrectie
OFF N.T.
MANUAL
PAINT
RED 0-255 Handmatige instelling van
versterking van rood kanaal
BLUE 0-255 Handmatige instelling van
versterking van blauw kanaal
MASTER
BLACK
N.A. 0-255 Handmatige instelling van de
basislijn van kleurkanalen
Tabel 4.2: Enkele relevante eigenschappen van de JVC camera met sommige
van hun instellingen. Vetgedrukte tekst duidt een eigenschap aan die vast
ingesteld wordt.
Camera-accessoires
Omdat het de bedoeling is om de beelden van de huid van dichtbij te
nemen, is de camera uitgerust met een zoomlens 2. Het gezichtsveld is
1.6 cm op 1.2 cm, zodat de spatiale resolutie ongeveer 47.5 pixels per
mm bedraagt. De belichting van de huid gebeurt met behulp van een
continu ringlicht3 dat via een optische vezel verbonden is met een 150
Watt halogeen lichtbron. De kleurtemperatuur van deze lichtbron werd
op 6500K gebracht d.m.v. een blauwﬁlter, wat bij benadering gelijk is
2Pentax Benelux B.V., Weiveldlaan 3-5, 1930 Zaventem, Belgium.
3Shott Glaswerke, Hagenauer strasze 38, D-65203 Wiesbaden.
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aan de CIE D65 illuminant en het witpunt van de sRGB kleurenruimte.
Om te vermijden dat strooilicht in de lens terechtkomt is een kar-
tonnen cilinder aan het ringlicht vastgemaakt. Deze cilinder mondt uit
in een glazen plaat die overeenkomt met het focaalvlak en tegen de huid
gedrukt kan worden. Dit laat toe om dermatoscopische beelden op te
nemen, mits het aanbrengen van olie tussen de huid en de glasplaat. De
camera is verder ook uitgerust met een pistoolgreep en trekker om de
opnames te vergemakkelijken, zie ﬁg. 4.4.
Pistoolgreep en trekker
Zoom lens
Continu
ringlicht
Optische vezel naar lichtbron
RGB verbinding
Seriële verbinding
Trekker verbinding
Kartonnen cilinder
Glazen
 voorzetplaat
Figuur 4.4: Schema van de camera en zijn accessoires, op schaal.
4.3.2 De ‘framegrabber’
De zogenaamde ‘framegrabber’ is verantwoordelijk voor het digitaliseren
van de videosignalen van de camera. Hij bestaat hoofdzakelijk uit een
videodecoder, een aantal ADCs, een stuureenheid en geheugen voor het
buﬀeren van de beelden. Sommige framegrabbers vervullen terzelfdertijd
de rol van schermkaart, wat het snel op scherm weergeven van opgeno-
men beelden vergemakkelijkt. De FlashPoint 128 Integral Technologies4
framegrabber die hier gebruikt wordt is van dit type. Hij kan maximaal
beelden van 570 op 760 pixels en 24 bit verwerken in PAL formaat. Net
zoals de camera bezit de framegrabber een aantal eigenschappen die zijn
werking controleren, zie tabel 4.3.
De framegrabbersoftwaremodule die de framegrabber stuurt en toe-
laat om ‘live’ video weer te geven en op te nemen is geschreven m.b.v.
4Integral Technologies, Inc. 9855 Crosspoint Blvd., Suite 140. Indianapolis, IN
46256 USA.
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Eigenschap Waarde Betekenis
VIDEO STANDARD PAL De videostandaard
NTSC
VIDEO TYPE RGB Het type videosignaal
COMPOSITE
S-VIDEO
VIDEO 570 bij 760 De grootte van het
RECTANGLE ... opnamevenster
BRIGHTNESS 0-63 De versterking
CONTRAST 0-63 De basislijninstelling
Tabel 4.3: Enkele relevante eigenschappen van de framegrabber met sommige
van hun instellingen. Vetgedrukte tekst duidt een eigenschap aan die vast
ingesteld wordt.
een ‘software development toolkit’ van de fabrikant.
4.4 Kleurenbeeldverwerking
Binnen de context van het beeldvormingssysteem wordt met kleuren-
beeldverwerking enkel die operaties bedoeld die ons in staat stellen dat
systeem te kalibreren en op een reproduceerbare manier beelden op te
nemen. Het gaat hier hoofdzakelijk om zeer eenvoudige operaties zoals
het nemen van een spatiaal gemiddelde van pixels of het transformeren
van alle pixels van een beeld met een lineaire of niet-lineaire transfor-
matie. Deze routines vormen een onderdeel van de softwaremodule van
het beeldvormingssysteem.
4.5 Uiteindelijk . . .
De assemblage van de verschillende subsystemen in een kleurenbeeldvor-
mingssysteem is schematisch weergegeven in ﬁg. 4.5. De ﬁguur toont ook
de softwaremodule van het beeldvormingssysteem die het systeem als een
geheel voorstelt en diengevolge de routines bevat waarmee een externe
toepassing het beeldvormingssysteem kan aanspreken. Logischerwijs be-
vat deze module dus ook alle routines om het beeldvormingssysteem te
gebruiken en te kalibreren, en deze maken uitvoerig gebruik van de hier-
boven vermelde kleurenbeeldverwerkingsroutines. De kalibratie en het
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gebruik van het beeldvormingssysteem zijn de hoofdonderwerpen van
het volgende hoofdstuk.
Verdere uitbreidingen van het beeldvormingssysteem naar een vol-
waardig dermatologisch werkstation zijn vervat in de softwaremodules
van het werkstation. Dit zal besproken worden in hoofdstuk 6.
Camera Framegrabber
en
schermkaart
Seriële poort Camera-
softwaremodule
Framegrabber-
softwaremodule
CRT scherm
Personal computer
Beeldvormings-
systeem-
softwaremodule
Werkstation-
modules
Kleurenbeeld-
opname
Kleurenbeeld-
verwerking
Kleurenbeeld-
weergave
Figuur 4.5: Schema van het beeldvormingssysteem.
Het werkelijke uitzicht van het volledige geassembleerde kleuren-
beeldvormingssysteem is te zien in ﬁg. 4.6.
Figuur 4.6: Het volledige geassembleerde kleurenbeeldvormingssysteem.
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Hoofdstuk 5
De werking van het
kleurenbeeldvormingssysteem
We gaan nu over tot de bespreking van de werking van het beeldvor-
mingssysteem als een geheel, i.e. de kalibratie en de opname van beel-
den. Dit wordt gevolgd door een aantal experimenten waarbij o.a. de
nauwkeurigheid en reproduceerbaarheid van de opgenomen beelden zal
bepaald worden. Een aantal conclusies sluiten vervolgens dit hoofdstuk
af.
5.1 Kalibratie
Zoals reeds vermeld worden kleurenbeelden in de dermatologie meestal
nog opgenomen d.m.v. traditionele fotograﬁe. De beperkte reproduceer-
baarheid van deze aanpak maakt echter dat kwantitatieve kleurmetingen
niet alleen praktisch moeilijk te verwezenlijken maar ook onbetrouwbaar
zijn. De exacte betekenis van de resultaten van deze metingen is boven-
dien onduidelijk zolang het verband van de bronkleurenruimte met b.v.
de CIE colorimetrische ruimtes niet gekend is.
Digitale beeldvorming lost dit probleem echter niet op [34, 35]: ook
hier heeft men meestal te maken met een niet-reproduceerbare, tijdsaf-
hankelijke en toestelafhankelijke kleurenrepresentatie tengevolge van al-
lerlei factoren zoals spectrale gevoeligheden, temperatuur, instellingen,
etc. . . . . Kalibratie valt dus uiteen in het oplossen van twee distincte
problemen: het verkrijgen van een constante respons van het beeldvor-
mingssysteem, en het vinden van het verband tussen de toestelafhanke-
lijke bronkleurenruimte en een toestelonafhankelijke kleurenruimte, v.b.
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CIEXY Z. Dit laatste punt zorgt voor een stevige basis voor het ontwik-
kelen van ‘toestelonafhankelijke’ beeldverwerkingsalgoritmes gebaseerd
op menselijke visie. Het maakt ook een zinvolle uitwisseling van beelden
mogelijk, b.v. voor toepassingen in de tele-dermatologie. Voor zover
ons bekend bestaan er nog geen commercie¨le dermatologische beeldvor-
mingssystemen die op een gefundeerde manier in gestandaardiseerde en
colorimetrische kleurenruimtes werken.
Het probleem van de kalibratie van beeldvormingssystemen is reeds
verscheidene malen besproken in de literatuur, [36, 37, 35, 38, 39, 40, 41,
42]. In ons geval ligt de nadruk echter op een simpele en praktische pro-
cedure voor een beeldvormingssysteem ontwikkeld voor een welbepaalde
taak. We zullen bovendien een stapje verder gaan dan de methodes
beschreven in de literatuur.
5.1.1 De kleurenruimtes van het beeldvormingssysteem
Zoals reeds vermeld bestaat kalibratie o.a. uit het bepalen van de rela-
tie tussen een toestelafhankelijke bronkleurenruimte en een nog te kie-
zen toestelonafhankelijke doelkleurenruimte. Verder moeten we ook een
kleurenruimte kiezen voor de interne representatie van de beelden, i.e.
de beelden in het geheugen van de PC. De meeste berekeningen op ge-
kalibreerde beelden zullen van deze interne representatie vertrekken.
De keuze van deze interne kleurenruimte wordt vooral ingegeven door
de vereiste van beperkt geheugengebruik en snelle en gemakkelijke weer-
gave op het scherm. Hierdoor zijn kleurenruimtes zoals CIE XY Z en
CIE L∗a∗b∗ uitgesloten. De sR∗G∗B∗ ruimte daarentegen is ideaal: ze
laat onmiddellijke weergave op het scherm toe, en neemt slechts 24 bits
per pixel in voor een redelijke nauwkeurige opslag. Een sR∗G∗B∗ beeld
kan ook zonder extra bewerkingen in verscheidene populaire graﬁsche
bestandsformaten opgeslagen worden, en desgevallend in een externe
toepassing op een realistische wijze bekeken worden. Het beperkt gamut
van de sR∗G∗B∗ kleurenruimte t.o.v. de CIE colorimetrische ruimtes,
zal in het geval van opnames van de huid niet zo belangrijk zijn door
het ontbreken van de felle gesatureerde kleuren waarbij dit probleem
zich kan stellen. Een nadeel van de sR∗G∗B∗ kleurenruimte is het groot
aantal berekeningen die nodig zijn om kleurverschillen te berekenen. Om
dit te verhelpen kan het bij complexe beeldverwerkingstaken nodig zijn
om een tijdelijke CIE L∗a∗b∗ kopij van een beeld te berekenen en op te
slaan, gebruik makend van een speciaal 32-bit formaat (zie tabel 5.1).
Nu de keuze van de interne kleurenruimte op sR∗G∗B∗ is gevallen is
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het logisch om als doelkleurenruimte van de kalibratie de sRGB ruimte
te nemen i.p.v. de meer gebruikelijke CIE XY Z ruimte. Dit beperkt het
aantal berekeningen tijdens de beeldopname doordat de lineaire trans-
formatie tussen CIE XY Z en sRGB niet langer nodig is, zie ook ﬁg.
5.1. Tabel 5.1 geeft een overzicht van de numerieke formaten en het
gebruik van de kleurenruimtes van het beeldvormingssysteem.
Kleuren- Component ∆E∗ab Gebruik
ruimte waarde
R∗G∗B∗ {0, . . . , 255} ≈ 0.18 24-bit tijdelijke
beeldopslag
RGB [0, 1] ≈ 0 Tijdens berekeningen
Geen beeldopslag
sR∗G∗B∗ {0, . . . , 255} 0.18 24-bit beeldopslag
≤ 0.93 Bestandsopslag
sRGB [0, 1] ≈ 0 Tijdens berekeningen
Geen beeldopslag
CIE XY Z [0,+∞[ ≈ 0 Tijdens berekeningen
Geen beeldopslag
CIE L∗a∗b∗ L∗ ∈ [0, 100] ≈ 0 Tijdens berekeningen
a∗ ∈ [−100, 100] Geen beeldopslag
b∗ ∈ [−100, 100]
CIE L∗a∗b∗ L∗ ∈ {0, . . . , 1023} = 0.08 32-bit tijdelijke
(opslag) a∗ ∈ {0, . . . , 2047} beeldopslag
b∗ ∈ {0, . . . , 2047}
Tabel 5.1: Overzicht van de numerieke formaten en het gebruik van de kleu-
renruimtes van het beeldvormingssysteem, alsook de geassocieerde kwantisa-
tiefout.
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Figuur 5.1: Overzicht van de kleurenruimtes van het beeldvormingssysteem
en hun onderlinge relaties.
5.1.2 Het model van het beeldvormingssysteem
Om een constante respons van het beeldvormingssysteem te verkrijgen
is het nodig een set van ‘optimale’ instellingen van het systeem te bepa-
len, en deze eventueel aan te passen tijdens de werking. Hiervoor zal het
eenvoudig model in ﬁg. 5.2 gebruikt worden. In wat volgt zal het sym-
bool P = R,G,B in de RGB kleurenruimte gebruikt worden om zowel
een tristimuluscomponent als een kleurkanaal wanneer in subscript aan
te duiden. Hetzelfde geldt voor P = R,G,B in de sRGB kleurenruimte.
Het uitgangssignaal V camP van de CCD camera voor een zekere pixel
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Figuur 5.2: Het model voor het beeldvormingssysteem voor e´e´n kleurkanaal
P = R,G,B.
en component P = R,G,B wordt gegeven door:
V camP = Ψ
V cammax
0
(
Γ(V camoffset + g
cam
P (V
CCD
P + V
CCD
offset))
)
, (5.1)
met V camoffset de basislijn van de camera (‘MASTER BLACK’ in tabel 4.2),
en V CCDP een signaal evenredig met het licht invallend op de bedoelde
pixel van de CCD van kleurkanaal P . V CCDoffset is een onbekende basislijn,
o.a. afkomstig van de donkerstroom van de CCD. gcamP is een variabele
versterking speciﬁek voor kleurkanaal P (‘MANUAL PAINT’ in tabel
4.2). Merk op dat deze waarde fysisch vastligt op 1 voor het groene
kanaal. De functie ΨV
cam
max
0 stelt de begrenzing van een signaal voor:
ΨVmax0 (V ) =


0 als V < 0
V als 0 ≤ V ≤ Vmax
Vmax als V > Vmax.
(5.2)
De functie Γ is de gammacorrectie zoals gedeﬁnieerd in vgl. (4.5). Het
signaal in de framegrabber voor de ADC V fgP en de overeenkomstige 8-bit
R∗G∗B∗ en RGB component waarden P ∗ en P kunnen dus geschreven
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worden als:
V fgP =Ψ
V fgmax
0 (V
fg
offset + g
fgV camP )
P ∗ =
(
255
V fgP
V fgmax
)
, P ∗ ∈ {0, . . . , 255}. (5.3)
P =Γ−1(
P ∗
255
), P ∈ [0, 1].
waarbij V fgoffset de instelbare basislijn van de framegrabber voorstelt
(‘BRIGHTNESS’ in tabel 4.3). gfg is de instelbare maar kleurkanaalon-
afhankelijke versterkingsfactor van de framegrabber (‘CONTRAST’ in
tabel 4.3), terwijl  de afronding naar een natuurlijk getal voorstelt.
5.1.3 De transformatie tussen RGB en sRGB
Ee´n van de manieren om de relatie tussen de RGB bronkleurenruimte
en de sRGB doelkleurenruimte te bepalen is d.m.v. een set van kleur-
plaatjes met bekende colorimetrische eigenschappen. Het opmeten van
deze plaatjes met het beeldvormingssysteem kan dan gebruikt worden
om een transformatie tussen bron- en doelkleurenruimte op te stellen.
Het is duidelijk dat de hoeveelheid en distributie van deze plaatjes over
het gamut in grote mate de nauwkeurigheid van deze transformatie, en
bijgevolg het beeldvormingssysteem, zullen bepalen. Anderzijds mag de
kalibratieprocedure ook geen eeuwigheid duren (de standaard industrie
kleurenkaart, de IT8.7/2, bevat 288 plaatjes), en bijgevolg werd gekozen
voor de MacBeth color checker chart1 met zijn 24 kleuren, zie ﬁg. 5.3.
De colorimetrische eigenschappen van de plaatjes van de MBCCC wer-
den opgemeten met een Gretag2 SPM50 spectrofotometer. Dit toestel
meet gemiddelde D65 CIE XYZ waarden over een cirkel van 5 mm, van-
daar de 〈〉 notatie. Deze metingen kunnen gemakkelijk getransformeerd
worden naar de sRGB ruimte:
〈RSPM,i〉〈GSPM,i〉
〈BSPM,i〉

 = ΦXY Z→sRGB

〈XSPM,i〉〈YSPM,i〉
〈ZSPM,i〉

 (5.4)
Een beeldvormingssysteem wordt colorimetrisch genoemd als zijn
spectrale gevoeligheden een lineair verband vertonen met de color-
matching functies. Dit is echter over het algemeen niet het geval, en
1Macbeth, 405 Little Britain rd, New Windsor, NY 12553-6148, USA.
2GretagMacbeth Ag, Althardstrasse 70, CH-8105, Regensdorf, Zwitserland.
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Figuur 5.3: De MacBeth ‘color checker chart’.
bijgevolg worden dikwijls complexe methodes gebruikt om bron- en doel-
kleurenruimte met elkaar te relateren, [42]. We beperken ons hier tot
het gebruik van polynomen van verschillende ordes. We zullen matrices
gebruiken om een duidelijke en vooral compacte notatie te cree¨ren die
ons in staat stelt zowel lineaire als niet-lineaire relaties neer te schrijven.
Dit vergt het invoeren van een aantal niet-lineaire operatoren die inwer-
ken op een matrix en resulteren in een andere matrix, maar zelf niet
als een matrix kunnen genoteerd worden. Binnen deze notatie worden
tristimuluswaarden en andere kleurtripletten altijd als een kolomvector
genoteerd.
Een algemene polynomiale transformatie ΦRGB→sRGB,m tussen
RGB tristimuluswaarden (R,G,B) en sRGB tristimuluswaarden
(R,G,B), en die m termen bevat kan genoteerd worden als:
RG
B

 = ΦRGB→sRGB,m

RG
B


=

aR,1 . . . aR,maG,1 . . . aG,m
aB,1 . . . aB,m

[Θm

RG
B

]
(5.5)
De ‘delinearisatie’ operator Θm verandert een kolomvector met 3 ele-
menten in een kolomvector met m elementen en representeert een set
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van plausibele polynomiale transformaties [42]:
Θ3

RG
B

 = (R G B)t
Θ6

RG
B

 = (R G B RG GB BR)t
Θ8

RG
B

 = (1 R G B RG GB BR RGB)t (5.6)
Θ9

RG
B

 = (R G B RG GB BR R2 G2 B2)t
Θ11

RG
B

 = (1 R G B RG GB BR R2 G2 B2 RGB)t
De coe¨ﬃcie¨nten van ΦRGB→sRGB,m kunnen bepaald wor-
den door de 24 SPM metingen van de MBCCC plaatjes
(〈RSPM,i〉, 〈GSPM,i〉, 〈BSPM,i〉), i = 1, . . . , 24 te substitueren in het
linkerlid van vgl. (5.5). Diezelfde plaatjes kunnen ook gemeten
worden met het beeldvormingssysteem, en de resulterende spatiaal
uitgemiddelde RGB tristimulus waarden (〈Ri〉, 〈Gi〉, 〈Bi〉), i = 1, . . . , 24
vervolgens gesubstitueerd in het rechterlid van vgl. (5.5) (zie ﬁg. 5.4
voor een overzicht). Dit levert ons 3 overgedetermineerde lineaire
stelsels, e´e´n per kleurkanaal P = R,G,B van de sRGB ruimte:
(〈PSPM,〉 . . . 〈PSPM,〉) =
(
aP,1 . . . aP,m
)Θm

〈R1〉〈G1〉
〈B1〉

 . . . Θm

〈R24〉〈G24〉
〈B24〉



 . (5.7)
Deze vergelijkingen kunnen gemakkelijk opgelost worden in de
kleinste-kwadraten zin door gebruik te maken van singuliere-
waardenontbinding. Het resultaat ΦLLSQRGB→sRGB,m wordt de line-
aire kleinste-kwadratenoplossing genoemd (LLSQ voor ‘linear least-
squares’). Deze oplossing mag dan wel wiskundig optimaal zijn, voor
een menselijke waarnemer is dit zeker niet het geval omdat de som van
kwadraten in de sRGB ruimte geen goede maat is voor de visuele fout
5.1 Kalibratie 199
Beeld-
vormings-
systeem
Spectro-
fotometer
RGBR*G*B*
sRGBCIED65 XYZ
Γ−1
ΦXYZ→sRGB
sRGB
Oplossen van
stelsel lineaire vgl.
ΦRGB→sRGB,m
Figuur 5.4: Overzicht van de bepaling van de RGB naar sRGB transformatie
ΦLLSQRGB→sRGB,m.
geassocieerd met ΦLLSQRGB→sRGB,m. Een betere transformatie zou men dus
kunnen bekomen door b.v. de fout geassocieerd met een transformatie
in de CIE L∗a∗b∗ kleurenruimte te minimaliseren. Hiertoe voeren we
de niet-lineaire operator ΦsRGB→L∗a∗b∗ in die de gekende transformatie
van sRGB tristimuli naar CIE L∗a∗b∗ tripletten via CIE XY Z voorstelt
(zie ook vgl. (4.3) en vgl. (3.8)):
L∗a∗
b∗

 =ΦsRGB→L∗a∗b∗

RG
B


=ΦXZY→L∗a∗b∗ ΦsRGB→XY Z

RG
B

 , (5.8)
Bijgevolg kunnen de CIE L∗a∗b∗ tripletten (〈L∗i 〉, 〈a∗i 〉, 〈b∗i 〉) van de
MBCCC plaatjes zoals gemeten door het beeldvormingssysteem neer-
geschreven worden als:
〈L∗i 〉〈a∗i 〉
〈b∗i 〉

 = ΦsRGB→L∗a∗b∗ ΦRGB→sRGB,m

〈Ri〉〈Gi〉
〈Bi〉

 (5.9)
De CIE L∗a∗b∗ tripletten (〈L∗SPM,i〉, 〈a∗SPM,i〉, 〈b∗SPM,i〉) van de MBCCC
plaatjes, zoals gemeten door de SPM, worden gemakkelijk berekend via:
〈L∗SPM,i〉〈a∗SPM,i〉
〈b∗SPM,i〉

 = ΦXY Z→L∗a∗b∗

〈XSPM,i〉〈YSPM,i〉
〈ZSPM,i〉

 (5.10)
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Dit laat ons toe om de fout in ∆E∗ab eenheden van een MBCCC plaatje
i geassocieerd met ΦRGB→sRGB,m te deﬁnie¨ren als:
∆E∗ab(ΦRGB→sRGB,m, i) =√
(〈L∗i 〉 − 〈L∗SPM,i〉)2 + (〈a∗i 〉 − 〈a∗SPM,i〉)2 + (〈b∗i 〉 − 〈b∗SPM,i〉)2 (5.11)
Dit is nog altijd geen maat voor de volledige fout van een transformatie
ΦRGB→sRGB,m. Twee logische kandidaten voor deze volledige fout zijn
de gemiddelde ∆E∗ab fout per MBCCC plaatje:
〈∆E∗ab(ΦRGB→sRGB,m)〉 =
1
24
24∑
i=1
∆E∗ab(ΦRGB→sRGB,m, i), (5.12)
en de maximale ∆E∗ab fout over de set van MBCCC plaatjes
max(∆E∗ab(ΦRGB→sRGB,m)). De transformaties die verkregen worden
door gebruik te maken van deze twee verschillende volledige fouten wor-
den genoteerd als ΦavgRGB→sRGB,m en Φ
max
RGB→sRGB,m respectievelijk. De
minimalisatie gebeurt d.m.v. het iteratieve Nelder-Mead simplex algo-
ritme [43], met de LLSQ oplossing als initie¨le gissing. Zie ﬁg. 5.5 voor
een overzicht.
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Figuur 5.5: Overzicht van de bepaling van de RGB naar sRGB transforma-
ties ΦavgRGB→sRGB,m en Φ
max
RGB→sRGB,m.
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5.1.4 De kalibratieprocedure
We gaan nu over tot de beschrijving van de nodige stappen om het beeld-
vormingssysteem te kalibreren. Dit omvat onder meer de instelling van
het gezichtsveld van de camera (FOV voor ‘ﬁeld of view’), het bepalen
van de optimale (maximaal dynamisch bereik) instellingen en het be-
rekenen van de transformatie van de RGB bronkleurenruimte naar de
sRGB doelkleurenruimte. De volgorde waarin de verschillende opera-
ties besproken worden is ook de volgorde waarin ze moeten uitgevoerd
worden. De ganse procedure neemt 5 tot 10 minuten in beslag, en alle
resulterende instellingen worden in een zogenaamd ‘kalibratieproﬁel’ op-
geslagen. Dit proﬁel blijft vrij lang geldig, en moet typisch slechts op-
nieuw bepaald worden wanneer b.v. de lamp van de lichtbron vervangen
wordt.
Instelling van het gezichtsveld van de camera
Hiertoe wordt gebruik gemaakt van een klein logo dat de gewenste af-
metingen heeft, nl. 1.6 cm bij 1.2 cm voor een resolutie van 48 pixels
per mm. De zoomlens wordt simpelweg zo ingesteld dat het logo net
volledig in beeld is. Het logo bevat tevens letters, wat toelaat om ook
de focussering nauwkeurig in te stellen.
Instellingen voor ‘perfect’ zwart
Het doel van deze stappen is ervoor te zorgen dat ‘perfect’ zwart, i.e. een
voorwerp met reﬂectieve luminantie Y = 0 en dus ook V CCDP = 0, P =
R,G,B, resulteert in RGB tristimuluswaarde (0, 0, 0). Zo’n voorwerp
kan gemakkelijk gesimuleerd worden door de lenskap op te zetten, het
diafragma te sluiten en de lichtbron af te zetten. Metingen van de RGB
waarden tijdens de kalibratie gebeuren altijd door het uitmiddelen van
enkele duizenden pixels afkomstig uit het midden van het beeld in de
R∗G∗B∗ ruimte. Dit versnelt de berekeningen en vermijdt problemen
met inhomogene belichting of respons van het beeldvormingssysteem.
Vooreerst zorgen we dat ‘perfect’ zwart leidt tot een camera uitgangs-
signaal V camP = 0 door de basislijn van de camera V
cam
offset correct in te
stellen. Vgl. (5.1) toont ons echter dat de optimale instelling van V camoffset
zal afhangen van de versterkingen van de kleurkanalen van de camera
gcamP . Het is dus vrij onwaarschijnlijk om een optimale instelling voor de
drie kleurkanalen tegelijkertijd te vinden. Daar de versterking van het
groene kanaal vast staat gcamG = 1, kiezen we dat kanaal om V
cam
offset in te
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stellen. Daar de instellingen van de framegrabber nog niet bepaald zijn
is het echter niet mogelijk om een doelwaarde voor de groene component
G∗Y=0 of GY=0 voor te stellen die overeenkomt met de eis dat V
CCD
G = 0.
We stellen daarvoor volgende procedure voor:
1. Zorg ervoor dat perfect zwart resulteert in een groene component
GY=0 > 0 door de versterking gfg en basislijn V
fg
offset van de frame-
grabber hoog in te stellen.
2. Meet de spatiaal gemiddelde 〈GY=0〉 voor alle mogelijk instellingen
van de basislijn van de camera V camoffset.
Met behulp van vgl. (5.1) en (5.3) kan men inzien dat dit zal leiden tot
een curve die bestaat uit twee lijnstukken: een horizontaal stuk zolang
V camoffset + V
CCD
offset < 0, een schuin stuk als V
cam
offset + V
CCD
offset ≥ 0, zie ﬁg.
5.6. De optimale instelling, i.e. deze waarvoor V camoffset + V
CCD
offset = 0,
bevindt zich op het snijpunt van deze lijnstukken. Om dit punt op een
betrouwbare manier te vinden stellen we volgende methode voor: ﬁt voor
elke mogelijke instelling van de camerabasislijn twee lijnstukken door de
data, en bereken telkens de residuele fout tussen de data en de geﬁtte
lijnstukken. De optimale instelling is dan deze met de laagste residuele
fout, zie opnieuw ﬁg. 5.6. We zullen naar deze methode refereren als de
‘twee-lijn-intersectiemethode’.
We kunnen nu zoeken naar de instelling voor de basislijn van de
framegrabber V fgoffset waarvoor perfect zwart 〈G∗Y=0〉 = 〈GY=0〉 = 0.
Doordat we er reeds voor gezorgd hebben dat V camG = 0 voor perfect
zwart hoeven we eigenlijk enkel de laagste instelling voor de basislijn van
de framegrabber V fgoffset te vinden waarvoor 〈G∗Y=0〉 = 0. We verkiezen
echter opnieuw de twee-lijn-intersectiemethode te gebruiken omdat die
robuuster is. Merk op dat enkel G∗Y=0 een stuksgewijze lineaire relatie
met V fgoffset heeft, en niet GY=0.
Instellingen voor ‘perfect’ wit
We moeten er nu voor zorgen dat ‘perfect wit’, i.e. een perfecte diﬀuse
reﬂector met luminantie Y = 100, resulteert in een tristimuluswaarde
(1, 1, 1).
Hiertoe bepalen we eerst de versterking van de framegrabber gfg
(deze is dezelfde voor alle kleurkanalen). We wensen gfg zo in te stellen
dat het maximale uitgangssignaal van de camera V camP = V
cam
max , P =
R,G,B resulteert in een tristimuluswaarde van (1, 1, 1). Doordat dat
maximale uitgangssignaal V cammax hetzelfde is voor alle kleurkanalen is het
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Figuur 5.6: 〈GY=0〉 in functie van de instelling van de basislijn van de
camera V camoffset, en de corresponderende residuele fouten met de twee-lijn-
intersectiemethode.
duidelijk dat als de versterking van de framegrabber optimaal is voor e´e´n
kleurkanaal ze dat ook automatisch is voor de andere twee kleurkanalen.
Omdat de versterking van de camera reeds ingesteld is voor het groene
kanaal is het gemakkelijker om hiermee verder te werken. Het maximale
uitgangssignaal voor het groene kanaal wordt bekomen door de CCD te
satureren door het diafragma volledig te openen en het hoog-reﬂectieve
witte MBCCC plaatje te meten. Hierna wordt 〈G〉 gemeten voor alle
mogelijke instellingen van gfg, en de optimale instelling bepaald met de
twee-lijn-intersectiemethode.
Vervolgens moeten we de stand van het diafragma bepalen waar-
voor saturatie van de CCD’s juist vermeden wordt bij een luminantie
van Y = 100. We zijn niet in het bezit van zo’n plaatje, en gebruiken
het witte MBCCC plaatje in de plaats ervan. Gebruik makend van de
gekende D65 luminantie van dit plaatje Ywit en door de lineariteit van
het beeldvormingssysteem is het mogelijk de theoretische groene com-
ponent te berekenen voor dit plaatje, nl. G∗wit,th = 255Γ(Ywit/100). Er
rest ons dan enkel het diafragma manueel aan te passen totdat de geme-
ten waarde 〈G∗wit〉 voor het witte MBCCC plaatje overeenkomt met die
theoretische waarde. Eens dit gebeurd is kunnen ook de versterkings-
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factoren voor het rode en blauwe kleurkanaal van de camera op analoge
wijze ingesteld worden: 〈R∗wit〉 = 〈B∗wit〉 = 〈G∗wit〉 = G∗wit,th.
Linearisatie
Het doel van deze operatie is het lineair gedrag van het beeldvormings-
systeem in functie van de luminantie over het gehele dynamische bereik
te verzekeren. Deze assumptie is eigenlijk impliciet wanneer gebruik
wordt gemaakt van CIE en andere tristimulusruimtes, en kleine afwij-
kingen hiervan kunnen bijgestuurd worden door e´e´n of meerdere opzoek-
tabellen (LUT voor ‘lookup table’).
Hier worden drie LUTs gebruikt, e´e´n voor elk kleurkanaal. Ze wor-
den opgesteld in de RGB tristimulusruimte, maar zijn werkzaam in de
R∗G∗B∗ kleurenruimte omdat die gediscretiseerd is:
P ∗LUT = LUTP (P
∗), P = R,G,B. (5.13)
Elke LUT heeft 256 elementen, zodat er geen nood is aan interpolatie
wat de snelheid verbetert. De LUTs zijn gebaseerd op de 6 achroma-
tische (grijze) MBCCC plaatjes die allemaal ongeveer dezelfde chroma-
ticiteitscoo¨rdinaten hebben, maar verschillende luminantie, gaande van
Y ≈ 3 tot Y ≈ 90. Elke LUT wordt zo opgesteld dat voor elk van de
6 plaatjes i de LUT-gecorrigeerde gemeten RGB waarden proportioneel
zijn met de luminantie van het plaatje, i.e. 〈Ri〉 = 〈Gi〉 = 〈Bi〉 = Yi/100.
Dit noemt men ‘gray balancing’.
Het bepalen van de transformatie van RGB naar sRGB
Eens het beeldvormingssysteem volledig optimaal is ingesteld kan de
RGB naar sRGB transformatie ΦRGB→SRGB berekend worden door
metingen van de 24 MBCCC plaatjes met het beeldvormingssysteem te
vergelijken met eerder uitgevoerde metingen met een SPM. De resulta-
ten van de MBCCC metingen met het beeldvormingssysteem bekomen
met de berekende transformatie ΦRGB→SRGB worden in een bestand
opgeslagen om later de validiteit van het kalibratieproﬁel te kunnen na-
gaan.
5.2 Beeldopname
Om bruikbaar te zijn in een klinische context moet de beeldopname-
procedure zo simpel en snel mogelijk zijn. Langs de andere kant kan
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het wenselijk zijn om toch een aantal controles en aanpassingen aan het
beeldvormingssysteem, of beter gezegd het kalibratieproﬁel, te kunnen
uitvoeren om de kwaliteit van de opgenomen beelden te kunnen garan-
deren. Als compromis werd gekozen voor het gebruik van e´e´n MBCCC
plaatje, gemonteerd in de lenskap, om alle bovenstaande taken uit te voe-
ren. Zodoende is de gebruikersinteractie minimaal, te meer daar men
gedurende een kwartier vrij gekalibreerde beelden kan opnemen eens het
systeem met zijn kalibratieproﬁel doorheen de controleprocedure gelopen
is.
5.2.1 Korte-termijn drift
Zoals reeds voorheen gezegd blijft een kalibratieproﬁel lange tijd gel-
dig. Het beeldvormingssysteem vertoont echter een korte-termijn drift
wanneer het voor het eerst aangezet wordt, i.e. opwarmt. Deze drift
vermindert sterk in amplitude na 30 of 40 minuten, zonder echter ooit
echt te verdwijnen. Het is mogelijk voor deze drift te compenseren door
een aantal instellingen aan te passen, voornamelijk de versterking van
de framegrabber gfg en de versterking van de camera voor het rode en
blauwe kleurkanaal, gcamR en g
cam
B . Dit kan bekomen worden door de hui-
dige pre-LUT RGB tristimulus waarden van het witte MBCCC plaatje
te vergelijken met de waarden van datzelfde plaatje tijdens de kalibratie,
per deﬁnitie gelijk aan R∗wit = B
∗
wit = G
∗
wit = 255Γ(Ywit/100).
Fig. 5.7 toont het resultaat van het aanpassen van een kalibratie-
proﬁel door het kleurverschil ∆E∗ab uit te zetten tussen de meetwaarden
van het witte MBCCC plaatje tijdens kalibratie en op verschillende tijd-
stippen tijdens het opwarmen van het beeldvormingssysteem, zonder en
met aanpassing van het kalibratieproﬁel. Merk op dat men er op het eer-
ste zicht zelfs in slaagt de grote verschillen net na het aanzetten van het
beeldvormingssysteem te compenseren. Dit is echter slechts schijn, want
de fouten op de andere MBCCC plaatjes blijken onaanvaardbaar hoog
als de aanpassingen van het kalibratieproﬁel te belangrijk zijn. Verdere
metingen bevestigen dat dit het geval is als het initieel kleurverschil voor
het witte MBCCC plaatje groter is dan 2 ∆∗ab eenheden, wat overeen-
komt met een opwarmtijd van ongeveer 20 minuten. Om de zaken te
vergemakkelijken wordt er een kwaliteitsfactor voor het kalibratieproﬁel
ingevoerd, gebaseerd op het hierboven vermelde kleurverschil ∆E∗ab van
het witte MBCCC plaatje:
Q =
{
100− 20 ∗∆E∗ab als ∆E∗ab < 5
0 als ∆E∗ab ≥ 5.
(5.14)
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Figuur 5.7: Kleurverschil ∆E∗ab van het witte MBCCC plaatje tussen meet-
waarden tijdens de kalibratie en op verschillende tijdstippen tijdens het opwar-
men van het beeldvormingssysteem, zonder en met aanpassing van het kalibra-
tieproﬁel.
Een kwaliteitsfactor van 100 is perfect, een waarde van 0 duidt een
verschil van meer dan 5∆E∗ab eenheden aan.
5.2.2 Correctie voor spatiale inhomogeniteiten
Spatiale inhomogeniteiten in het beeldvormingssysteem zijn hoofdzake-
lijk het gevolg van inhomogene belichting, en in mindere mate van de
CCDs en de optica. Men kan hiervoor gemakkelijk corrigeren door een
beeld op te nemen van een homogeen oppervlak (zie ﬁg. 5.8), en dit
correctiebeeld te gebruiken om opgenomen beelden pixel per pixel mul-
tiplicatief aan te passen:
P ′i = Pi
〈Pˆ 〉
Pˆi
. (5.15)
In deze vergelijking stellen P ′i en Pi een gecorrigeerde, respectievelijk on-
gecorrigeerde tristimuluscomponent van een pixel i van een opgenomen
beeld voor. Pˆi is de tristimuluscomponent van pixel i van het correctie-
beeld, terwijl 〈Pˆ 〉 de spatiaal gemiddelde tristimuluscomponent van het
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centrum van het correctiebeeld is. In de praktijk wordt het correctie-
beeld door een 3 bij 3 pixel ﬁlter uitgemiddeld vo´o´r gebruik.
225
230
235
240
245
Figuur 5.8: De rode tristimuluscomponent van het correctiebeeld met een
aangepaste kleurenmap om het contrast te vergroten.
5.2.3 De beeldopnameprocedure
De verschillende stappen voor het opnemen van een beeld zijn:
1. Kijk na of er een kalibratieproﬁel aanwezig is op de PC. Stop indien
dit niet zo is.
2. Kijk na of de tijd verstreken sinds de laatste succesvolle aanpassing
van het proﬁel hoger is dan een vooropgezette drempel, typisch 15
minuten. Indien niet ga naar stap 7.
3. Kijk na of het proﬁel geldig is, gebruik makend van de initie¨le,
i.e. onaangepaste instellingen, en het witte MBCCC plaatje in de
lenskap. Indien de kwaliteitsfactor Q < 60 wordt een waarschu-
wing aan de gebruiker doorgegeven, met de optie te stoppen met
de beeldopname.
4. Pas het proﬁel aan d.m.v. het witte MBCCC plaatje in de lenskap.
5. Kijk na of het aangepaste proﬁel geldig is. Indien de kwaliteitsfac-
tor Q < 80 wordt gestopt met de beeldopname.
6. Neem het correctiebeeld voor spatiale inhomogeniteiten op
(weerom het witte MBCCC plaatje in de lenskap), en ﬁlter het
met een 3 bij 3 pixel laagdoorlaatﬁlter.
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7. Neem het beeld op, voer de correctie voor spatiale inhomogenitei-
ten uit en transformeer het resultaat naar de sR∗G∗B∗ kleuren-
ruimte. Keer terug naar de aanroepende routine of toepassing.
Als de beeldopname succesvol verloopt kan het beeld naar het windows
klembord worden getransfereerd of worden opgeslagen in een bestand.
5.3 Experimenten en resultaten
Als visueel document werden de opgenomen beelden over het algemeen
goed bevonden door de dermatologen. Dit is hoofdzakelijk een kwestie
van scherpte en resolutie, die hoog genoeg moeten zijn om bepaalde
diagnostische kenmerken te kunnen zien. Fig. 5.9 geeft een klinisch en
dermatoscopisch voorbeeld opgenomen met het beeldvormingssysteem.
Voordat we verder gaan met het uitbouwen van het beeldvormings-
systeem tot een dermatologisch werkstation moeten we ons twee funda-
mentele vragen stellen: wat is de precisie en wat is de nauwkeurigheid
van colorimetrische metingen verricht op beelden opgenomen met het
beeldvormingssysteem? Het antwoord op deze twee vragen zal in grote
mate de bruikbaarheid van het systeem bepalen, en zal nu in detail
onderzocht worden
Figuur 5.9: Een junctienaevus opgenomen met het beeldvormingssysteem,
zowel klinisch (links) als dermatoscopisch (rechts). Merk op dat de olie zich
niet volledig verspreid heeft bij de dermatoscopische opname.
5.3.1 Precisie
De precisie of reproduceerbaarheid van een meetproces is de mate waarin
herhaalde metingen van hetzelfde onderwerp verspreid zijn rond het ge-
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middelde van die metingen. In ons geval zegt het iets over de geschikt-
heid van de instellingen van het beeldvormingssysteem en de bekwaam-
heid van het algoritme dat het kalibratieproﬁel net vo´o´r de beeldopname
aanpast om kleine ﬂuctuaties in de respons van het beeldvormingssys-
teem tegen te gaan.
Precisie is belangrijk voor het uitvoeren van kwantitatieve kleurme-
tingen op de beelden. We maken onderscheid tussen verschillende types
precisie: korte-termijnprecisie voor consecutieve metingen van e´e´nzelfde
onderwerp, middellange-termijnprecisie voor metingen van e´e´nzelfde on-
derwerp op verschillende tijdstippen maar onder hetzelfde kalibratiepro-
ﬁel, en lange-termijnprecisie voor metingen van e´e´nzelfde onderwerp on-
der verschillende kalibratieproﬁelen. De fouten zijn uitgedrukt in ∆E∗ab
eenheden tot het gemiddelde van de metingen in de CIE L∗a∗b∗ kleu-
renruimte.
De korte-termijnprecisie is gebaseerd op 20 consecutieve metingen
van het witte MBCCC plaatje: 〈∆E∗ab〉 = 0.04, met ∆E∗ab ≤ 0.1. Dit is
even goed als een typische spectrofotometer.
De middellange-termijnprecisie werd berekend aan de hand van 10
metingen van al de MBCCC plaatjes, op verschillende tijdstippen in de
opwarmcyclus en tijdens verschillende opwarmcycli van het beeldvor-
mingssysteem, maar altijd gebruik makend van hetzelfde kalibratiepro-
ﬁel. De gemiddelde en maximale fout voor elk MBCCC kleurplaatje is te
zien in ﬁg. 5.10. Over alle MBCCC plaatjes krijgen we 〈∆E∗ab〉 = 0.34,
met ∆E∗ab ≤ 1.2.
De lange-termijnprecisie werd berekend aan de hand van 9 metingen
van al de MBCCC plaatjes, telkens onder een nieuw kalibratieproﬁel dat
net voor de meting bepaald werd. Om mogelijke lange-termijn verande-
ringen in het beeldvormingssysteem te simuleren werd de spanning van
de lichtbron in de helft van de metingen gewijzigd. Dit resulteerde in
een duidelijk zichtbare wijziging in de kleurtemperatuur van de licht-
bron, maar niet in nadelige gevolgen voor de precisie van de betrokken
metingen. De gemiddelde en maximale fout voor elk MBCCC kleur-
plaatje is te zien in ﬁg. 5.11. Over alle MBCCC plaatjes krijgen we
〈∆E∗ab〉 = 0.30, met ∆E∗ab ≤ 1.2.
5.3.2 Nauwkeurigheid
De nauwkeurigheid van een meetproces is een maat voor hoe dicht me-
tingen in de buurt liggen van een meting met een referentie-instrument,
b.v. een SPM. De belangrijkste factor voor de nauwkeurigheid van
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Figuur 5.10: De gemiddelde en maximale ∆E∗ab fout voor elk MBCCC kleur-
plaatje over 10 metingen uitgevoerd onder hetzelfde kalibratieproﬁel. De kleu-
ren van de balken van deze en volgende ﬁguren komen min of meer overeen met
de kleuren van de plaatjes of voorwerpen die ze representeren.
het beeldvormingssysteem is de transformatie van RGB naar sRGB
ΦRGB→sRGB,m. De nauwkeurigheid kan niet bepaald worden met de-
zelfde kleuren als deze gebruikt tijdens de kalibratie, i.e. de MBCCC
plaatjes. In de plaats daarvan werd een testset van 27 voorwerpen ge-
kozen: 15 plastieken en papieren plaatjes van allerlei kleuren, en 12 in
vivo huidgebieden (blanke huid, bruine huid, naevi, etc. . . . ). Al deze
voorwerpen werden zowel met de SPM als met het beeldvormingssys-
teem opgemeten. In het geval van het beeldvormingssysteem werden
de meetwaarden bepaald door het spatiaal gemiddelde in de R∗G∗B∗
ruimte over een gebied ongeveer gelijk aan het meetgebied van de SPM
te berekenen. Deze meetwaarden werden vervolgens getransformeerd
naar de CIE L∗a∗b∗ kleurenruimte via de sRGB kleurenruimte d.m.v.
ΦRGB→sRGB,m. In het totaal werden 15 polynomiale transformaties
ΦRGB→sRGB,m getest: 5 met 3,6,8,9 en 11 termen, telkens op drie ver-
schillende manieren berekend (LLSQ en niet-lineaire minimalisatie van
de gemiddelde en maximale ∆E∗ab fout), zie ook paragraaf 5.1.3. Omdat
we veronderstellen dat de nauwkeurigheid veel lager zal liggen dan de
precisie volstaat het om e´e´n meting van de testset uit te voeren.
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Figuur 5.11: De gemiddelde en maximale ∆E∗ab fout voor elk MBCCC kleur-
plaatje over 9 metingen uitgevoerd onder verschillende kalibratieproﬁelen.
Fig. 5.12 toont de resultaten van de verschillende transformaties op
de MBCCC plaatjes. Zoals verwacht worden de prestaties beter met
het stijgend aantal termen van de polynomen, en doen de niet-lineair
geoptimaliseerde transformaties het over het algemeen beter dan hun
equivalente LLSQ versies. Deze resultaten hebben echter niets te maken
met de werkelijke prestaties van de transformaties, ze dienen louter als
controle voor hun correcte berekening.
Fig. 5.13 toont de resultaten van de verschillende transformaties op
de testset van 15 plastieken en papieren plaatjes en 15 in vivo huidge-
bieden. Hieruit blijkt dat de eenvoudige lineaire LLSQ en gemiddelde
∆E∗ab fout geoptimaliseerde transformaties de beste resultaten geven,
met 〈∆E∗ab〉 = 6.21 en 6.77, en max(∆E∗ab) = 13.31 en 13.12 respec-
tievelijk. Uiteindelijk wordt de LLSQ oplossing verkozen boven zijn
niet-lineair geoptimaliseerde soortgenoot gezien zijn veel eenvoudigere
en snellere berekening. Dit opmerkelijk resultaat is heel waarschijnlijk
het gevolg van het beperkt aantal plaatjes die gebruikt werden om de
transformaties te berekenen, zodat de bron- en doelkleurenruimtes ei-
genlijk zeer ijl bemonsterd worden. Dit heeft weinig consequenties voor
de lineaire transformaties omdat die zeer goede veralgemenende eigen-
schappen hebben, maar kan leiden tot oscillerend gedrag in de ruimte
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Figuur 5.12: De gemiddelde en maximale ∆E∗ab fout van al de MBCCC
plaatjes t.o.v. SPM metingen, voor alle LLSQ, gemiddelde en maximale ∆E∗ab
geoptimaliseerde transformaties ΦRGB→sRGB,m,m = 3, 6, 8, 9, 11.
tussen de monsters voor de hogere-orde transformaties. Een belang-
rijke conclusie is ook dat de fouten voor de 12 in vivo huidgebieden van
dezelfde orde zijn als voor de 15 ‘synthetische’ plaatjes, zie ﬁg 5.14.
5.4 Conclusies
De kalibratie en de beeldopname van het beeldvormingssysteem, werden
in detail doorgenomen. De kalibratie bestaat uit twee onderdelen: het
bepalen van een set van optimale instellingen van het beeldvormings-
systeem en het bepalen van de transformatie van de RGB bronkleuren-
ruimte naar de sRGB doelkleurenruimte. Al deze informatie wordt in
een zogenaamd kalibratieproﬁel opgeslagen, en zo’n proﬁel blijft lange
tijd geldig. Om een beeld op te nemen moet het proﬁel eerst nagekeken
worden, en eventueel lichtjes aangepast. Hierna kan men voor een be-
perkte periode, typisch 15 minuten, vrij gekalibreerde beelden opnemen.
Opgenomen beelden worden getransformeerd naar de sR∗G∗B∗ ruimte,
wat toelaat om ze direct weer te geven op het scherm of ze in een be-
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Figuur 5.13: De gemiddelde en maximale ∆E∗ab fout van de testset van 15
plastieken en papieren plaatjes (links) en 12 in vivo huidgebieden (rechts) t.o.v.
hun SPM metingen, voor alle LLSQ, gemiddelde en maximale ∆E∗ab geoptima-
liseerde transformaties ΦRGB→sRGB,m,m = 3, 6, 8, 9, 11.
stand op te slaan. Doordat de sRGB ruimte een gekende relatie heeft
met de CIE colorimetrische ruimtes beschikt men ook direct over een
raamwerk voor beeldverwerking gebaseerd op menselijke visie. Het ge-
bruik van gestandaardiseerde kleurenruimtes zou moeten leiden tot een
breder toepassingsgebied voor ontwikkelde beeldverwerkingsalgoritmes,
alsook tot de mogelijkheid voor externe validatie ervan.
De precisie en de nauwkeurigheid van het beeldvormingssysteem wer-
den bepaald. De precisie bleek zeer goed, met het verschil tussen een
individuele meting en het gemiddelde van een set van metingen maxi-
maal 1.2 ∆E∗ab eenheden. Het gemiddeld verschil is echter veel kleiner,
0.34 ∆E∗ab eenheden. De nauwkeurigheid van het beeldvormingssysteem
hangt vooral af van de transformatie tussen de RGB en sRGB kleu-
renruimtes. Het werd bepaald aan de hand van een testset van zowel
plastieken en papieren voorwerpen als in vivo huidgebieden. Verschil-
lende polynomiale transformaties, 15 in totaal, werden uitgetest, en het
resultaat is dat de simpele lineaire kleinste-kwadraten transformatie de
beste resultaten geeft met 〈∆E∗ab〉 = 6.21 en ∆E∗ab < 13.31. De precieze
214 De werking van het kleurenbeeldvormingssysteem
0
2
4
6
8
10
12
14
Voorwerpen van de testset
∆ 
E* a
b
Figuur 5.14: De ∆E∗ab fout van elk voorwerp van de testset van 15 plastieken
en papieren plaatjes en 12 in vivo huidgebieden t.o.v. hun SPM metingen voor
de lineaire LLSQ transformatie.
betekenis van deze resultaten voor het stellen van een dermatologische
diagnose is echter niet bekend, en is dus iets wat in de toekomst moet
onderzocht worden.
Het werk dat in dit hoofdstuk werd voorgesteld gaf aanleiding tot
verscheidene artikels en abstracts, [47, 48, 49, 50]. Het vormt tevens het
onderwerp van een artikel in een internationaal tijdschrift, [51], en wekte
interesse op bij een prive´-bedrijf.
Hoofdstuk 6
Het dermatologisch
werkstation
Het dermatologisch werkstation voegt 3 componenten toe aan het beeld-
vormingssysteem teneinde het om te vormen tot een bruikbaar klinisch
toestel: een patie¨nt- en beeldendatabank, een toepassing voor het ge-
bruik van die databank, en een uitbreidbaar software-object dat toelaat
om opgenomen beelden te bekijken en manipuleren. Het tot stand ko-
men van de componenten was een tijdrovende bezigheid, en was slechts
mogelijk d.m.v. een constante coo¨peratie met de eindgebruikers, i.e.
de dermatologen. Het resultaat is verre van af, en moet eerder gezien
worden als een demonstratie van de mogelijkheden van het beeldvor-
mingssysteem, i.e. een ‘proof of concept’.
6.1 De patie¨nten- en beeldendatabank
Zowel de graﬁsche gebruikersomgeving (GUI) van de databanktoepas-
sing als de structuur van de pat¨ıenten- en beeldendatabank weerspiege-
len de manier waarop de dermatoloog werkt tijdens de opvolging van
pat¨ıenten met een verhoogd risico op melanoom. We stellen hiervoor
een soort entiteitenboomstructuur voor die werd opgesteld in samen-
werking met de dermatologen, zie ﬁg. 6.1. Dit vrij ‘verticale’ model
laat weinig ruimte toe voor een alternatieve werkwijze, maar vermin-
dert ook sterk de kans op fouten en inconsistenties. Merk op dat de
databankstructuur, als implementatie van de entiteitenboomstructuur
om praktische redenen, buiten vele overeenkomsten ook enkele afwijkin-
gen van die structuur vertoont. Er werd ook rekening gehouden met de
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mogelijkheid om retrospectieve studies uit te voeren op de data (‘data
mining’), b.v. voor epidemiologische toepassingen. Hiertoe werd het
gebruik van keuzelijsten veralgemeend, wat het aantal achteraf moeilijk
te doorzoeken zogenaamde ‘vrije tekstvelden’ tot een minimum beperkt.
Patiënten
Patiënt X
Raadplegingen
Raadpleging X
ROIS
ROI X
Beeld X
Onderzoeken
Onderzoek X
Verwijzende arts
Behandelende arts
Arts X
Arts X
Beeldeigenschappen
Eigenschap X
Beelden
Alg. Anamnese
Spec. Anamnese
Figuur 6.1: Entiteitenboomstructuur waarop zowel de GUI van de databank-
toepassing als de databankstructuur gebaseerd zijn.
6.2 De databanktoepassing
De databanktoepassing werd ontwikkeld in VB en maakt gebruik van
‘ActiveX data objects’ (ADO). Deze ADO bezitten een standaard ob-
jectenmodel, ongeacht het type van databank dat gebruikt wordt (deze
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moet wel een aangepast ‘OLE DB’ stuurprogramma bezitten). Alle zoe-
kopdrachten zijn in SQL (‘structured query language’) geschreven. De
toepassing maakt gebruik van een zogenaamde ‘multiple document inter-
face’ (MDI), i.e. het fungeert als beheerder van een ganse reeks vensters,
elk met hun speciﬁeke rol.
Teneinde de hoeveelheid te schrijven code zoveel mogelijk te be-
perken werd een standaard datadialoogvenster ontworpen dat gebruik
maakt van gemeenschappelijke ‘eventhandlers’. Deze eventhandlers zor-
gen voor het afwerken van al de acties die de gebruiker vanuit het data-
dialoogvenster kan starten, b.v. opzoeken, toevoegen en wijzigen van
gegevens. Verder werd een eigen versie van de VB ‘data bound controls’
geschreven (zonder de vele bugs en de slechte performantie). Deze da-
tagebonden GUI-elementen, e.g. tekstvensters, keuzelijsten, etc. . . . ,
kunnen aan een datadialoogvenster worden toegevoegd, waarna de ge-
meenschappelijke eventhandlers automatisch zorgen voor de overdracht
van gegevens van en naar de databank. De eventhandlers zullen ook
de zichtbaarheid en functionaliteit van de GUI-elementen, datagebon-
den of ongebonden, beheren in functie van de operationele mode waarin
het datadialoogvenster zich bevindt: ‘bekijken’, ‘wijzigen’, ‘opzoeken’ of
‘toevoegen’.
De databanktoepassing herkent de gebruiker door zijn gebruikers-
naam, en kan zodoende artsen en dermatologen herkennen. Enkel her-
kende personen kunnen raadplegingen aan de databank toevoegen, en
eens toegevoegd kan alleen de persoon die een raadpleging heeft aan-
gemaakt, i.e. de behandelende arts, gegevens van deze raadpleging nog
wijzigen. De behandelende arts kan wel collega’s toevoegen aan de lijst
van behandelende artsen, en zodoende deze ook de toelating geven om
de gegevens van een raadpleging te wijzigen.
De databanktoepassing kan ook afdrukbare rapporten genereren, in
MS Word of HTML (‘Hypertext Markup Laguage’) formaat. Zodoende
is de compatibiliteit met de bestaande papieren patie¨ntenbestanden ge-
garandeerd. We lopen nu even snel door de belangrijkste vensters van
de databanktoepassing.
6.2.1 Het hoofdvenster
Dit venster geeft een compacte weergave van de gegevens van e´e´n of
meer patie¨nten weer d.m.v. van een boomstructuur gelijkaardig aan de
entiteitenboomstructuur (zie ﬁg. 6.2). Bijna alle mogelijke acties van
de databanktoepassing, b.v. zoeken of toevoegen van gegevens, worden
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vanuit dit venster opgestart d.m.v. contextgevoelige menu’s.
Figuur 6.2: Het hoofdvenster van de databanktoepassing.
6.2.2 De datadialoogvensters
Alle datadialoogvensters zijn afgeleid van hetzelfde basisvenster dat ge-
bruik maakt van de gemeenschappelijke eventhandlers. Dit basisvenster
bevat een reeks standaard GUI-elementen dat gesupplementeerd wordt
met de nodige datagebonden GUI-elementen voor de weergave van ge-
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gevens uit de databank, zie ﬁg. 6.3. Het gebruik van de gemeenschappe-
lijke eventhandlers en het basisvenster zorgt voor een uniforme werking
en een uniform uitzicht van de datadialoogvensters voor de gehele toe-
passing.
Datagebonden GUI elementen
voor het weergeven en 
invullen van databankgegevens
Voorgedefinieerde GUI elementen 
die samenwerken met de 
gemeenschappelijke event handlers
Operationele
mode
Navigatie
indien meer 
dan 1 'record'
Sluiten van datadialoogvenster.
Andere knoppen kunnen hier bijgevoegd worden, v.b. 
 'Select', 'Cancel', ...
Knoppen waarmee een operationele
mode beëindigd wordt
Figuur 6.3: Voorbeeld van een datadialoogvenster. Merk op dat tijdens de
werking bepaalde GUI-elementen onzichtbaar gemaakt worden, en dat hun
labels kunnen veranderen.
De beeldopnameprocedure wordt indien nodig opgestart vanuit een
datadialoogvenster tijdens het aanmaken van een nieuw onderzoek voor
een bepaald interessegebied (ROI voor ‘region of intrest’).
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6.2.3 Het 3D localisatievenster en het beeldoverzichts-
venster
Deze twee vensters zijn beide gesynchroniseerd met het hoofdvenster,
en geven extra informatie over actieve ROI(s) weer. Het 3D localisatie-
venster geeft de exacte locatie van de ROI of ROIs op het lichaam weer
d.m.v. een 3D pop die kan rondgedraaid worden in 8 stappen. Dit ven-
ster wordt tevens gebruikt bij de aanmaak van een ROI om zijn locatie
aan te duiden. Hiertoe verschijnt dan ook een boven- of onderaanzicht
van de pop. Het beeldoverzichtsvenster toont verkleinde versies van de
reeds opgenomen beelden van de ROI of ROIs.
Figuur 6.4: Voorbeeld van de synchronisatie tussen het hoofdvenster, het 3D
localisatievenster en het beeldoverzichtsvenster.
6.3 Het beeldobject
Het beeldobject laat toe om eenvoudige manipulaties uit te voeren op
de beelden, b.v. zoomen. Het is ge¨ımplementeerd als een object dat
moet gecree¨erd worden vanuit andere applicaties, en is gemakkelijk uit-
breidbaar, b.v. met beeldverwerkingsroutines. Het maakt gebruik van
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de Leadtools Medical Express Imaging Toolkit1. De standaard moge-
lijkheden van het beeldobject zijn:
Zoomen In- en uitzoomen met verschillende algoritmes: dichtste buur,
lineaire en bikubische interpolatie.
Weergeven van pixelwaarden In de veronderstelling dat een 24-
bit sR∗G∗B∗ beeld is ingeladen kan het beeldobject gemiddelde
sR∗G∗B∗,sRGB, CIE XY Z, CIE xyY en CIE L∗a∗b∗ kleurtri-
pletten weergeven over een 2n+1 op 2n+1 venster rond de muis-
cursor. n is een natuurlijk getal dat met de ‘-’ en ‘+’ toetsen kan
ingesteld worden.
Annotaties Annotaties zijn graﬁsche objecten zoals tekst, lijnen, recht-
hoeken, polygonen, etc. . . . die bovenop het beeld worden gete-
kend. Annotaties zullen intensief gebruikt worden voor beeldver-
werking.
Histogram Berekent en geeft een sR∗G∗B∗ histogram van een beeld
weer.
6.4 Beeldverwerking
Beeldverwerking zal een belangrijke rol spelen wanneer men het der-
matologisch werkstation wil uitbreiden met meer gesoﬁstikeerde toe-
passingen, v.b. om diagnostisch belangrijke eigenschappen van huid-
letsels op te meten en te gebruiken voor classiﬁcatie en automatische
diagnose. Zoals reeds een paar keer vermeld kan men hiervoor steunen
op de kennis van de kleurenruimte waarin de beelden gedeﬁnieerd zijn en
daaruit voortvloeiend de beschikbaarheid van een gefundeerde kleuren-
verschilmetriek. De toepasbaarheid van beeldverwerking gebaseerd op
een standaardkleurenruimte is ook veel groter doordat men niet ‘vast-
zit’ aan een bepaald beeldvormingssysteem, men cree¨ert als het ware
toestel-onafhankelijke beeldverwerking. Om sommige van deze voorde-
len te demonstreren zullen we een eenvoudig segmentatiealgoritme voor
huidletsels voorstellen en vergelijken met een manuele aﬂijning door der-
matologen.
1LEAD Technologies, Inc., 900 Baxter Street, Charlotte, NC 28204
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6.4.1 Segmentatie van huidletsels
Voordat het mogelijk is om gegevens uit een huidletsel te extraheren is
het nodig dit letsel af te lijnen. Huidletsels vertonen echter een grote
variatie in vorm en kleur, wat samen met de aanwezigheid van haar een
robuuste automatische aﬂijning niet gemakkelijk maakt. Verscheidene
publicaties, e.g. [52, 13, 53, 54, 55, 56], zijn reeds verschenen over dit
onderwerp. Deze methodes werken meestal in een RGB kleurenruimte.
Sommige maken gebruik van de CIE L∗a∗b∗ kleurenruimte, maar het is
onduidelijk hoe een correcte transformatie naar deze ruimte kon opge-
steld worden zonder de kennis van de primaire stimuli van de bronruimte.
Een interessant algoritme is [57], een interactieve maar vrij reproduceer-
bare segmentatiemethode. Spijtig genoeg kan men bovenstaande algo-
ritmes grosso modo als ‘toestel-afhankelijk’ bestempelen, en het is dan
ook onze persoonlijk overtuiging dat nog betere en meer algemene resul-
taten zouden kunnen bekomen worden mits een meer ‘colorimetrische’
aanpak. In ieder geval is het hier niet de bedoeling om het probleem van
huidletselsegmentatie op te lossen, maar enkel te demonstreren dat een
eenvoudige methode inwerkend op colorimetrische data reeds behoorlijke
resultaten kan opleveren.
Het segmentatiealgoritme
Het segmentatiealgoritme start met een ruwe manuele aﬂijning door de
dermatoloog. Deze taak is zeer eenvoudig voor deze laatste, maar vrij
ingewikkeld voor een segmentatiealgoritme. Hierna zal het algoritme
overnemen en de gedetailleerde aﬂijning, die manueel langdradig zou
zijn, uitvoeren.
De contour die gebruikt wordt om de aﬂijning van een huidletsel uit
te voeren bestaat uit een set van vertices op een afstand, de vertexreso-
lutie, van elkaar. De vertices kunnen zich enkel radiaal voortbewegen.
Als tijdens die beweging de afstand tussen de vertices teveel afwijkt van
de vertex resolutie zullen waar nodig vertices bijgevoegd of weggelaten
worden, zie ﬁg. 6.5. Dit herbemonsteringsschema van de contour is
gelijkaardig aan dat beschreven in [58].
Het basisidee van het algoritme is dat een letsel omringd is door
gewone huid. De opeenvolgende stappen zijn:
1. Vraag de gebruiker een ruwe contour van het huidletsel te tekenen
door de representatieve gebieden van normale huid rond het letsel
aan te klikken;
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Figuur 6.5: Contour bestaande uit een set van vertices, en het herbemonste-
ringsschema.
2. Bereken de gemiddelde kleur rond elke vertex van de ruwe contour
als maat voor de lokale normale huid, en sla die op;
3. Herbemonster de contour volgens de gevraagde vertexresolutie;
4. Bereken het kleurverschil in ∆E∗ab eenheden van het gebied rond
elke vertex met de eerder berekende lokale normale huid van die
vertex;
5. Beweeg de vertex in de radiaal inwaartse richting indien het net be-
rekende kleurverschil kleiner is dan een bepaalde bewegingsdrem-
pel;
6. Stop indien geen enkele vertex bewogen heeft, herneem vanaf stap
3 indien dit wel zo is.
Dit semi-automatische algoritme is uiterst eenvoudig en heeft slechts
2 parameters: de vertexresolutie die op 12 pixels is ingesteld en de be-
wegingsdrempel die op 8 ∆E∗ab eenheden is ingesteld.
Experimenten
Omdat er geen algemene consensus is tussen dermatologen over de lig-
ging van een contour, zullen we ons beperken tot het bepalen van de
reproduceerbaarheid van de semi-automatische segmentatie versus een
manuele aﬂijning. Hiertoe werd een testset van 30 beelden van huidlet-
sels voorgelegd aan 4 dermatologen (waarnemers). De combinatie van
een waarnemer en een beeld wordt een geval genoemd. Elk beeld werd
tweemaal voorgelegd aan elke waarnemer in een willekeurige volgorde,
en telkens werd zowel een manuele als semi-automatische aﬂijning uit-
gevoerd. De moeilijkheidsgraad van de manuele segmentatie (1 = zeer
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moeilijk - 5 = zeer gemakkelijk) en de kwaliteit van de semi-automatische
aﬂijning (1 = volledig verkeerd - 5 = perfect) werd telkens door de waar-
nemer gescoord. Twee beeldeigenschappen die potentieel een rol kunnen
spelen in de diagnose van huidletsels werden berekend voor elk geseg-
menteerd beeld: het oppervlak van het letsel in pixels, en de gemid-
delde CIEL∗a∗b∗ kleur van het letsel. We noteren deze eigenschappen
voor segmentatiemethode i = 1(manueel), 2(semi-automatisch), beeld
j = 1, . . . , 30 en waarnemer k = 1, . . . , 4, meting l = 1, 2 respectievelijk
als Aijkl en (L∗ijkl, a
∗
ijkl, b
∗
ijkl).
Als maat rijk voor de reproduceerbaarheid voor het bepalen van het
letselopppervlak van methode i voor een beeld j en een waarnemer k
stellen we de standaard deviatie gedeeld door het gemiddelde letselop-
pervlak voor:
〈Aijk〉 =
∑2
l=1Aijkl
2
,
rijk =
√∑2
l=1(Aijkl−〈Aijk〉)2
2
〈Aijk〉 . (6.1)
Voor de gemiddelde CIEL∗a∗b∗ kleur van een letsel stellen we vol-
gende formules voor als maat voor de reproduceerbaarheid 〈∆E∗ab,ijk〉
van methode i voor een beeld j en een waarnemer k:
(〈L∗ijk〉, 〈a∗ijk〉, 〈b∗ijk〉) =
∑2
l=1(L
∗
ijkl, a
∗
ijkl, b
∗
ijkl)
2
,
∆E∗ab,ijkl =
(
(L∗ijkl − 〈L∗ijk〉)2 + (a∗ijkl − 〈a∗ijk〉)2
+ (b∗ijkl − 〈b∗ijk〉)2
)1/2
,
〈∆E∗ab,ijk〉 =
2∑
l=1
∆E∗ab,ijkl
2
. (6.2)
Vergelijkingen (6.1) en (6.2) kunnen gebruikt worden om de repro-
duceerbaarheid van beide segmentatiemethodes te vergelijken voor e´e´n
waarnemer en e´e´n beeld, i.e. per geval. Door uitmiddelen over alle ge-
vallen kan men de invloed van zaken die aan onze experimente controle
ontsnappen, de beelden en de waarnmeners, verminderen. Doordat het
niet altijd dezelfde persoon zal zijn die de segmentatie zal uitvoeren is
het echter ook nodig de totale reproduceerbaarheid voor het letselop-
pervlak rij en de letselkleur 〈∆E∗ab,ij〉 van beide segmentatiemethodes
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te vergelijken. Hiervoor worden vergelijkingen (6.1) en (6.2) uitgebreid
door tevens uit te middelen over de waarnemers:
〈Aij〉 =
∑4
k=1
∑2
l=1Aijkl
8
,
rij =
√∑4
k=1
∑2
l=1(Aijkl−〈Aij〉)2
8
〈Aij〉 , (6.3)
en
(〈L∗ij〉, 〈a∗ij〉, 〈b∗ij〉) =
∑4
k=1
∑2
l=1(L
∗
ijkl, a
∗
ijkl, b
∗
ijkl)
8
,
∆E∗ab,ijkl =
(
(L∗ijkl − 〈L∗ij〉)2 + (a∗ijkl − 〈a∗ij〉)2
+ (b∗ijkl − 〈b∗ij〉)2
)1/2
,
〈∆E∗ab,ij〉 =
4∑
k=1
2∑
l=1
∆E∗ab,ijkl
8
. (6.4)
Resultaten en discussie
De histogrammen van de subjectieve scores van de segmentatie zijn te
zien in ﬁg. 6.6. Het lage aantal beelden waarvan de segmentatie als
minder goed werd aanzien t.o.v. het aantal als moeilijk te segmenteren
aanziene beelden toont aan dat de dermatologen relatief tevreden zijn
over de resultaten. Een aantal van deze moeilijk te segmenteren beelden
zijn te zien in ﬁg. 6.7.
De resultaten voor de reproduceerbaarheid rijk en 〈∆E∗ab,ijk〉 van me-
thode i voor een beeld j en een waarnemer k vertonen een grote variabi-
liteit en zijn verre van normaal verdeeld. We beschikken echter over 120
gevallen (30 beelden en 4 waarnemers), zodat we kunnen stellen dat de
gemiddelde reproduceerbaarheid per geval wel normaal verdeeld is (cen-
trale limietstelling van statistische distributies). We kunnen bijgevolg
gebruik maken van de t-test om te zien of de twee segmentatiemethodes
een signiﬁcant verschil in reproduceerbaarheid vertonen. De resultaten
van de t-test zijn te zien in tabel 6.1, en geen enkele verbetering van de
reproduceerbaarheid is dus te verwachten van de semi-automatische seg-
mentatie t.o.v. een manuele segmentatie als e´e´n en dezelfde waarnemer
de segmentaties uitvoert op verschillende beelden van hetzelfde letsel.
Ook de resultaten voor de totale reproduceerbaarheid rij en 〈∆E∗ab,ij〉
van methode i voor een beeld j zijn verre van normaal verdeeld. Met
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Figuur 6.6: Histogram van de subjectieve scores van alle beelden: moeilijk-
heidsgraad van de manuele segmentatie (1 = zeer moeilijk - 5 = zeer gemakke-
lijk) en de kwaliteit van de semi-automatische aﬂijning (1 = volledig verkeerd
- 5 = perfect).
Beeld- Gem. reprod. Signiﬁcant verschil?
eigenschap man. semi-aut. t-test, p=0.05
Oppervlak 0.26 0.25 Nee
Kleur 3.2 3.1 Nee
Tabel 6.1: Gemiddelde reproduceerbaarheid per geval voor de manuele en
semi-automatische segmentatie, en statistische signiﬁcantie voor de t-test met
p = 0.05.
slechts 30 verschillende beelden is het echter twijfelachtig of de centrale
limietstelling toepasbaar is. We gebruiken dan ook de zogenaamde ‘mat-
ched pairs sign test’ , een vrij zwakke statistische test die minimale eisen
aan de data stelt. Als een zwakke test een signiﬁcant verschil vindt, dan
is de kans dat deze echt aanwezig is echter zeer groot. De resultaten van
de test zijn te vinden in tabel 6.2, en deze keer werd een signiﬁcante ver-
betering van de totale reproduceerbaarheid voor de semi-automatische
segmentatie gevonden. De semi-automatische segmentatie vermijdt dus
voor een stuk de problemen die voorkomen wanneer verschillende waar-
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Figuur 6.7: Segmentatie van enkele moeilijke beelden. De manuele segmen-
tatie is in rood, de ruwe startcontour in blauw en de semi-automatische seg-
mentatie in geel. Merk op dat donkere haren nog steeds problemen geven.
nemers de aﬂijning uitvoeren.
Beeld- Gem. Aantal Signiﬁcant
eigenschap reprod. verbeterde verschil?
man. semi-aut. beelden p=0.05
Oppervlak 0.42 0.34 24/30 Ja
Kleur 7.6 6.3 26/30 Ja
Tabel 6.2: Gemiddelde totale reproduceerbaarheid per beeld voor de manuele
en semi-automatische segmentatie, en statistische signiﬁcantie voor de matched
pairs sign-test met p = 0.05.
Een inspectie van de aﬂijningen, v.b. als in ﬁg. 6.7, toont dat de
meeste problemen het gevolg zijn van de aanwezigheid van donkere ha-
ren. Een mogelijke oplossing is de gebruiker de kans geven om de gevon-
den contour te verbeteren. Dit werd geprobeerd, maar was zeer arbeids-
intensief door de vele vertices die soms moesten verplaatst worden. Het
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gebruik van zogenaamde ‘rational Gaussian curves’ als benadering voor
een contour met veel minder controlepunten, [60], zou hierbij kunnen
helpen.
6.5 Algemene discussie en conclusies
Het dermatologisch werkstation werd in de polikliniek van het universi-
tair ziekenhuis getest voor het opvolgen van patie¨nten met een verhoogd
risico op huidkanker. Ongeveer 100 beelden werden opgenomen en op-
geslagen in de databank. Ondanks een constante verbetering van het
werkstation tengevolge van suggesties van de dermatologen, blijft ons
inziens een fundamenteel probleem het nut van het werkstation in de
weg staan: een gebrek aan ondersteunende infrastructuur. Inderdaad,
het invoeren van een volledig ge¨ınformatiseerd systeem in een omgeving
waar de meeste patie¨nteninformatie nog steeds op papieren ﬁches staat
is gewoon niet realistisch. Dit is aan het veranderen, o.a. met het invoe-
ren van het zogenaamde ‘order-communicatiesysteem’ in het ziekenhuis,
maar de volledige omschakeling zal nog een hele poos op zich laten wach-
ten. Het is bijgevolg beter het werkstation voorlopig verder te valideren
aan de hand van kleinschalige projecten i.p.v. in de polikliniek.
Wat betreft de segmentatie van huidletsels kunnen we stellen dat
behoorlijke resultaten werden behaald met een zeer eenvoudige methode
door gebruik te maken van de colorimetrische aard van de beelden. De
methode is tevens snel en eenvoudig in gebruik, maar is voor verbetering
vatbaar.
Hoofdstuk 7
Conclusies
De eerste drie hoofdstukken van dit werk bestonden hoofdzakelijk uit
achtergrondinformatie over dermatologie en colorimetrie. De meeste in-
formatie was afkomstig uit externe bronnen, voorgesteld met een struc-
tuur aangepast aan het vervolg van het betoog.
In hoofdstuk 4 werd de opbouw van het beeldvormingssysteem be-
sproken. Alhoewel veel informatie in dit hoofdstuk weerom uit externe
bronnen afkomstig is, werden ook enkele kleine experimenten uitgevoerd.
In ieder geval is het onze mening dat de verwezenlijkingen in dit hoofd-
stuk niet van wetenschappelijke maar eerder van technologische aard
zijn: de integratie van heel verscheiden hard- en softwarecomponenten
tot een volwaardig kleurenbeeldvormingssysteem.
De werking van het beeldvormingssysteem is het onderwerp van
hoofdstuk 5. Hiertoe werd een eenvoudig empirisch model van het beeld-
vormingssysteem voorgesteld. Vertrekkend van dit model werden pro-
cedures voor zowel kalibratie als beeldopname uitgewerkt. Aan de hand
van experimenten werden de precisie en nauwkeurigheid van colorime-
trische metingen op opgenomen gekalibreerde beelden bepaald. De re-
sultaten toonden aan dat de precisie van het beeldvormingssysteem vrij
goed is, terwijl de nauwkeurigheid t.o.v. spectrofotometrische metingen
matig is. Tevens werd de optimale polynomiale transformatie tussen
de onbekende bronkleurenruimte en de gestandaardiseerde doelkleuren-
ruimte bepaald. Het opmerkelijk resultaat hier was dat de eenvoudigste
lineaire transformatie de beste resultaten geeft, gezien het beperkt aan-
tal kleuren dat tijdens de kalibratie gebruikt wordt. Het werk dat in
dit hoofdstuk werd voorgesteld gaf aanleiding tot verscheidene artikels
en abstracts, [47, 48, 49, 50], alsook tot een artikel in een internationaal
tijdschrift, [51]. Het wekte tevens interesse op bij een prive´-bedrijf.
230 Conclusies
Hoofdstuk 6 was gewijd aan enkele extensies van het beeldvormings-
systeem die tot doel hadden het om te vormen tot een praktisch bruik-
baar dermatologisch werkstation voor de opvolging van patie¨nten met
een verhoogde kans op huidkanker. Deze extensies bestonden uit een
patie¨nten- en beeldendatabank, een databanktoepassing en een soft-
warecomponent om de opgenomen beelden te bekijken en te manipu-
leren. Verder werd gepoogd het nut van een colorimetrische aanpak van
beeldverwerking te demonstreren door een eenvoudig algoritme voor de
segmentatie van huidletsels voor te stellen en te testen. Dit werk is het
onderwerp van een congresartikel [61].
Het invoeren van het werkstation in de polikliniek was voorlopig
geen onverdeeld succes, mede door de grote technologische kloof met
de bestaande infrastructuur. Deze situatie is snel aan het evolueren,
maar voorlopig lijkt het beter het dermatologisch werkstation verder te
valideren a.d.h. van kleinschalige projecten i.p.v. in de polikliniek.
Tenslotte merken we op dat de samenwerking met andere weten-
schappers op de dienst dermatologie tevens geleid heeft tot het coauteur-
schap van een tweetal artikels in internationale tijdschriften, [62, 63].
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